r : 

AD-A152 238 fl COMMUNICATIONS LINK FOR 
ARRAV(U) AIR FORCE INST OF 
SCHOOL OF ENGINEERING G S 
UNCLASSIFIED AFIT/GE/ENG/84D-70 

AN IMPLANTABLE ELECTRODE 1/3 

TECH URIGHT-PATTERSON AFB OH fl 

ZEHAN DEC 84 ] 

F/G 6/2 ML | 















i 


















































































a 

T 


a 


■■B^HBM 








^^B 


Bi 


■_ 




















































AD-A152 238 


REPRODUCED AT GOVERNMENT ; TENSE 


if 



☆ 

& 


>- 

CL. 

O 

CO 


A COMMUNICATIONS LINK FOR AN 
IMPLANTABLE ELECTRODE ARRAY 

THESIS 


AFIT/GE/ENG/84D-70 


Gregory S. Zeman 
2Lt. USAF 


DISTRIBUTION STATEMDff 

Approved km pubhc 

Distfl^utioa Unlimited 


STATE UEJfTA \ 

pubhc | O 

n Unlimited 


DTIC 

ELECTE 


APR 9 1986 


DEPARTMENT OF THE AIR FORCE 

AIR UNIVERSITY 


V 


B 


AIR FORCE INSTITUTE OF TECHNOLOGY 


Wright-Patterson Air Force Base, Ohio 

85 03 13 


099 


















A COMMUNICATIONS LINK FOR AN 
IMPLANTABLE ELECTRODE ARRAY 


THESIS 


Presented to the Faculty of the School of Engineering 
of the Air Force Institute of Technology 
Air University 

In Partial Fulfillment of the 
Requirements for the Degree of 
Master of Science 


by 

Gregory S. Zeman, B.S. 
Second Lieutenant, USAF 
December 1984 


Approved for public release; distribution unlimited 
















Man s ability to extract troin a visual scene the simple 
essence which distinguishes an A from a B or a chair from a 
table is very much unknown. The ease at which the human 
visual system performs such pattern recognition has lead to 
the fundamental research in determining how man's brain 
performs such a task. Knowing some of the anatomy and the 
structure of the brain has not given a clear indication of 
the transforms and algorithms used. By providing a means to 
probe the visual pathway, where the measuring technique does 
not effect the natural response, the researcher might begin 
to understand the process which provides pattern recognition. 
Improving the techniques used might unlock more of the 
secrets hidden in the entire cerebral cortex. 

Each small advance in a field of so many unknowns 
generates so many more questions to be answered. The 
development of a small semiconductor electrode array as a 
tool for brain research gives rise to the question of how to 
make a system totally implantable for long term 
investigation. This research concerns itself with proving 
the feasibility of a completely implanted system for data 
collection using the AFIT 16 by 16 fully multiplexed 
electrode array. Once a system .is implemented and cortical 
information readily available, others can unravel the 
transformations and algorithms which will model the visual 
system. 
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The research conducted in this study develops an 
implantable communications (biotelemetry) link for the Air 
Force Institute of Technology's implantable, multiplexed, 
multielect.rodo array used to record electric potentials on 
the visual cortex of a mammal. A prototype is developed to 
test the feasibility of transcutaneous data transfer and 
power transfer for a system relaying 100 KHz of data 
bandwidth. The working system uses a varactor FM modulator, 
phase locked loop demodulator, and op amp signal 
amplification. Power transfer is made by a single frequency 
RF inductive couple to an implanted rechargable Ni-Cu battery 
pack. The implanted system draws 18 milliwatts of power and 
the power supply is capable of supplying 30 milliamps of 
current at 5 volts for a 2 hour period before recharging is 
required. Details of the design procedures as well as 
recommendations for an implantable system realization are 


included. 




lor 


tile elect rode array by supplying power and clocking to 


the array. 

The system design must lead to a system which has 
biologically compatibility with the host. Size is a primary 
consideration in making a system conform to ultimate 
miniaturization and implantation which in turn dictates a 
small power supply. This forces low power designs, 

especially since substantial power drain occurs due to the 
NMOS electrode array, an unchangable part of the system. The 
power supply must also be able to supply voltages 
consistently over the entire time of operation. Operation in 
the body requires that the system does not damage the tissue 
or significantly alter natural functioning of the host 
Therefore, techniques of encapsulation and trauma prevention 
must bo addressed in the design. 

A final part of the problem of an implantable 
communications link is reliability within the harsh 
environment of the body. Reliability requirements suggest 
simplicity in design, however trade-offs in performance must 
be made to accomplish it. Preventative measures in addition 
to circuit design are involved in solving the problem. 

S cop e 

In order to achieve a working prototype of the initial 
biotelemetry link, existing designs will be used as much as 
possible. At radio frequencies, design is difficult to 
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Problem 

The problem which is addressed in this thesis is the 
prototyping and evaluation of an outward communications link 
for the NMOS 16 x L6 AF1T electrode array. The 
communications link must supply the required power and 
clocking signals to the electrode array chip, provide 
amplification of the multiplexed brain signal, and modulate a 
radio frequency carrier suitable for detection and 
demultiplexing outside of ‘he body. All processing must be 
done within low power constraints and be capable of reduction 
into an implantable system. The outputted signal must, be 
decodable and the signals of each electrode reconstructed. 
tj The following paragraphs gives a more thorough description of 

the problem. 

To provide a long term natural environment for the 
collection of electroencephalographic data from the visual 
cortex , an implantable biotelemetry link must be developed 
to interface with the AFIT 16 by 16 electrode array . This 
system must be able to take a pulse amplitude, time division 
multiplexed signal and process it so it can be transmitted 
through the skin and decoded outside. Information required 
for decoding must: allow the determination of which electrode 
produced a particular voltage and when a change of electrode 
occurs. The unit has to supply electroencephalographic data 
for several hour:; at a timer and be unable over a period of 



1-13 






transmittors is common Cor the study of electrical potentials 
in the; body. As early as 19 57 small FM and AM modulated 
signals were being produced by implantable transmitters for 
the recording of internal temperature. Small, battery 
powered units gradually emerged, which transmitted electro¬ 
cardiogram and electroencephalogram data. The numbers of 
different transmitters produced in the 60's and 70's make it 
difficult to go into depth for each transmitter, but they can 
be generalized by the following characteristics; one to 
fifteen channels of low bandwidth signals, FM modulation 
using colpitts oscillators usually in the commercial FM band, 
and signal encoding of either pulse amplitude or pulse 
duration modulation. Other forms of tramsmission have been 
used, but the literature shows only a few of each. The 
circuitry over the years has changed from discrete components 
to integrated circuits (IC's), however the final output RF 
transmitter is still a single discrete transistor in most 
cases. 

Evolution of the transmitter circuitry is dominated by 
the development of low power integrated amplifiers and CMOS 
digital control logic. This has allowed complex signal 
processing in the implant, making possible the monitoring of 
many signals (less than 15). Along with the development of 
high density IC's, the use of thick film substrate techniques 
have produced compact and highly reliable systems. The only 
limit on complexity of the system are power demand and low 

i 



it i t l s using d i f1 ort.o t: jppl i.cut ion thickness aiui 

techniques, and found that phosphor si1icato glass (PSG) and 
polyimide produced the best resistance to ion penetration 
(14:38, 55, 59). In testing the array, he built drive 
circuitry which would eventually be used in an in vivo 
testing in a dog. 

Armed with the devices produced by Fitzgerald and the 
passivation technique developed by German, the team of Russel 
Hensley and David C. Denton, GE-82D packaged a brain chip 
with interconnection to external support circuitry and 
amplification. Their thesis provides actual data on the fine 
grain electrode array used on the visual cortex of a 
mammalian dog. Although no detailed data reduction was 
performed, the thesis did provide the fundamental technique 
for surgical implantation of the brain chip electrodes, 
apparatus for data gathering of signals, and a method for the 
visual evoked response (VER) collection of data (15:10-11, 
28-51, 64-66, 71-82, 86-89). 

Successive theses in this area have tried to improve 
upon the inherent problems of JFET technologies by using NMOS 
arrays to produce both larger arrays and onboard multiplexing 
of the signals. These attempts have had some limited success 
towards producing a completely functional design. Once a 
larger array is fully operational, the problem of a fully 
implantable system arises where all necessary support and 
communication links can be contained in the host's body. 
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. at 1 he Air Force I ns t itufco of Techno 1 o:jy which 

developed an implantable semiconductor electrode array and 
successfully used the device in a dog. The work in the 
progression is summarized in the following paragraphs. 

The initial proposal for a AFIT multielectrode array 
come from Joseph Tatman, GE-79D. His proposal was the 
development of an electrode array using JFET technology to be 
used in conjunction with a multiplexing scheme, voltage 
amplification, and pulse duration modulation using a tunnel 

0 

diode oscillator. Although Tatman's array did not work, he 
laid out the fundamental requirements for a large scale 
multielectrode array using biotelemetry and transcutaneous 
power coupling to the implanted device (5:22-44, 80-86). 

Gary Fitzgerald, GE-80D, continued the work started by 
Tatman in developing an electrode array. Fitzgerald's work 

incorporated a new fabrication process to remove problems 

% 

found in Tatman's array. Also included in his thesis effort 
was a change of electrode metal from gold to silver- 
silverchloride to produce better electrode response. The 
electrode array did work on air but failed in the sodium ion 
rich environment used to simulate the brain (13:108-109). 

George German, GE-81D, took Fitzgerald's arrays and 
sought a passivation method for the array which would solve 
the problem of ion contamination of JFET switching transitors 
while having suitable dielectric and water absorption 
characteristics necessary for semiconductor design. After 
evaluating the source of contamination, German tested 5 
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number of output leads and the reproducibility of each 
electrode within an array. 

The electrode array produced at The University of 
Southampton, England in 1980, shows great foresight into 
solving some of the problems associated with recording of 
biological signals. Their array is a 9 electrode (3 x 3) 
array built around MOS technology where the electrode itself 
is the metal gate for a transistor which provides initial 
amplification before noise effects can materialize and an 
impedance match for the high source impedance found when 
reading electric potentials off the brain. The output of 
each electrode drives a source follower configuration which 
is directly coupled into a voltage amplifier. The problem of 
insulation of active devices and leads from water, salt, and 
other ionic damage is provided by silicon dioxide, positive 
photoresist and varnish depending on the exact area of the 
chip (11:553-556). To limit the number of output leads 
multiplexing circuits produced a single pulse amplitude 
modulated, time division multiplexed signal which was passed 
out of the brain using wires. The quality of the signals 
achieved was above what was gathered using glass pipette 
methods. This work proved to be very much similar to the 
work being done at the Air Force Institute of Technology. 

AFIT Electrode Array Research . Parallel to the 

Jobling experiments in England were the sequence of Masters 
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with various stimuli. The technique proved successful, but 
the large bundles of wire made the devices very sensitive to 
breakage, very hard to reproduce identical characteristics 
for each probe and producing 400 amplifiers to read the data 
is impractical. Other problems included crosstalk between 
adjacent electrodes and the shear physical bulk of the 
apparatus, especially in the brain cavity. The results of 
this study showed evidence that the activity from a evoked 
response is very localized, at least as small as .5mm (the 
resolution of the system) and not distributed as some earlier 
EEG techniques had seem to shown (9:23-24, 26-29). This 
reduced grain size analysis is now the basis for the AFIT and 
University of Southampton semiconductor electrode arrays. 

Electrode Arrays . The present state of the art for 
electroencephalographic recording of the cortex is the 
semiconductor electrode array. Separate but concurrent work 
in this area by bioengineering students at the Air Force 
Institute of Technology and researchers at The University of 
Southampton, England, proved the use of semiconductor 
technologies in the manufacture of fine grain electro¬ 
encephalographic electrodes. The designs of each array, 
although quite different, demonstrated the principles 
introduced by Wise in his multielectrode array using photo¬ 
lithographic methods to define electrode and active devices 
(10:238-239). The significant achievement of each of the 





fully interpret the BCE interconnections by measuring evoked 
electric potentials, a small reliable electrode capable of 
measuring small potentials in a localized area was needed. 
This section will describe the evolution of the research from 
single probes to large semiconductor electrode arrays. 


Brain 

activity 

in early 

research was measured by 

cumulative 

responses 

of many 

neurons measured by 

large 

electrodes 

on the 

scalp. 

This provided very 

basic 


information but lacks the detail needed to generate models of 
the brain. The next level of research was done using single 
cell microprobes made of relatively inert metal wires or 
glass micropipettes. These probes were inserted directly 
into the brain tissue so the tip of the electrode penetrates 
neural cells. The electrodes produced excellent responses 
but physical damage to the cell creates unwanted responses 
not associated with the normal pathway. A typical example of 
this is the work done by Hubei and Weisel in the cortex of a 
cat and monkey (8:106-110; 6:153-159). Measurements of this 
type were very useful in determining a size associated with a 
BCE. 

Research then moved towards an electrode array to 
measure evoked potentials over a large area of the visual 
cortex but in sufficiently fine detail. Fine wire electrodes 
were bundled into an array to produce a uniform pattern in 
which potential gradients across the surface could be 
measured. The work done by DeMott used a 400 probe array to 
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patterns (7:106-108). Further, these experiments imply the 
perception processing of the brain is not done within the 
primary visual area, but rather a process of the pathways 
after this point. Secondary visual cortex simulation by 
electrodes has caused complex shapes and patterns to be 
observed. This transition from point sources to complex line 
and shape patterns means that some level of perception occurs 
within that mapping. 

The next level of research is the recording evoked 
potentials of individual BCE's which might give an averaged 
level of activity of the neurons composing a single BCE. BCE 
activity corresponds to direct neural stimulation of the BCE 
and gives a general way to monitor stimulation within the 
pathway. Electroencephalographic monitoring with electrodes 
provides a means of simultaneously recording electrical 
signals at sites in both primary and secondary areas, giving 
some information about the interconnections, but lacks in 
resolution. Alternative methods of determining mapping would 
be to do a Golgi-stain method and trace individual neural 
fibers. However, the time required to trace the millions of 
interconnections would seem to rule out this type of detailed 
anatomical study. This forces the more general study 
technique of electrode recording of BCE activity to produce 
some reasonable model of the mapping. 
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'-a ini or a direct mapping oi: the eye to the primary visual 
cortex and that t tie ultimate pattern recognition occurs, in 
part, in the secondary or association visual cortex. 
Concurrent work by anatomists found that the visual cortex 
areas perform processing on a very localized basis due to the 
lack of large scale spreading of nerves connected to an input 
nerve. These inferences were made from elaborate 
Golgi-Method staining methods used to determine localized 
neural networks (6:152). The localized processing units 
referred to by Kabrisky as the Basic Computational Elements 
(BCE) is the unit of interest in determining the exact 
processing nature of the cortex. It is believed that at this 
level the inputs and memory form a functional transformation 
of the information. However, the ability to trace signals by 
looking at single neurons is not easily accomplished, and 
research efforts have preceded to look at the interrelation 
between arrays of BCE's and the resulting transformation 
which contains fundamentals of perception (5:39-54). 

The interconnection of the many BCE's of the primary 
visual cortex area to a single BCE of the secondary visual 
cortex implies a formal mapping transformation similar to 
those of a two dimensional Fourier transformation or similar 
transformations. Experiments performed by Brindley and 


Donaldson using electrical stimulation directly to the 
primary cortex produced spots of light known as phosphenes 
and shows that stimulation of BCE’s of the primary visual 
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combination of the primary and secondary cortical areas could 

significantly reduce the number of stimulation points needed 
to produce a recognizable patterns. Because of the one to 

one mapping from the retina to the primary visual cortex, the 

amount of information which the optic nerve provides is 
prohibitively large to seek to simulate with electrode 

stimulation. If the transformation process which takes 

places at the secondary visual cortex could be tapped into 

producing a decoded pattern with only a few stimulation 

points, a reasonable facsimile of sight might be produced by 

external stimulation. A thorough analysis of the visual 

cortex may provide the means by which a practical visual 

prosthesis can produce quality limited visual sensation for 

many blind persons. 

Background 

The Visual Perception System . Neurological research 

directed towards understanding the function of perception, 
although extensive, shows little success into learning the 
methods used by the brain to extract perceptual information. 
Man's ability to recognize objects in a complex field, read 
handwriting from many different sources or perceive familiar 
shapes is relatively unknown. Many experimental methods have 
been pursued to fulfill a gradual understanding of the 
perception process. Early research into visual mapping came 
from observations of visual effects when brain damage occurs 
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As the 


mapping of tho stimulus through the eye to the 


I »■ 

:• 


primary visual cortex is accomplished, experimental 
demonstration of a 1 to 1 mapping function of the eye to the 
primary visual cortex can be explored further. By placing 
two electrode arrays on the brain, one on the primary visual 
cortex and another on the secondary visual cortex it is 
possible to begin the task of mapping the neural response of 
the secondary visual cortex to that of primary visual cortex. 
This information is necessary to develop a model for the 
human visual system, much like the one proposed by Kabrisky, 
a two dimensional cross correlation (5:47-53, 58-59, 82). As 
suggested in Kabrisky's concluding remarks, "Finer details of 
the cortical connections are required to decide the case for 
either the proposed model or one computing with transforms 
(5:82)." This thesis will aid in achieving that finer detail 
needed to determine an appropriate model. Through direct 
application of such a model, a scheme for pattern recognition 
with a machine can produce results that rivals man's. As the 
model is refined and better understood, the model could be 
generalized to other sensory and thought processing done by 
the human brain. 

As information on the visual pathway's interconnections 
and information processing techniques are unraveled, the 
reality of a limited visual prosthesis for the blind becomes 
a reality. Present work in the visual prosthesis area 


explores the primary visual cortical area for stimulation. 










capping rel atrionsh Lp between tne primary and secondary visual 
cortex, and ultimately find an effective way for external 
stimulation to provide limited sight in many blind persons 
(1:281-282; 2:14; 3:479; 4:44). 

An extended implantation life for the implanted electrode 
array will allow a long term test period in which evoked 
responses can be measured from visual stimulation through the 
eye. This will prove especially important in determining the 
effects of envirommental changes on electroencephalographic 
data for similar stimuli. But more significantly, the use of 
a biotelemetry system will reduce the effects of localized 
trauma due to incisions needed to allow communications and 
support wires to pass out of the brain cavity. A completely 
implanted transmitter would allow the skull and skin to be 
completely closed after implantation. This allows the body 
to form an intact seal preventing bacterial infections which 
could prove dangerous to the subject. Not only is the chance 
of infection reduced but the localized area will gradually 
adjust to the presence of the implant, reducing the effects 
induced by the implant berng within the brain cavity. By 
allowing the most natural response over a long period of time 
the experimental data will produce a consistent 
represencation of the electrical physiological events in that 
localized area of the brain. Data free from perturbations 
due to the presence of measurement equipment should provide a 
sound and very realistic picture of the brain. With this 
type of data reasonable inferences concerning functioning of 
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I. INTRODUCTION 


Significance 

Neurological research over the past century has made 
major advances into understanding the functioning of 
mammalian brain. However significant the scientific research 
has been, only inferences can be drawn on exactly how sensory 
information is processed in the cerebral cortex and used to 
make decisions. The visual pathway is of particular interest 
because of the scientific community's limited understanding 
on how the brain is able to recognize particular shapes; 
either scaled to various sizes, rotated over a range of 
angles, located in a cluttered visual field, or just plain 
distorted. Understanding this process of information 
extraction from sensory information provided ’ by the eye, 
could allow us to mimic the process on machines, to provide 
pattern recognition, or to intervene in the brain’s natural 
process in order to help those whose vision has been impaired 
due to damage somewhere along the visual pathway. This effort 
is significant in that it will prove a design of a 
communication link which will allow extended implantation 
life for the Air Force Institute of Technology's brain 
electrode array, providing a simple means for establishing a 
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but may not extend beyond the very simplest capabilities of 
the devices. Larc e bandwidth requirements of the PAM 
modulating signal will be reduced as much as possible to 
produce a working amplifier and waveshaping circuits which 
can be designed for a thick film realisation for 
implantation. This thesis will make no attempt to produce an 
implantable system but rather show the feasibility of such a 
system and provide the guidelines for a system using what was 
learned in this prototype. 

The design presented in this thesis makes several 
assumptions as a starting point of the design. First it is 
assumed that the system is to be used with a fully 
multiplexed 16 by 16 electrode array implemented in NMOS. 
The only required inputs to the array are power in the form 
of a ground and a positive supply between 3 and 6 volts, a 
clocking signal to sequence the array between electrodes, and 
the ability to use a power supply line to hold count-select, 
and sync-in pins at proper values. Also assumed is that 
ample room exists in the receiving host to implant a small 
power supply and transmitter in the chest cavity and the 
electrode array assembly in the brain cavity. Finally, it is 
assumed that this thesis will not produce the circuitry 
necessary to reconstruct the signal at each electrode but 
rather it will supply the PAM signal and synchronization to 
decode the signal. 

Testing of the system will be done on a breadboard where 
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array charuc ter is f .i.cs w 11 l be s i ;nu la Loti with a waveform 

generator and with electric models for the electrodes. Power 
unit testing will demonstrate the ability to supply 
sufficient power to an internal battery pack. 

Approach 

The approach to solving the problem presented here is 
comprised of six major steps. Step one is an exhaustive 
literature search, where systems for biotelemetry and 
inductive power transfer will be explored and examined for 
suitable adaptation to the design problem. Step two will 
produce a design of a frequency modulated (FM) transmitter 
capable of transmitting the broadband pulse amplitude 
modulated (PAM) wave. This FM signal will be inductively 
coupled to a demodulator outside the brain cavity. The 
transmitter must also be breadboarded and tested to show 
ability to produce exceptable modulation even when inductive 
coupling coil is submerged in the lossy body fluid. Step 
three involves designing an amplifier for the EEG signals, 
and then adding sufficient synchronization information to 
provide suitable reconstruction of the signals. Once again 
this will be breadboarded and tested for stability and 
compatibility with the electrode array and the transmitter. 

Step four is the development of an external power supply 
source and a means of generating a clock to sequence the 
array through each electrode position. System design will be 
adaptations of existing systems and will be breadboarded to 
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receiver to reproduce the array's PAM waveform and the 
superimposed sync waveforms. The final step will integrate 
the entire system and test for ability to reproduce 
accurately the PAM waveform generated by the electrode array. 
At the time of this writing, a working fully multiplexed 
array does not exist so biological signals must be simulated 
to evaluate system performance so that recommendations can be 
made to improve the system design and provide system 
miniaturization for implant use. Once the system is 
evaluated, extensions of the system will be recommended. 


Order of Presentation 

Chapter two will present a detailed analysis of the 
problem, describing requirements and system trade-offs. 
Chapters three and four will discuss the actual design of the 
system, including the basic theory, the design procedure and 
the steps necessary to produce a working system. Chapter 
five will present the results of the system's testing and 
discuss attributes as well as problems. Chapter six will 
draw conclusions about the system and make recommendations 


for further research. 











11. Detailed System Analysis 


Theoretical Basis 

As stated in the background section of this thesis, the 
manner by which the brain processes visual information to 
formulate pattern recognition within the brain is very much 
unknown. Previous work has shown a fundamental one-to-one 
mapping from the retina to the primary visual cortex and a 
more complex mapping from the primary visual cortex to the 
secondary or association areas. The work of DeMott and 
several AFIT theses has shown that processing of input 
stimulations occurs locally within the cortical layer and is 
then passed on by interconnections for further processing in 
subsequent areas. Because of this very localized computation 
being performed in the brain, individual areas of the brain 
(BCE's) can be monitored to reflect activity of computations 
being performed at small points in the map. This allows the 
mapping to be determined using a two dimensional array where 
the propagation of signals within the array reflects the 
computation performed and the interconnection of these BCE's. 
This is much easier to monitor than if the computation were 
done as a continuous propagation of a signal as it diffuses 
over an entire sheet of the cortex. The localized nature of 
the BCE's allows the use of electrode arrays to record 
activity of each BCE after a visual stimulus. As noted first 
by DeMott, and later by Hensley and Denton, large cortical 
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as closely as 100 - 200 microns and can be easily multiplexed 
by the AFIT hardware. 

Activity in a single BCE is composed of the firings of 
many neurons over a relatively short period of time. If 
these signals could be monitored in close proximity o 
individual cells , the frequency bandwidth would be several 
kilohertz. However, since monitoring is done a distance from 
the actual nerve endings and capacitively coupled to them, 
the net effect is to average the high frequency pulses into a 
slowly changing potential which indicates some measure of 
activity in each of the BCE's. The relatively low signal 
bandwidth of the electroencephalographic signal makes it 
possible for a time division multiplexed signal to be 
generated from the 256 electrodes in a 16 x 16 array which is 
narrow enough in bandwidth to be transmitted over a FM radio 
frequency carrier. 

The purpose of this thesis is to test the feasibility of 
designing an implantable system which can take the time 
division multiplexed signal from the 16 x 16 electrode array 
and process it so it can be reconstructed outside the body 
while supplying necessary support (power and clocking) to run 
the array chip. 

Problem Analysis 

To test the cortex for patterned responses from 
predetermined stimuli, and ultimately use the data to track 
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over a large area of the visual cortex. The monitoring is 
accomplished by a large electrode array which must be able to 
simultaneously record signals generated at each location in 
the array. The system should be chronically implantable so 
that the recording can be done over significantly long 
periods of time and without the effect of anesthetic and 
antibiotic agents on the response of the visual pathway. 
Repetitive evoked responses can reduce random effects of 
noise and variance within experimental, procedure to produce 
consistent and repeatable responses allowing well founded 
inferences to be drawn. When implanted, the unit should in 
no way interfere with the normal functioning of the 
biological host to insure results are not induced by the 
physical presence of the monitoring unit. Finally, the unit 
must be capable of monitoring a large area of the visual 
cortex, both primary and secondary areas. Monitoring of the 
total area would require hundreds of thousands of electrodes 
to monitor all the BCE's associated in the first two levels 
of signal processing within the visual pathway. At this 
level the design of a telemetry system reaches a limit to 
transmit all the information of each and every BCE. Because 
of the finite bandwidth of any communications channel built 
with currently available low power chips, only a small number 
of BCE's can be looked at one particular instant. The array 
cannot be physically moved further limiting the scope of what 
can be monitored. 
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the ability to process only a finite number of electrode data 
sources, a 2 b 6 electrode array is a reasonable choice for 
implantation with a telemetry link. Other thesis efforts 
have produced electrode arrays capable of producing a 
multiplexed signal of electrode responses and tests have 
shown that devices are implantable and capable of sustained 
use in the hostile cerebral environment (see background in 
Chapter 1). At present, a 256 electrode array which is fully 
multiplexed has not been totally proven, however the design 
of the telemetry and powering links assumes a totally 
operational 256 electrode array. The detailed design 
presented in this thesis will show the feasibility of 
producing a low power large bandwidth telemetry link using 


commonly 

available 

IC chip 

sets. 

This thesis will 

not 

explore 

the possibilities of 

custom 

integrated circuits 

to 

produce 

necessary 

telemetry 

1 inks 

as has been done 

by 

Stanford 

University's Kit Chip 

Project 

(16:91-98). 



Presently, large scale integrated circuits have opened 
many possibilities of producing low power circuits to perform 
waveshaping, amplification, and control functions required 
for an implanted system. Complementary metal oxide 
semiconductor (CMOS) devices produce low power control logic 
and waveform generation, while low power optimized op amps 
produce reliable amplification. High frequency design of 
modulators still requires discrete transistor design, 
however, possibilities of large scale integrated circuit 
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design. Ultimate design of the modulator depends on the 
power consumption of the modulator design. Once an 
exceptable outward transmitter is achieved, a receiver 
capable of demodulating the FM signal into its PAM 
representation will be designed. This design must extract the 
information needed to reconstruct the signal at each 
electrode. Devices used for the receiver are external to the 
host allowing for a relaxed power constraint and a wider 
choice of commercially available IC's to perform the 
demodulation. Simplicity in both internal and external parts 
of the communication link facilitates ease of construction, 
reduction of size, and most importantly, increased 
reliability of the entire system. It's within these 
constraints that a more detailed analysis of the problem is 
undertaken. 

System Requirements 

Objectives . 

1. Provide impedance match of brain electrodes to the 
PAM amplifier. 

2. Provide amplification of time division multiplexed 
signals provided by the electrode array so both voltage 
and impedance are acceptable for the modulator. 

3. Provide synchronization marks within the PAM signal 
to indicate electrode position with respect to actual 
voltage output. 

4. Provide necessary clocking for electrode multiplex 
sequencing. 






and low current 


5. I'tovid? the required low voltage 
supply. 

6. Provide transcutaneous power transfer to rechargable 
battery source. 

7. Provide a design scalable to thick film circuitry 
for chest cavity implantation. 

8. Provide long life time and reliability. 

9. Provide a reasonably accurate reproduction of PAM 
signal (minimum noise) before demultiplexing into 
individual electrode signals. 

These objectives provide the basic requirements needed 
to achieve a long term implantable telemetry link. Conflicts 
between objectives lead to compromise of these objectives. 
Trade-off areas are power consumption, noise, simplicity, and 
signal bandwidth. Within the detailed design these facets of 
the system are traded off until a nearly optimum system is 
produced. 

System Overview . The system design from a block 

diagram point of view can be readily seen from the block 
diagram in figure 2.1. The system is divided into three 
functional blocks: (1.) Signal Processing and FM Modulation, 
(2.) FM Demodulation, and (3.) Power supply and Support 
Circuitry. Composing the signal processing and modulator 
segments is an amplifier capable of bringing the low level 
brain signals to a usable voltage for the FM modulator. This 
signal is then added to a synchronization timing signal which 
will allow the determination of which electrode is producing 
that particular signal level. 
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signal for a wideband FM modulator. The FM modulator in turn 
drives an inductive loop antenna which is inductively coupled 
to the demodulator. All of the signal processing and 
modulation is performed within the body cavity and the loop 
antenna is placed near the surface of the skin to maximize 
transcutaneous signal level. Outside of the body, a close 
proximity inductive loop antenna picks up the modulated 

signal and amplifies it to a level acceptable for the input 
to FM demodulating phase locked loop. The demodulated 
signal produced by the phase locked loop is then low pass 
filtered and amplified to be used as an input to other 
devices to demultiplex the PAM signal. The demodulator is a 
^ 9 separate unit and is in place only when data are collected. 

The final functional unit is the power supply and support 
circuitry (clocking signals and control for the electrode 

array) . This system has both internal and external 
components. External components include a medium frequency 
crystal controlled oscillator which is power amplified and 
matched to a power transmission coil. Power gain is 
adjustable to meet requirements of battery charging, 
distance, and efficiency. Internal to the body is a 

receiving coil completing the inductive couple and power 

transfer. The incoming power signal is then rectified and 
smoothed to suitably charge an internal power source. Power 
transfer and data output will be run at different times to 
avoid coupling problems, so a on/off switch is provided to 
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The following sections develop the system requirements 
of each one of the blocks in the diagram and present a 
simplified method for solving each particular design problem. 

Internal Circuitry . Each element of the data signal 
processing and FM modulation circuits has unique requirements 
placed on them by overall system performance and by 
interfacing of individual circuits to one another. Each of 
the following sections describes what system requirements 
must be met and what requirements are imposed by the design 
of that stage or of other stages connected to it. 

. Data Amplification . The amplification of the 
output data stream from the electrode array is constrained by 
the source impedance of the electrode, by the gain required 
to adequately modulate the FM modulator and by ultimate power 
consumption. Input impedance is of particular importance 
since a significant amount of voltage can be lost witnin the 
lossy source of brain tissue and impedance of the electrode 
(which varies as the biological event takes place) (17:154). 
Impedance of electrode to brain tissue interface is dependent 
on the nature of electric double layer formed when a metal 
electrode is placed in contact with an electrolyte solution 
such as the cerebral fluid. This layer behaves like a 
capacitor shunted by a resistor both of which are frequency 
and current density sensitive (17:213). The resistance 
varies from subject to subject and with electrode size and 
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ii; pvd.ir.ee is about ! to 50 kilohms. Electrode impedance 
along with the resistivity due to the actual tissue makes the 
source impedance quite high in most applications. To avoid 
distortion from signal attenuation due to resistive losses 
and the changes in current density when a low impedance 
amplifier is used, very high input impedance amplifiers must- 
be used to monitor the electrode signal (17:224-233, 
240-244). Input impedance of the amplifier must be 10 to 20 
times greater than source impedance requiring an input 
impedance of approximate 500 kilohm or greater. Low bias 
currents are required to prevent the movement of electrode 
material into the brain due to electrolysis. In addition, 
permanent damage to brain tissue can result if current 
density becomes too high for long recording periods, due to 
strong current paths set up ir, the tissue. 

Not only must the amplifier have a high input impedance, 
it must also have a strong immunity from common mode signals 
on the reference electrode and the monitored electrode. This 
requirement stems from the large amount of low frequency 
noise in any environmental set up. Noise sources like AC 60 
Hz line power, motor spikes, and background switching 
circuits cause large amounts of common mode signals to likely 
bo present at electrode surfaces. Common mode noise sources 
can produce signals well in excess of several millivolts, 
which is significantly greater than the 20 to 1000 microvolts 
signals seen at the electrodes. This requires the input 
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i eject ion ratio of 50 db or greater to achieve good signal 
representation without significant common mode interference 
(18:684; 19:218). 

Frequency response of the amplifier is determined by the 
characteristics of the input PAM waveform and the allowable 
rise-time deterioration of the waveform due to loss of high 
frequency response. Electroencephalographic signals display 
a spectrum consisting of primarily low frequencies with an 
upper frequency limit of 25 hertz. No significant spectral 
content exists above this 25 hertz limit, making it feasible 
to take sufficient samples to reconstruct the waveform. 
Nyquist theorem states the minimum sampling rate must be 
twice the bandwidth of the baseband signal (20:298), 


* sample 2W (2.1) 

This assumes ideal impulsive sampling and an ideal low p_ss 
filter for reconstruction of the waveform. The actual 
signal, however, is far from ideal because of nonimpulsive 
sampling (first order sample and hold), signal distortion at 
electrode interface, band limited communications channel 
which causes crosstalk between samples, and the use of 
practical low pass filters for signal reconstruction. The 
nonideal nature of the system, suggests the signal be sampled 
at a rate of 3 or 4 times the maximum baseband signal, or in 
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.•••: i.n as the dielectric. The skin is a lossy die lee: . 'ic, 
roii'ily frequency dependent, and subject, to change upon 
environment, or emotional changes. To pass signals, a common 
ground between external and internal systems is necessary, 
and this can only be accomplished through the highly 
resistive tody fluid which is not suitable for high quality 
transmission. 

Consequently an inductive couple was then tried. 
Because of the high amount of deviation of the carrier, a low 
Q tuned circuit was needed to avoid detrimental amplitude 
modulation distortion of the FM modulated signal. 
However,the low power handling capabilities of the output 
stage of the CMOS phase locked loop couldn't sufficiently 
drive a parallel low Q tuned circuit. So, a series tuned 
output couple was tried where the output center frequency was 
at. the harmonic near 10.7 MHz and component values were 
chosen so the impedance at the fundamental frequency was high 
to prevent loading of the PLL. This approach increased the 
modulation index by number of the harmonic used and because 
the output of the phase lock loop is a square wave, there is 
sufficient energy in the side bands to produce a detectable 
amount of signal in a coil placed near the tuned circuit. 
However, the tuned circuit rang when driven by the output 
stage and produced unusable signals for demodulation. Even 
if the circuitry had worked, t h<* efficiency of the system 
would not b" acc-’p* ible for low power applications. The use 
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Figure 3.1. Phase Lock FM Modulator 


A commerciallv available CMOS phase locked loop, CD 4046, was 
chosen and design was undertaken to produce a FM modulator 
with a 100 to 150 KHz deviation at a frequency of 
approximately 1 MHz using the voltage controlled portion of 
the PLL. The design preceded, but it was found that the 
maximum achievable operating frequency was about 750 Khz 
with some uncertainty in frequency stability. A phase locked 
frequency modulator was then tried but exhibited a very low 
modulation index without the divide by N counter in the 
feedback loop. Alternatively, the divide by N counter does 
help some, but forces operation at a harmonic of the 
reference oscillator requiring a very high stability 
reference oscillator. Further complicating matters was the 
problem of transmission through the skin of the modulated 
signal. Initially coupling was to be capacitive, however 
capacitance required to pass the signal unattenuated. 
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on aand problems that, occurred will also be discussed. 

Intern a1 Circuitry 

Overvi ew. As discussed in Chapter II, the primary 
requirements that must be faced in the design of the internal 
circuitry are low power, achievable bandwidths, simplicity, 
and scalability. The purpose of a prototype is to check the 
feasibility of such a system. The internal circuitry tends 
to stretch the limits of existing integrated circuits. 
Achieving large bandwidths at low power is a conflict of 
terms, especially in the early development of operational 
amplifiers, pA 709 and pA 741, where power is an easy 
sacrifice for high gains. Also low level signals are being 
measured, meaning noise must be minimized- another conflict 
to low power and large bandwidths. In the following section, 
the author will look at the design of the outward link of the 
communications system, taking into consideration these 
conflicting requirements. 

FM Modulator . The FM modulator was the first area of 
design because it defines the requirements for both the 
amount of gain required and operating frequency of the 
demodulator. The first cut at this problem of a low power FM 
modulator was to use a CMOS phase locked loop and to modulate 
it while it is locked onto a stable oscillator (see Figure 
3.1) . 
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III. Communications Link Design arid B readboard trig 

Introduction 

This chapter deals with the design, breadbroading, and 
initial performance evaluations. The first section deals 
with the internal circuitry of the communication link which 
includes the amplification of the multiplexed pulse amplitude 
modulated signal, the addition of synchronization 
information, and the frequency modulation of a radio 
frequency carrier. The second section deals with the 
external circuitry of the communications link which includes 
the front end receiver and amplifier, the FM demodulator, and 
the baseband output filters. Each section will present a 
description of the design considerations and governing 
equations, the processes used to determine a workable 
solution, and a description of the actual implemented system. 
In addition, each section will describe the breadboarding of 
the circuits and the steps taken to realize a workable system 
in an environment where radio frequency noise and crosstalk 
make designing, at best, difficult. The order of 
presentation within each section represents the order used in 
the actual design to determine the necessary requirements of 
subsystems, while not causing major redesign of the system 
when requirements changed or could not be met. By 
breadboarding in a systematic fashion, the system performance 
was evaluated and the design was revised to improve the 





in.plant.ablc system, the total system must be able to be 
implanted within the chest cavity of a rhesus monkey. 
Approximate size would have to be a maximum of 6 cm by 6 cm 
by 4 cm in size and capable of being affixed to bone so that 
movement within the chest area is minimal. The shape mu.' t 
have smooth edges and be sealed so saline body fluids do not 
penetrate and cause failure in the electronics. Materials 
used cannot damage surrounding tissue or cause harmful 
substances to enter the blood stream. This thesis will not 
perform the actual fabrication of the implantable system, but 
design considerations are being done with ultimate 
implantation constraints considered. Miniaturization of 
circuit designs into thick film circuits of minimal 
complexity allows size requirements to be met. As available 
tools increase in the future, chips sets performing all 
signal processing functions can be placed on site with the 
electrode array, improving the data transfer. More 
discussion of size and fabrication will be addressed in 
Appendix F. 
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rechargable power sources require small size, good power to 
weight ratios, relatively stable supply voltages, 
biocompatabi1ity (generates no gases or heat), and must be 
capable of many recharge cycles (25:263-264). Within this 
system, the power supply must supply 25 mA to the electrode 
array at 5 volts and approximately 5 mA for the amplifier, RF 
modulator, sync encoder, and clocking oscillator, for a 
period of approximately an hour between recharging. 
Recharging times should be relatively quick to prevent 
discomfort to the animal and reduce the possibility of 
equipment damage by the animal. On/Off capabilities must 
supply voltage upon command by a simple couple through the 
skin. The switch must not change the applied voltage 
significantly or interfere with the transmission of the PAM 
electrode signal. 

Clocking Oscillator and Pin Connections . The 
clocking oscillator and pin connections requirement result 
from the need to produce the proper conditions for the 
electrode array to sequence through each electrode. Clocking 
oscillator must be fairly frequency stable stepping through 
the array electrodes at a rate of 25 kilohertz. The pin 
connections must insure that proper values of high and low 
are seen at count-select and sync-in pins to force the array 
through the proper sequence. Power supply ground and 5 volts 
will be used. 
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interference with other devices and keep the system at 
optimal performance, the output signal should be a well 
filtered sinusoid to keep out harmonics which degrade 
performance. 

Inductive Couple . The inductive couple provides 

an efficient link of energy through unbroken skin. 
Conductive tissue surrounds the implanted coil forming a 


lossy magn 

etic shield to RF 

signals. 

Fortunately, 

the 

shielding 

is incomplete 

and 

inversely 

proportional 

to 

frequency 

(23:259-261). 

This 

tends to 

make the antenna 


(coil) more efficient at higher frequencies causing a trade 
off in design parameters as discussed in the oscillator 
section. 

To further improve transmission properties, the Q of the 
circuit must be kept reasonably high, despite the tissue 
losses. To do this, the reactive component of the inductor 
or capacitor at resonance must be kept low (approximately 100 
ohms) (23:261). Position tolerance of the couple determines 
how the coil sizes compare. Greater tolerance to 
misalignment of the coils, results in loss of power transfer 
efficiency which must be considered in the ultimate design. 

Power Source and ON-OFF Switch . The power 
source must be a rechargable source capable of delivering 
sufficient power to implanted circuitry. To conserve power 
and limit the required size of the batteries, an externally 
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spectral purity for highest efficiency of power transfer. 
This is so because couplrn-j circuits ate tuned to hiqh Q 
circuits with very narrow bandwidth:,. Any harmonics produced 
outside the narrow bands are lost as heat in the output 
circuits and are not available for powering the device. 
Frequency of the crystal oscillator is determined by a 
trade-off of coil efficiency at high frequencies, c osh of 
penetration at low frequencies, and tissue losses at over a 
range of frequency (23:259). Since depth of penetration is 
an exponential function of distance, measured in wavelengths 
from the surface, better coupling can be achieved if low 
frequencies are used. 

Rules and regulations of operating bands of high power 
transmitters further limit acceptable bands for operation of 
the transmitter, forcing the use of commercial or amateur 
bands. In using any frequency, interference with operating 
devices nearby must be evaluated. 

Power Amplifier . The power amplifier's 
requirements are power amplification, impedance matching, 
high spectral purity, and high efficiency of power 
generation. Typical trascutaneous telemetric powering 
systems have power transfer efficiencies of 6% to 25% 
depending on coil shape and spacing (24:634, 638). Output 
power for a usable charging power of 250 milliwatts is in the 
range of 1 to 5 watts. The output power must be transmitted 


2-18 









t 


A 

G 

< 



9 


i 


► ' 

i 


; - i i .. j *' ' >C- 1 ij : 1 : f l :■ > : > ■ i i i i : < > ’ . - ■ i ! C i J'' 1 1 • \ 

information and signal reconstruction has not been fully 
categorized. Filtering accomplished in the baseband 
amplifier extracts the PAM signal from the noisy signal 
produced by the phase locked loop. The noise is 
characterised by its frequency content at the frequency of 
the voltage controlled oscillator and is easily removed. A 
low pass filter at a cutoff frequency of 150 KHz will provide 
adequate high frequency suppression and good quality signal 
extraction. Filtering must not introduce any perceivable 
overshoot in the step like PAM signal. Edges must be sharp 
and clean and noise should be limited to that generated by 
the input amplifier at the electrodes. 

Power Supply and Support Circuitry . The power supply 
for the telemetry link is composed of a crystal controlled 
oscillator, a power amplifier, rechargable power source, and 
an on-off switch. Each section of the power supply has 
requirements of stability and efficient operation in very 
changeable surroundings. Support circuitry includes the 
clocking oscillator and sequencing connections. Here the 
emphasis is on proper operation of the electrode array. In 
that context, the individual requirements of each block in 
Figure 2.1 will be described. 

Crystal Control led Osci1lato r. The crystal 
controlled oscillator's requirements stem from the need of a 
highly stable reference frequency at which power transfer 
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for coupling reduces gain requirements to around 100. The 
frequency response must be able to handle incoming RF 
frequencies while presenting a small output impedance to the 
FM demodulator. 

FM Demodulator . The FM demodulator requirements 
are to extract the frequency modulated information with the 
minimum amount of distortion to the transmitted waveform. 
This requires that the output frequency response bandwidth be 
100 KHz. Further, a filter must be used to remove high 
frequency noise generated by the demodulation process. 
Because loading and voltage supply changes in the modulator 
cause shifts in the center frequency, the demodulator must 
track small changes without retuning of the demodulator. The 
demodulator should not be sensitive to amplitude changes of 
the incoming signal that might cause a loss of lock or 
distortion of the data signal. This is especially important 
since mistuning of the tuned coil in the input will cause 
amplitude differences at different frequencies resulting in 
amplitude modulation at the same frequency as the modulating 
signal. Due to the characteristics needed, a phase locked 
loop is the logical choice to achieve a tracking demodulator. 

Baseband Amplifier . The baseband amplifier 
provides two functions to the signal processing of the 
recovered signal; amplification and filtering. The 
requirements for amplification cannot be defined since post 






at the center frequency with a variety of output loadings and 
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under significant changes in supply voltages. The modulator 
must demonstrate good linearity and be monotonic through out 
its operating range. A possible technique for FM modulation 
to produce stable modulation is a crystal referenced low 
power phase locked loop where the voltage controlled 
oscillator is directly modulated by the input signal. 
Another possibility is a simple oscillator design using a 
voltage controlled variable capacitor (varactor) as part of 
its tuning tank (22:165-167, 96-100). Design criteria for 
the FM modulator is low power (less than 5 milliwatt), 
simplicity of design (low part count), high frequency 
stability, and com,patibi 1 ity with simple demodulator design. 

Externa 1 Cir c uitry . The demodulator requirements are 
related to ease and quality of reproduction of the 
transmitted PAM signal. Here design requirements are placed 
on all thr^e segments, RF signal amplifier, FM demodulator, 
and the baseband amplifier. Each unit should be designed 
using commonly available integrated circuits and using as 
simplistic a design as possible. Discrete electronics are a 
last resort for each stage in the design. 

RF Amplifier . The RF amplifier must perform 
amplification of a low level radio frequency signal to a 
level suitable for the FM demodulator. The input to the 
amplifier must be tuned to eliminate out-of-band noise. 
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must take the PAM signal from the amplifier and use it to 
modulate a radio frequency carrier suitable for good FM 
broadcasting and simplicity in receiving. For a good quality 
signal, a modulation index in excess of 1 is required. The 
baseband signal determined in the previous section was 
approximately 100 KHz, so a modulation deviation 100 KHz is 
the minimal requirement. This thesis will use a deviation of 
150 kilohertz to give somewhat better performance. The 
modulation index is actually significantly better than 1.5 
determined above, since the major contribution to the 
spectrum is in the range between one half the sampling rate 
and the sampling rate. This is evident when adjacent 
electrodes have equal but opposite voltage resulting in a 
square wave with a frequency of one half the sampling race. 
At a sampling rate of 25 KHz, the modulation index is 12 
which falls well into wide band FM and its associated noise 
improvement over other modulation techniques. 

The frequency modulator's center frequency will be 
determined by the ease of demodulation. Frequency bands for 
biomedical research are 38-41 MHz, 88-100 MHz and 174-216 MHz 
with maximum signal strengths of 10, 50, and 150 microvolts 
per meter at 15 meters respectively (21:21). These bands are 
for higher power telemetry units; lower power telemetry is 
open for most other bands so long as power levels at 15 
meters are undetectable. Close proximity inductive coupling 
coils reduce the required output power, and simplify 
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.is given by equation 2.2. 

r = RC = 1/2H B (2.2) 

Substituting in the required period, the bandwidth required 
is approximately 100 KHz for good to excellent reconstruction 
of the step edges. Although the analysis appears very 
conservative, other effects like charging of the electrode's 
shunt capacitance causes the combination of effects to result 
in degradation of a stabilized value within one fifth of a 
period. 

Amplification of the signal must be sufficient to 
produce maximum deviation of the frequency modulator. This 
amplif ication must also be sufficient to drive the load 
presented by the input of the modulator. Actual speci¬ 
fications for the modulator cannot be determined until 
actually implemented, but required voltages are in the range 
of one volt based on typical varactor specifications. With 
full deviation being a .1000 microvolt signal, the gain 
required is approximately 1000. This gain must be relatively 
noise free so a signal change of 20 to 50 microvolts between 
electrodes can be detected. With this high gain, frequency 
response and slew rate of the amplifier become significant 
hov/ever, designs should favor frequency limitations over slew 
rate limitations. 
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electrode. For the 256 electrode array, this produces a 19 
to 25 kilohertz sampling rate. At 25 kilohertz the time 
period is 40 microsecond between changes of electrode. This 
results in the stair case type signal depicted in Figure 2-2. 



Figure 2.2. PAM Signal 

Since each step is very much similar to on/off switching of a 
DC voltage in a RC circuit, the low pass bandwidth of the 
amplifier must be sufficient to produce a steady signal 
within about the first fifth of the period between 
electrodes. For most engineering work, a signal has 
stabilized in a RC exponential circuit in 5 RC time 
constants. Therefore, the baseband amplifier must have a low 
pass filter with RC equivalent of 1/25 of the 40 microsecond 
electrode period or 1.6 microseconds. From linear systems 
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ci suitable low power phase locked loop is available that will 
run in the 10-20 MHz range, so a higher 0 parallel tuned 
output stage can use the fundamental frequency. National 
Semiconductor has released preliminary information of a CMOS 
phase lock loop, MH54HC4046, with a maximum frequency of 20 
MHz and would be ideal for this application. 

Unable to find a low power voltage controlled oscillator 
in a IC package, the design turned to discrete components in 
a configuration commonly used in low power applications, a 
common base Colpitts oscillator using a varactor to produce 
changes in the center frequency (25:208-209; 26:265-273, 
331). Common base configuration was used because of high 
stability and small center frequency variation over changing 
supply voltages. Figure 3.2 shows the circuit used in this 
design. 








Figure 3.2. Common Base Colpitts Oscillator 
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Design was undertaken for an oscillator at 9 MHz so the 
190 KHz modulation was 1% to 2% of the center frequency, as 
required by the phase locked loop used for the demodulator. 
The preliminary design used equations from Haywood's 
text.but, due to their complexity, they are not presented 
here (26:267). Preliminary designs did not produce the 
optimum design when modulation was applied. Changes of 
operating point due to changes in the varactor's loading of 
the tank caused severe amplitude modulation as frequency was 
swept. Nonlir.earities in the limiting process, as well as 
loading of the tank by the varactor, produced the unwanted 
amplitude changes and forced a trial and error approach for a 
stable, clean FM modulator (27:368, 370-371). Using 

approximately a 3 microhenry inductor, 6 1/4 turns on a 3 cm 
diameter form flat wound, keeps the center frequency 
inductive reactance at about 150 ohms to maintain reasonable 
Q despite tissue losses. The choice of varactor was made to 
produce a 5% change of capacitance when varied in parallel 
with the net capacitance in the feedback voltage divider 
and C£. Using equation 3.1 to solve for the total required 
capacitance, we find approximately 100 picofarads needed to 
produce a 9 MHz carrier. 


F 


Where 


1/2 it (LC 


total 


1/2 

t 


(3.1) 


'total 


(C b C var /C b +C var 


) + 


(C 1 C 2 /C 1 +C 2 )+C stray 
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If the blocking capacitor is kept relatively large, the 
capacitance variation of the varactor will almost totally be 
the change of the total tuning capacitance. To achieve a 5% 
total change of frequency, a change of 5 picofarads at the 
varactor's bias point is needed. The choice of the varactor 
MV209 satisfies this requirement and keeps the Q of the 
circuit high. 

Initial trials for proper feedback network used a large 

DC blocking capacitor, C^, and a sizable isolation 

resistance, R. , to isolate the modulator from a 1 volt p-p 
iso' 

signal with 1 volt DC offset provided by a signal generator. 
Low frequency modulation was used, and the waveform at the 
collector was monitored for amplitude shifting as the 
modulator was swept through frequency. Trial and error 
methods then produced a feedback capacitor pair which 
generated the least amplitude modulation. Using a sinusoidal 
modulating signal the approximate 3 db rolloff point for the 
varactor input was found. The combination of adjusting C^ 
and R iso raised the cutoff frequency to approximately 150 
KHz. Using a lower frequency square wave modulation signal, 
the feedback network was readjusted for minimal amplitude 
shift with frequency. The resulting modulator with values 
determined is shown in Figure A.l in Appendix A. It should 
be noted that the breadboarded design depicted in Figure A.l 
has total capacitance considerably less than calculated from 
frequency. Stray capacitance in the windings of the 
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wiring forces a design where trial and error are used to 
produce optimum results. Likewise the cutoff frequency for 
input modulation appears low, however, Miller capacitance 
generated across the base to collector junction significantly 
adds to the low pass filtering effects of the varactor 
network. To provide a good high frequency current loop for 
the output oscillator, 10 to 15 microfarad bypass capacitors 
should be placed between the supply lines and ground, 
physically close to the modulator. 

Before any other design could be accomplished, a plot of 
frequency verses applied voltage was taken. This plot is 
shown in Figure 3.3. The curve is very nonlinear, espe¬ 
cially in the extremes of the operating range. The most 
linear region of the curve will be used as the operating 
range of the modulation, determining the DC operating point 
and required voltage swing. This defines the gain needed to 
produce full modulation for the full scale input of 1 
millivolt peak to peak. The most linear region of the graph 
is the region between 8.8 MHz and 9.1 MHz requiring a .9 volt 
swing centered at 1.3 volts. The present application does 
not force the transfer relation to be linear, so long as it 
is monotonic and characterizable so an inverse relation for 
compensation can be determined, if needed. Absolute voltages 
on the surface of the brain are not the measure of 
importance, but rather the relative changes between 
electrodes normalized over the maximum absolute value. 
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amplifying the electrode signal to a useable level for the 
modulator must take into account a lot of conflicting 
requirements. Requirements of high bandwidth (100 KHz), low 
power (under 20 microwatts), high slew rates, low noise, and 
high common mode rejection ratio all contribute to a very 
specialized design where many tradeoffs must be made to 
. fulfill a practical design. The first task was to find a 
suitable amplifier to produce the needed amplification. 
Amplification of 900 to 1000 is needed to produce full 
modulation with the maximum input voltage of 1 millivolt, 
forcing the amplifiers to have at least 80 db of isolation 
between stages. The amplification should be performed over 
no more than 3 to 4 stages to avoid self oscillation from 
currents setup in the feedback networks. The minimum 
exceptable gain-bandwidth product of a single stage is 600 

KHz, but to avoid any significant losses at higher 
frequencies, a better figure is 850 KHz. The final 
amplification stage must be capable of a slew rate of .9 

volts in 1.6 microseconds, one fifth of the time between 

electrode samples, or 0.5625 volts per microsecond. This 

must be done at low voltages since a maximum of 5 volts is 

available between positive and negative supplies and the 

amplifiers must remain immune to changes in gain when supply 

voltage varies. Two commercially available amplifiers are 

capable of such characteristics, the LM 146 programmable 

operational amplifier and the LM 158/258/358 family of low 
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first stages of the amplifier was made because of lower noise 
specifications for the unit ( see Appendix D for data for 
particular devices). 

To achieve the very high input impedance required for the 
monitoring of a high source resistance brain signal, a 
differential input is required. Standard inverting or 
noninverting amplifiers using simple voltage divider feedback 
connections reduce input impedances below the source 
impedance. Furthermore, a change in feedback to increase the 
input impedance causes a reduction of gain certainty, 
effectively reducing the common mode rejection ratio (CMRR) 
(19:218). The solution co the problem is the compound 
differential amplifier known as an instrumentation amplifier. 
As seen in Figure 3.4, the amplifier is composed of 2 
noninverting amplifiers commonly connected through a floating 
ground. 



Figure 3.4. Instrumentation Amplifier 


3-11 






'i.-.-s-- re U'j'-d input:.', to ' di ffcroiic r> amp 1 i f i or which 
provides Lite common mode rejection. The problem with this 
circuit is that to achieve the highest possible common mode 
rejection, the gain of the input amplifiers and of each leg 
of the difference amplifier must be exactly equal. Because 
of the floating ground arrangement of R1, the common mode 
gain of each of the first amplifiers is unity and the 
difference amplifier produces the required CMRR for the 
system. To provide as equal gains as possible, resistor 
values for R2, x3, and R4 must be 1% values. 

Design was accomplished so the first set of amplifiers 
has a 3 ab cutoff point near the required 100 KHz. Some top 
end room was left for expandability and rolloff. The gain 
for the first stage is given by equation 3.2. 

A = (1+2(R2/R1)) (3.2) 


Fairly low resistances were used in the first stage to 
improve gain certainty and reduce the effects of resistor 
noise in the total noise of the amplifier. A gain of 21 was 
chosen for the first stage and was implemented with R1 = 6.8 
kilohms and R2 = 68 kilohms. Each amplifier provides a gain 
of approximately 10.5. For a bandwidth of 150 KHz, the 
required gain-bandwidth product was 1.6 MHz. From the tables 
in the data sheets for the LM146 (see Appendix D) , th* 3 

required I se j- is 20 microamps at the lowest exceptable 
operating voltage of 4 volts. This requires a 68 kilohm 
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i-.i-jor bandwidth avoid a double pule of the corner 
frequency. Matched sets of resistors with values of R3 = 22 
kilohrns and R4 - 180 kilohms achieve the gain of 8 using 
equation 3.3. 

A = R4/R3 (3.3) 

The large bandwidth does not introduce any significant noise 
since front end noise is already 20 times greater than any 
contribution in the second stage. Finally a third stage (not 
shown) completes the amplification using a common inverting 
amp with a gain of 5.6. Here no special resistors are needed 
and the gain is achieved by an input resistor of 100 kilohms 
and a feedback resistor of 560 kilohms. 

Breadboarding of the design requires adherence to good 
symmetry. Layout of wiring paths and resistor placement 
should be equidistant from onboard noise sources like 
oscillators and switches. Also differential inputs should be 
a twisted pair of wires all the way to the electrode array, 
so that any coupled external noise is exactly the same in 
each line. This way the common mode rejection of the 
amplifier will remove any unwanted noise. Other precautions 
are to keep smoothing capacitors on the supply lines 
physically near the amplifier to help suppress switching 
transients caused by CMOS gate switching. Great care should 
be taken to make sure symmetry and matching aie well adhered 
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inode noise. 

Synchronization Encode r. The synchronization 
encoder's design objective is to place a readily 
distinguishable mark in the waveform to give the recorder the 
knowledge of where in the array each particular voltage came 
from. To accomplish this marking, a sync pulse from the 
electrode array must be high for only 1 time period when a 
single electrode is on. The AFIT electrode array provides 
such a signal when the 256th electrode is turned on 
signifying the end of the count and the return to electrode 
#1. The encoded mark must be separable from the samples 
taken by the electrodes and not be corrupted by the signal 
present on the 256th electrode. To accomplish such a mark, a 
simple voltage level greater than any produced by the 
electrodes will take the place of the level on the 256th 
electrode. A switching network (see Figure 3.5) made of 2 
analog switches from a CMOS CD 4066 provides a means of 
placing the multiplexed PAM output of the electrode array on 
the line when the sync level is low and placing the voltage 
marker on the line when the sync level is high. To create a 
reference voltage for the marker, a single forwardly biased 
1N914 diode was used. This was used to provide a fairly 
stable voltage reference while supply varies from 5.5 to 4 
volts. Low power is achieved by use of a 82 kilohm biasing 
resistor. 
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Figure 3.5. Synchronization Encoder 

This approach was used over a Zener diode because of low 
< power and a non critical bias point. 

From test results taken on the diode used, a 82 kilohms 
bias resistor produces a 0.216 volt reference which varies no 
more than four one hundreds of a volt over the projected 
supply range and uses a maximum current of 30 microamps. The 
reference voltage needs to be approximately 0.6 volts to 
produce a level significantly larger than that applied by the 
electrode signal. A summing amplifier (LM 358) multiples the 
references voltage by 3 when selected by the switching 
network and the multiplex electrode signal passes through 
unmodified when selected. The complete system can be seen in 
Figure A.l in the Appendix A. 
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To prevent significant tilting of output waveforms, the 
capacitive value must be fairly high. DC blocking is 
necessary because signal voltage levels at the sync encoder 

network need to be added from the same ground reference 
point. Capacitive coupling between the encoder and FM 
modulator is needed to set the DC bias which must be added to 
the modulator input to achieve the most linear modulation 
point. The required DC bias is produced by a voltage divider 
made from a potentiometer connected across the 5 volt supply. 
As the supply varies so does the operating point causing 
reduction of the linearity of the modulator characteristics. 
However, so long as the signal remains reasonably monotonic 
jf, $ the data taken under nonoptimal conditions are usable. 

External Circuitry 

Overview . The external circuitry of the 

communication link is a receiver using integrated circuits to 
provide front end amplification, phase locked demodulation, 
and baseband filtering and amplification for further 
processing. The following sections will describe the 
system's designs, and the procedure taken for making a usable 
breadbroaded receiver. As in the internal system, the order 
of development in this section will be the order in which the 
design was undertaken. 


3-16 







. 1 ;.OC< ■ ■l l-lOOp :::o !'. 

demodulator was undertaken knowing the design of the internal 
modulation system. The first objective when designing the 
modulator was to keep the carrier frequency in a range which 
could be easily demodulated by a phase locked loop. Changing 
supply voltages over the operating period of the modulator 
and variable resonance points for different loadings of the 
output transmitter coil force the demodulator to track slow 
variations of center frequency without degradation of the 
received signal. The best solution is the phase locked loop 
depicted in Figure 3.6. 



Figure 3.6. PLL Demodulator 


The principles of phase locked loops are well known and will 
only be generalized here to aid in the understanding of the 
design procedure taken { 22;28) . 
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: • ..si con! J ol theory. As depicted in Figure- 3.6, the 

lor• loop is composed of a linear phase detector, a 
: w ; f; 1 ■ ino network, and voltage controlled oscillator 
c: . ■ frequency is controlled by an external voltage. The 
pr.-iSt- detect, or compares the phase of the periodic input to 
t ho phase of the output of a voltage controlled oscillator 
producing an output voltage proportional to the phase 
difference. This voltage is then lowpass filtered by the 
loop filter to produce a low frequency control voltage to be 
applied to rhe VCO. The control voltage shifts the operating 
pc:r.~ c-f the oscillator in the direction which reduces the 
difference in phase. When the loop is in lock, the changing 
frequency of the FM modulated carrier is tracked as the loop 
attempts to produce a constant phase error. The ability to 
capture and track a modulated signal is a function of the 
loop filter design. For slowly changing modulation, only a 
small amount of information is extracted by the low pass 
filter, requiring a low bandwidth filter. As frequency of 
the modulating signal goes up, the information content as 
well as the bandwidth of the low pass filtering network goes 
up. Filter parameters must be tuned to handle fast 
transients, otherwise high frequency components may be 
attenuated or delayed. The overall functional relationship 
of the response is a function of the loop gains K the gain 

of voltage due to the difference in phase, and K the gain 
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Nickel-cadmium batteries provide a reasonable solution 

to the rechargable power supply problem. The batteries have 

a good power density and the best cycling characteristics of 

the available cells. Because the technology has existed ; 

since the middle nineteen sixties, developments well suited 

to the implanted system have emerged. Nickel cadmium cells 

have been hermetically sealed with any internally created ! 

gases forced to recombine within the cell. Fast charging • 

cells allow quick turnaround times (at least better than 

earlier cells with 12 to 24 hour rates) and do not heat 

excessively when over-charged at fast charging rates. Toxic j 

gas retention and cool operation keep the implanted power 

supply compatible with the surrounding tissue. ‘ 

Radio frequency powering transmitter consideration comes ■ 

from the need for efficient safe power transfers to the ; 

rechargable cells. The skin and other body tissues present a : 

very lossy dielectric around the implanted coil and between I 

>■ 

the coils forming the inductive couple. Because body tissue 
is conductive, a skin effect exists where signal strength 
exponentially decays with distance measured in wavelengths of i 

the RF signal. This means the implanted coil should be as 
near to the surface as possible and lower frequencies provide 
better penetration. However, implanted coils operate more i 

efficiently at higher frequencies, making for a tradeoff of ' 

depth of implanted coil versus frequency of operation. 

Coil size and shape consideration also play a I 

significant role in the design of radio frequency power 
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name 


Electrochemical 
sys ten 

Voltage/cell 

Negative 
e leccrode 
(anode) 

Positive 

electrode 

(cathode) 


Nicke 1-cadmium 
(sealed) 

Silver-cadmium 

Lead-acid 

Si lver-zinc 

Lithium* 
Titanium 
Disulfide 

Nicke1-cadmium 

Silver-cadmium 

Lead acid 

Silver zinc 

Lithium 

1.2 

1.1 . 

2 

1.5-2.1 

1.5-1.9 

Cadmium 

Silver oxide 

Lead cal¬ 
cium/anti¬ 
mony 

Silver zinc 

Lithium 

Nickel- 

hydroxide 

Cadmium oxide 

Lead 

dioxide 

Zinc 

Titanium 

disulfide 


Electrolyte 

Aqueous solu¬ 
tion of potas¬ 
sium hydroxide 

Potassium 

hydroxide 

Gelled 
solution 
of sul¬ 
phuric 
acid 

Potassium 

hydroxide 


Cycle life 

300 to 2000 

150 to 300 

200 to 400 

25 to 100 

__ 

Typical 

20 mAh to 

100 mAh to 

30 mAh to 

50 mAh to 

70-90 mAh 

capacities 

Energy density 

10 Ah 

> 50 Ah 

25 Ah 

> 50 Ah 

W h/kg 

26-35 

48-75 

17.5-22 

88-110 

22-26 

W h/cm 3 

Temperature 

range: 

0.079-0.103 

0.091-0.165 

0.067 

0.153-0.195 

0.085 

Storage 

-40-140°F 

-85-165°F 

-40-100°F 

-85-165°F 


Discharge 

-40-140°F 

-10-165°F 

-76-140°F 

-10-165°F 


Charge 

32-113°F 

32-115°F 

32-113°F 

32-115°F 


Shelf life * 

Cost: 

Fair 

Fair to good 

Good 

Fair to good 

Good 

Initial 

Medium to high 

High 

Low 

High 

- 

♦Preliminary spec 

. for Battery Division, Exxon 

Ent. Somerville, NJ, U.S.A. 



Table 4.1. Secondary Cell Characteristics 
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displaying good to excellent voltage stability over most of 
the operating range and high energy densities. However, 
cyclability, a key to long term implantation, fails with 
these cells. Also the high purchase cost and lack of 
availability make the silver base cell impractical for 
implantable systems. Inexpensive lead-acid batteries look 
promising at first, but low energy density and the 
possibility of leakage of the very toxic gelled sulfuric acid 
into the tissue, remove lead-acid cells from consideration. 



Figure 4.1. Secondary Cells Discharge 










To accomplish recharging, a radio frequency transmitter is 
employed. The characteristics of the powering link are: 


1. High efficiency. 

2. Spectrally pure transmission frequency. 

3. Transcutaneous power transfer using inductive coils. 

4. Capable of delivering 250 milliwatts of power 

through the skin. 

5. Adjustable charging rates. 

The following section will describe the choices considered 
for this design and then present the design. 

Design Considerations . Designing a suitable power 

supply for an implanted system requires the evaluation of 
presently available power sources and recharging systems. 
Rechargable or secondary type batteries where chosen over 
nonrechargable batteries or primary type because of the 
inherent advantages for long term implantability and higher 
current supply for short periods of time. This does not come 
without some difficult disadvantages, such as lower power 
densities, unsteady voltage characteristics, and an awkward 
charging apparatus. Presently available rechargable cells 
include lead-acid, nickel-cadmium, silver-cadmium, 

silver-zinc and experimental lithiums whose discharge curves 
and characteristics are shown Figure 4.1 and Table 4.1 
(31-233, 234). Silver-zinc and silver-cadmium cells would 

appear to be the optima 1 choices for telemetry systems, 
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IV. Power Supply and Support Circuitry 




Introduction 


This chapter will 

describe 

the design 

of 

the 

power 

supply and necessary 

support 

circuitry 

to 

keep 

the 


transmitter and the electrode array functioning. The two 
areas covered are the powering supply for the implanted 
system and the clocking oscillator necessary to step the 
array through each electrode position. The designs will be 
discussed first by what considerations were required to 
produce the design and second, what are the details of the 
design and how they came about. 

Power Supply 

Overview . As mentioned in the detailed analysis 

section (Chapter II), the powering source has some very rigid 
requirements. The power source must be: 

1. Rechargable over many cycles. 

2. Stable in voltage. 

3. Able to supply approximately 35 mA of current at 5 

volts. 

4. Externally switchable. 

5. Operate at rated current for at least 1 hour. 

6. Compact 

7. Biologically compatible 
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help remove parasitic high frequency noise from the ground 
connection and give clean outputs of the broadcasted signal. 
The complete design is shown in Appendix A. 





I 
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V:v- u;.il stage is a 2nd order butterworth active filter 

depicted in Figure 3.9 (30:169-170). 


i 


« 


l «• 
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Figure 3.9 2nd Order Butterworth 
The filter's cutoff is at 150 KHz and has a dampening 
coefficient of .7071. Using the design equation seen in 
equation 3.6 and 3.7 and choosing C2 to be 220 pf, the 
required resistance is 3.3 kilohms and Cl is 470 pf (29:235). 

R = ( C/ W 0 )/C 2 (3.6) 


c i = (1/c ) 2 /c 2 


(3.7) 


The filter demonstrates good stability and linear phase 
throughout the baseband causing no distortion in the 
waveform. The final.output is clean with only a slight high 
frequency component due to ground fluctuations. In 
breadboarding, 10 microfarad capacitors were placed from the 
positive and negative supply lines to ground in close 


I 
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large amounts of high frequency noise superimposed on the 
desired output waveform causing the necessity of several 
additional levels of low pass filtering. 



Figure 3.8 RF Amplifier 


The filter arrangement incorporates 3 levels of active 
filtering using a low voltage quad operational amplifier, 
LM 324. The first stage of amplification provides a gain of 
only 2 and low pass filtering at 500 KHz due to the limited 
frequency response of the op amp. High frequency noise still 
corrupts the signal because the amplifier's feedback network 
allows some high frequency to pass through. The second stage 
of the baseband filtering is an unity gain amplifier 
producing filtering action due to its limited frequency 
response. This removes more of the high frequency noise but 
some is still detectable. 


I 
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decoupling from the power supply was accomplished using a low 
pass filter of a 22 ohm resistor and a .33 microfarad 
capacitor taken to ground on both the plus and minus 
supplies. This significantly helps the problem but 
additional smoothing capacitors of 10 microfarad between 
ground and each supply line had to be used to eliminate the 
interference to controllable levels. Even with elaborate 
decoupling techniques, long signal lines are sufficient 
antennae to couple in significant voltage. Keeping the 
signal path of the amplified RF input to the PLL short, 
greatly improves tracking and distortion levels. Maximum 
distance between internal transmitter coil and an external 
receiver coil is limited not by the received signal level but 
rather the amount of noise generated by the voltage 
controlled oscillator of the demodulator. If a larger 
separation distance of the coils is required, simple 
cascading of 2 or more LM 733s will provide sufficient gain 
to amplify a signal into the 100 microvolt plus region. The 
complete RF amplifier is shown in Figure 3.8. 

Baseband Amplifier and Filtering . The baseband 
amplifier and filters provide high frequency noise removal 
from the analog signal output of the phase locked loop. 
Because of the high bandwidth required for good reproduction 
of the staircase-like electrode signal, it is necessary to 
use a low value of capacitance for the lowpass filter in the 
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is 1.0 cm away from the iuodu 1 a Lot coil, a gain of 5 is 
sufficient to produce reliable results. 

The design of the input coils and tuned circuits are 
consistent with the objective of reduced losses by keeping 
the inductive reactance at resonance relatively low. 
However, because the coil is totally surrounded by air, and 
eddy current losses in the tissue only occur at close 
spacings, the Q of this tuned circuit is relatively high. To 
avoid non linear distortion of the modulated signal over the 
signal bandwidth of approximately 500 KHz, a low Q circuit is 
necessary to prevent frequency dependent amplitude 
attenuation away from the center frequency. An unloaded Q of 
the circuit should be approximately 20 to allow operation at 
a distance greater than 1 or 2 inches where coupling is weak 
and there is little loading of the tuned circuit. To achieve 
such a Q, the input impedance is effectively formed by the 
input biasing resistors to ground of the LM 733. To produce 
an unloaded Q of 20, the required resistance in parallel with 
the tuned circuit is about 3000 ohms so the bias resistors 
should be 1500 ohms apiece. To tune the coupling coil, a 
capacitance of approximately 150 pf is required. A 200 pf 
variable capacitor provides sufficient range for tuning of 
optimum center frequency as the center frequency shifts with 
loading. 

Breadboarding of the design once again demonstrated 
difficulties due to high frequency coupling to the voltage 
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internal resistance of the unit wan high, making the cutoff 
frequency fairly low for a small output capacitance to V-. A 
470 picofarad capacitor from pin 14 to V- provides some low 
pass filtering but the 9 MHz carrier frequency dominates the 
signal, requiring additional low pass filtering. This will 
be discussed further in the baseband amplifier section of 
this chapter. 

RF Amplifier . The radio frequency amplifier which 
precedes the demodulator circuitry, provides amplification of 
the modulated carrier to a level where the widest possible 
locking range is achieved. From the chart in the data sheets 
of NE 564 (Appendix D) , it can be seen that the lock range 
begins to fall off at the 100 millivolt range. Because the 
coil spacing will vary depending on application and 
positioning of the receiver coil, a variable gain front end 
is required. The higher frequency requirements of a 9 MHz 
carrier and the need for high, stable gain leads to the 
choice of the LM 733 video amplifier to provide initial 
amplification. The gain of a single differential output can 
be varied from 5 to 100 by varying a simple external resistor 
in the feedback loop of the amplifier (see figure 3.8). The 
LM 733 amplifier is rated at higher gains, however the use of 
only one of the differential outputs and an operating voltage 
less than that used for the specifications cause total 
available gain to be reduced by a factor of 4. With typical 









Figure 3.7. FM PLL Demodulator 


Also to achieve good modulation, the 10 kilohm potentiometer 
must be adjusted so the gain is sufficient to provide 
tracking and dampening of the loop is such that the square 
wave response has no ringing (see Appendix C for the 
adjustment procedure). Also the choice of a 560 ohm pull up 
the resistor for the TTL output of the VCO was to eliminate 
amplitude modulation effects seen when the VCO was swept 
between frequencies. Amplitude differences bled into the 
demodulated signal causing distortion. Another problem in 
breadboarding results from the recovery of the modulated 
signal at the analog output. The DC extractor circuit of the 
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KHz bandwidth requires a maximum capacitance of 1000 
picofarad for signal reconstruction and tracking. A some¬ 
what smaller capacitors will provide better lock range at the 
expense of extra noise in the received signal. This simple 
low pass filter is sufficient for the needs of this 
application. However, if a bursty or ramp frequency 
modulation is used, a second order lead lag filter will 
provide additional control over dampening rates and natural 
frequency responses of the system. Using the 1000 pf 
capacitor produced good results but required a high bias 
current (variable gain control on pin 2) to achieve good 
results from the demodulator. A complete circuit diagram is 
shown in Figure 3.7. 

^ Breadboarding the design proved to difficult because of 

the high frequency and high current of the device. Power 
supply decoupling was a necessity because high current 
transients caused by the VCO's 3 volt p-p signal into a 560 
ohm load interfered with the input signal and the reference 
ground of the loop filter. This decoupling was accomplished 
with a low pass filter composed of a 47 ohm resistor and a 
.33 microfarad capacitor attached to V- (reference ground for 
the phase lock loop) in the supply line to the PLL. 






O ! 


wide a capture and lock range the PLL will have. 

PLL Design . The choice of phase lock loop was 
determined by availability and performance. A Signifies NE 
564 phase lock loop was chosen for this application because 
of its high operating frequency characteristics. Low loop 
gains did prove to be a hindrance in design and will be 
addressed here and in Chapter V. Referring to the data sheet 
(see Appendix D) , the capacitance (C) , in farads, required 
for a given center frequency (F q ), i n hertz, is given by 
equation 3.4. 



C = 1/2500 F o (3.4) 

For 9 MHz, approximately 44 picofarads is required and is 
implemented with a 10 picofarad capacitor in parallel to a 
variable 5-60 picofarad capacitor. 

Implementation of the loop filter is done by capacitors 
at pins 4 and 5 to ground, with two poles in the loop given 
by equation 3.5. 

w = 1/RC (3.5) 

where 

R = 1.3 kilohms (internal) 


The low pass filtering performed by the capacitors should be 
sufficiently wide to encompass the highest modulating 
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transmitters. Because the coils are air wound and separated, 
magnetic lines of force are not as ideally coupled as in iron 
core transformers. This nonideal coupling forces 
consideration of distance tolerances, and misalignment 
tolerances in the design of the coils. These problems in the 
design are treated in depth in the literature (32:612-627; 
33:634-640; 34:177-186; 36:177-183). The key points to 
design are good impedance matching of the load, optimal coil 
spacing, relative diameters of transmitting and receiving 
coils, and frequency of operation. Due to the tuned nature 
of the designs, high Q circuits and good spectral purity 
makes for more efficient designs. 

Powering System and On/Off Switch . In reviewing the 
literature, a radio frequency powering system designs by Dr. 
Dean C. Jeutter of Marquette University, showed direct 
applicability to the design problem presented in this thesis 
(36:314-318). In order to keep design times reasonable and 
produce a functional system within the time of this thesis 
work. Dr. Jeutter's design was used. Some modifications were 
necessary to produce a working design, however, the 
transmitter was reproducible and produced excellent results. 
The modified system shown in Figure 4.2 and Figure 4.3, 
represents a very close adherence to the design in the 







External Power Transmitter 
















Figure 4.3. Internal Power Supply 


The following paragraphs will give a generalized overview of 
the operation of the system and the modifications required to 
get the breadboarded version to operate. For more detail 
than is presented here, the interested reader should read the 
paper presented by Dr. Jeutter in the IEEE Transactions of 
Biomedical Engineering, 5 May 1982. 

The system used in this application closely follows the 
block diagram presented in Chapter II for the requirements 
for the RF powering system. In the front end of the 
transmitter is a 3.58 MHz crystal controlled Pierce 
oscillator made using a 2N2222 transistor. This produces a 
stable sinusoidal oscillation for further power amplification 











and filtering. The signal is then power amplified in a 3 
stage amplifier section. The 2N2222 buffering stage performs 
a linear class A amplification of the oscillator output and 
performs the needed impedance transformation to drive the 
2N3053 driver stage. The driver stage performs the first 
significant level of power amplification. The driver also 
operates linear class A and has an adjustable gain by varying 
the amount of DC emitter bias current. The 24 microhenry 
tuned primary of the coupling transformer between the driver 
and the power amplifier performs filtering and the 5 turn 
secondary provides impedance matching to the output 
amplifier. The power amplifier stage is a high efficiency 
class C amplifier using a MRF 433 power transistor. The 
power amplifier drives a tuned T section output stage which 
provides filtering to a 3.58 MHz sinusoid and impedance 
transformation from 55 ohms to 50 ohms to allow the use of 50 
ohm cabling to connect coupling coils to the unit. The 
output of the T section is then series tuned with the primary 
of the transcutaneous coupling transformer to provide maximum 
power transfer. The supply voltage for the power amplifier 
is on-off switchable using a 2N3053 transistor as a 
transistor switch. This allows power conservation when 
charging is not required and prevents running the unit at a 
mismatch when positioning the coils. A 33 volt, 10 watt 
zener diode prevents destruction of the power amplifier 
transistor when impedance mismatches cause large standing 
wave ratios in the output section. 







The internal section of the powering device is composed 
of the receiving coil, a full wave rectifier, battery back, 
and an on-off switch. The receiving coil is a 9 microhenry 
parallel tuned coil, center tapped to be used as part of a 
full wave rectifier. A 0.01 microfarad capacitor provides 
smoothing of the charging voltage from the full wave 
rectifier. A steering diode and a limiting resistor provide 
suitable conditions for four series connected General 
Electric K01X113AA-50-3 Ni-Cd 1.2 volt cells. A low current 
resistor network allows monitoring of changing voltage to 
know when the fully charged condition occurs (maximum V cr 
voltage) . This can be used to provide feedback through the 
biotelemetry link to know when the unit is fully cl arged, 
however, this is not implemented in the present design. 
Magnetic reed switches provide external switchability by the 
use of close proximity magnets at the skin surface above the 
reed switch. Two 30 uf capacitors provide supply smoothing 
and create high frequency current paths through the power 
supply lines needed for the radio frequency oscillator. 

Breadboarding Dr. Jeutter's design required some minor 
changes in the circuit. The Pierce oscillator as originally 
configured produced oscillations that went rail to rail 
causing the 2N2222 buffer stage to be over driven producing a 
square wave output. To attenuate the oscillation enough to 
operate the buffer linearly, the 220 pf capacitor from the 
collector to ground was increased to 3000 pf. Instability in 
the driver stage at high gains forced a change in the bias 







point of the base of 2N3053 driver. Here a lk ohm resistor 
was substituted for the 680 ohm resistor to ground. In the 
receiver unit, the tuning capacitor was changed from 220 pf 
to 150 pf for better tuning at 3.58 MHz. No other changes of 
the design were required, however, details of the coils used 
as transformers were unspecified. After personal 


conversations 

with Dr. 

Jeutter, the coils 

and 

transformer 

were made to the following specifications: 





RF Chokes 




Size 

T YP e 

Core 

Turns 

Wire Gauge 

100 H 

High Q 

FT 50-67 

67 


30 

100 H 

Low Q 

FT 50-43 

13 


22 

10 H 

Iron core 

, molded 





Coils 

and Transformers 



Size 

Type 

Core 

Turns 

Wire Gauge 

12.2 H 

High Q 

FT 50-67 

24 


22 

11.7 H 

High Q 

FT 50-67 

23 


22 

24.0 H 

High Q 

FT 50-67 

Primary- 

33 

22 




Secondary-5 

22 

1:1 

High Q 

FT 50-67 

20 

28 

-Bifilar 


Breadboarding was accomplished on a single-sided copper clad 
perf board with land pattern made by cutting away the copper 
in narrow strips around the patterns. Areas unused for land 
pattern formed a suitable ground plane. 

Clocking Oscillator 

The clocking oscillator provides the necessary clocking 
signals to sequence through each electrode. To do this, the 
oscillator must be implant compatible, NMOS electrode array 












compatible, low power, and easily reduced to a small package. 
Within these constraints, the circuit should show good 


stability over varying power supply voltages and be 
simplistic for high reliability. The choice of oscillators 
turned to CMOS designs to provide NMOS compatibility and low 
power operation. Because the modulator design also requires 
an inverter to generate an encoded sync pulse, available CMOS 
inverters were used to design the square wave oscillator (see 
Figure 4.4) (37:AN88-3). 


Figure 4.4. Square Wave Oscillator 


To make a working oscillator, it is necessary to keep the 
feedback capacitor fairly small because the output stage of 
the inverter cannot drive large capacitive loads. Using a 
220 pf capacitor and R = 85 kilohms the circuit oscillates at 
25 KHz. An adjustable resistor in place of R provides 
tunability to the desired sampling rate. A complete design 


4- 












can be seen in Appendix A. In breadboarding the oscillator 
care must be taken to keep the oscillator far away from the 
amplifier section and smoothing capacitors must be used on 
the power supply lines near to the inverter chip. This is 
needed because the high switching speed of the CMOS devices 
caused noise spikes on both the power supply lines and in the 
inputs of the differential instrumentation amplifier, 
especially as capacitive loading increases. Also to prevent 
change of oscillation point due to capacitive loading of the 
output, an inverter should be used as a buffer. If 
additional power is needed to drive a large capacitive load, 
several inverters can be used in parallel in the output 









V. Circuit Evaluation 




Introduction 

This chapter describes the testing and evaluation of the 
breadboarded designs presented in Chapter III and IV. An 
evaluation will be made whether a system can be built to 
fulfill the necessary requirements of transmitting through 
the skin sufficient data to reconstruct the signal of each 
electrode in the array. Tradeoffs will be discussed as well 
as their effect on system performance. Finally, system 
performance with respect to final thick film hybrid will be 
discussed, pointing out changes needed. 

FM Modulator and Demodulator 

Test Set Up . To test the operation of the telemetry 
link, it is necessary, in part, to create a situation similar 
to the electrode array in the brain environment. Because at 
the time of this writing an operational version of a fully 
multiplexed electrode array was not available, the prototype 
couldn't be tested with a simulated brain signal. To see if 
the device worked in the range of voltages expected to be 
seen on the electrode array, an experimental set up was 
necessary to demonstrate low voltage operation. Available 
test equipment would only create voltage waveforms at a 
minimum of 3 to 5 mV so a voltage divider network was 
necessary to produce accurate working voltages on the order 
of 20 to 50 microvolts. Source impedance for an electrode 
can range from 1 kilohm to 20 kilohms, so a 10 kilohm source 
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impedance R g was chosen to demonstrate a typical brain 
electrode. A simple voltage divider using a 10 kilohm 
resistor as an output and a 620 kilohm resistor as the upper 
leg reduces the voltage by 63 times, and two 10 kilohm 
resistors provide the source resistance equivalent to what is 
produced by an electrode. Figure 5.1 shows the details of 
the test setup. To monitor the amplified signals an 
oscilloscope probe was connected to the output of the LM 146 
front end amplification stage. Another probe was attached to 
the output o c the baseband amplifier of the phase lock loop 
demodulator. These test points give a good indication of the 
sent and received signals making for an easy comparison . 

PAM Amplification . Testing of the PAM amplifier 
seeks to provide a characterization of the signal with 
respect to noise, distortion, and accurate reproduction of 
the input PAM staircase signal. First to test the noise in 
the front amplifier and source resistances, the amplifier was 
attached to the voltage divider network through 10 kilohm 
source resistances. With no voltages applied, the network's 
noise voltage was measured at the output of the PAM amplifier 
and is shown in Figure 5.2. Since the noise voltage at the 
input is 950 times less than the displayed value of 4 mV peak 
to peak, the input noise voltage is approximately 4.5 
microvolts. Using a battery applied across the divider 
network, input noise voltage increased to 7 microvolts before 
clipping of the output reduced the noise. 







Figure 5.1. Experimental Test Set Up 
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Vert. = 5 mV/div. Horiz. = 50 ps/div. 

Figure 5.2. PAM Amplifier Noise with 
No Input 


Clipping of the output occurred because the DC bias produced 
by the battery, generated a large voltage across the output 
resistor of the voltage divider which over drives the op amp. 
Calculating the expected input noise voltage from a input 
noise voltage of 35 nanovolts per square root of hertz for 

I set ec 3 uals 20 microamps, taken from the the table in the 
data sheets for the LM 146 in Appendix D, and a bandwidth of 
150 KHz produces an expected input noise of 13 microvolts. 
It is expected that the amplifier equivalent noise to be in 
the range of 10 to 20 microvolts, when an actual signal is 
applied. 
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The next step in determining the noise is to apply an 
actual signal. First the ground lead of a signal generator 
was attached to the ground of the voltage divider and the 
output noise recorded (see Figure 5.3). The equivalent 
average noise voltage at the source is about 46 microvolts. 
This figure is very high and does not reflect the actual 
noise in the circuit. External noise from the switching 
power supply in the signal generator (approximately 22 KHz 
from Figure 5.3), noise from operating devices in the room, 
and noise generated in the connecting cables adds to the 
noise generated by the input amplifiers. 



Vert. = 20 mV/div. Horiz. = 50 ps/div. 

Figure 5.3. PAM Amplifier Noise with 
Ground Lead Connection 
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Using other signal generators gave little improvement, so 
subsequent measurement and comparison are corrupted by the 
high amount noise generated in the signal generator and the 
noise picked up in the connections of the generator to the 
input. Adjusting the gain of the signal generator for a 45 
microvolt square wave, produced the output waveform shown in 
Figure 5.4. Square wave test inputs of 12.5 KHz were used to 
demonstrate resolution between the voltages forming the steps 
in the PAM signal which was multiplexed at 25 KHz. Riding 
the square wave is 45 microvolts of noise from the 
generator, and as it shows in the figure, there is a fairly 
high magnitude sinusoid within that noise likely coming from 
the generator. 



Vert. = 20 mV/div. Horiz. = 20 ps/div. 

Figure 5.4. PAM Amplifier Output for 
a 45 uV Square Wave 
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Actual noise in amplification will depend on noise created by 
the source impedance of the brain, in interfaces between tne 


electrodes and 

the 

brain, 

and 

the noise in the 

amplifier 

itself. 

From 

data 

taken 

here 

and calculations 

made, it's 

expected 

that 

the 

total 

noise will be about 

10 to 20 


microvolts peak to peak allowing a 20 microvolt resolution 
with good certainty. This will provide adequate resolution 
for the determination of voltages between electrodes which 
are commonly between 100 and 200 microvolts. 

Rise times and slew rates were also experimentally 
determined to see if optimum performance could be achieved ■ 

over various input ranges. At low voltages, rise time due to 
limited frequency response is the limiting factor on how soon 
the voltage of the step is stablized and available to be j 

read. A 10% to 90% rise time for a low input voltage signal ! 

was measured to be 4 microseconds or one tenth of the 
electrode period and a 1% to 99% rise time was measured to be j 

7 microseconds or one fifth of the electrode period. This is 
consistent with the calculated values given in Chapter II. 

Slew rate limitations apply at higher voltages. To I 

determine the slew rates of the amplifier, a 3 mV input 
signal is applied, forcing the amplifier to switch between 
saturated states of the op amps. The maximum slew rate is I 

measured by calculating the slope of the rising and falling j 

ramps between states. The results of this calculation are 
summarized in the following table. I 
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Slew Rate 


LM 

146 J 

Up 

650 

mV/ps 

LM 

146J 

Down 

650 

mV/us 

LM 

358 

Up 

260 

mV/us 

LM 

358 

Down(1) 

115 

mV/ps 

LM 

358 

Down(2) 

250 

mV/ps 


It was noticed that the output stage of the LM 358 which 
feeds the FM modulator has some very non-linear 
characteristics. The down sloping slew rate changes about 
three quarters of the way down. At first a slew rate of 115 
mV/us takes place followed by a slew rate of 250 mV/us. The 
slow slew rate degrades the quality of the transmitted signal 
by being slower than is needed to produce a stable signal in 
one fifth of an electrode period . Another characteristic of 
the LM 358 is overshoot as the voltage approaches one fifth 
of the supply voltage and causes additional signal 
degradation as the input signal approaches the 1000 microvolt 
level. The LM 146J has no slew rate degradation within the 
operating range of the input signal while the LM 358 degrades 
at an input level of about 800 microvolts for the down 
sloping output signal. The choice of LM 358 as the output 
stage should be reconsidered for subsequent design, 
especially if output levels to the modulator exceeds 1 volt 
peak to peak. 

Common mode rejection measurement for the unit were 
taken to see if common potentials on the brain can be 












eliminated from the output. The test setup used both a zero 
source impedance and a 10 kilohm source impedance. In both 
tests the input signal was taken as a 50 mV peak to peak 
sinewave, centered around ground, and then each differential 
iriput, through their respective source impedances, was 
connected to the signal generator. For source impedance of 
zero ohms, the common mode rejection ratio varied from 73 db 
at 500 Hz to 52 db at 100 kHz and showed slow change until 
higher frequencies. Using a source impedance of 10 kilohms, 
the common mode rejection ratio was 67 db at 500 Hz and 50 db 


at 100 kHz, 

once 

again 

showing 

slow 

change 

until 

higher 

frequencies. 

Due 

to 

most of the 

stray 

common 

mode 

energy 

being at 60 

Hz 

due 

to 

local 

power 

lines, 

common mode 


rejection for the amplifier is more than sufficient. 
Improvement in common mode rejection can be made by adhering 
to stricter tolerances of the resistor values in the 
differencing amplifier and fine tuning the actual resistor 
values once the circuit is implemented. 

Encoder and Summing Amplifier . The sync encoder and 
summing amplifier provided adequate synchronization marks to 
the PAM multiplexed signal. The synchronization mark 
produced is a negative pulse of about 0.6 volt below the bias 
voltage at the input of the modulator. The maximum voltage 
expected due to the electrode is 0.5 volts given a 0.1 volt 
margin in determining the sync mark. This is more than 
adequate because noise levels are at 0.02 volts. When the 
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supply voltage is varied between 5.7 and 4 volts the sync 
pulse's amplitude shows no appreciable change. The analog 
switches used to generate the sync pulse generates high speed 
overshoot transients at the edges of the sync pulse but 
quickly dampen out. Simulated sync pulse operation shows 
that an adequate sync can be produced, however it is unknown 
if the system used to demultiplex can extract the 
information. 

Modulation - Demodulation Testing . Testing of the FM 

modulator and demodulator was done on a qualitative rather 
than quantitative basis. Because the signal being input by 
the voltage divider is corrupted by noise from the signal 
generator, a visual method of evaluation of the FM 

modulator/demodulator link is in order. By looking at the 
collector voltage of the 2N2222A transistor using a 10X 
probe, the actual output of the transmitting coil can be 

seen. When the oscillator was allowed to free-run with no 
signal applied, it oscillated at 8.95 MHz with a variance of 
+ or - 100 Hz. As Figure 5.5 shows, the frequency is 

modulated by a detectable amount when a 800 microvolt square 
wave is applied to the input of the PAM amplifier. Also 
notice that some amplitude modulation does occur as the 

frequency is shifted, causing some distortion in the 

transmitted signal. From the picture the difference between 
the two frequencies is about 200 KHz and in good agreement 
with predicted values. The input to the FM modulator has 


5-10 








suitable bandwidth since no significant change in the 
modulation waveforms occur until the 100 KHz cutoff frequency 
of the PAM amplifier is reached and earlier testing during 
design stage rated the FM modulator input at about 150 KHz 
before 3 db attenuation occurred. 
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Vert. = 1 V/div. Horiz. = 0.05 ps/div. 

Figure 5.5 FM Modulation At Collector 

Higher maximum modulation frequencies can be achieved, 
however reduction of the feedback capacitance, isolation 
resistor and the Miller capacitance at the collector are 
needed and makes for a much more difficult design. 

Since the transmitting coil will be surrounded by 
conducting tissue, it was necessary to test the modulator 












































coil in a saline bath much like the human body would present. 
A 6% saline solution, much higher than actual body fluid 
salinity, was used and produced good results. A slight 
decrease in center frequency was observed as well as a 
reduction of the peak to peak collector voltage. The 
resulting detuning of the transmitter coil by the lossy 
surrounding fluid did not reduce the gain to a point where 
the oscillator would not run within the input operating 
range. A slight decrease in oscillator stability was 
noticed, but changes where gradual and easily tracked out by 
the PLL as a DC voltage. The design appears to be stable in 
harsh body environments. 

The signal reconstruction capabilities of the FM 
modulator/demodulator are easily shown by the a direct 
comparison of input and detected output signals of the 
system. Antenna coupling for the testing of the link was 
with a 1 inch coil spacing and a human hand as a surrounding 
tissue. Once the demodulator system is adjusted as described 
in Appendix C, the signal at the output of the PAM amplifier 
and at the output of the demodulated baseband amplifier are 
compared for accuracy. To more fully see the similarities 
and differences, the two traces are normalized to the same 
scale on the screen and shown on the following figures (top 
is transmitted, bottom is received). The 45 microvolt, 12.5 
KHz input signal demonstrates the ability to resolve even the 
most cluttered signal with a reasonable probability, and a 
finite difference between electrodes (45 pVj can be detected. 
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Since the noise is primarily in the signal generator, a more 
realistic noise is between 2/3 to 1/3 of what is depicted in 
the photograph. At those levels, 20 microvolts will be 
resolvable. The 150 microvolt input signal shows the typical 
step size between adjacent electrodes and is easily 
resolvable by any post detection system. The 400 microvolt 
signal shows a typical maximum deviation between adjacent 
electrodes. Large voltage changes do not cause significant 
overshoot at these levels. 


» 


1 


3 


» 


» 



Vert. = unca 1 . Horiz. = 20 us/div. 

Figure 5.6. Modulation Input and Detected 
Signal for 45 pV Signal 
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Vert. = uncal. Horiz. = 20 ps/div. 

Figure 5.7. Modulation Input and Detected 
Signal for 150 pV Signal 



Vert. = uncal. Horiz. = 20 ps/div. 

Figure 5.8. Modulation Input and Detected 
Signal for 400 pV Signal 
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Vert. = uncal. Horiz. = 50 us/div. 

Figure 5.9. Modulation Input and Detected 
Signal for 1000 uV Signal 

The final photograph shows a 1000 microvolt input signal 
and the non-linear distortion appearing due to the LM 358 op 
amp. Overshoot is beginning to become significant, and the 
output is being driven to its maximum slew rate on its 
downward excursions. This problem should be addressed in a 
subsequent redesign before a scaled down version is 
implemented. All of the tests were taken with a 12.5 KHz 
square wave reflecting a worst ' case 25 KHz sampling rate. 
Figures 5.6 through 5.9 show excellent reconstruction of the 
waveform at the receiver with only minor signal blurring at 
low input voltage due to the demodulator's voltage controlled 
oscillator signal bleeding into the ground and output. 
Higher sampling frequencies can be accommodated, however the 
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time available for picking off a stablized sample value would 
be reduced. 

The last side by side comparison of the modulator input 
voltage to an output voltage is given by Figure 5.10. This 
shows a linear triangle function of 12.5 KHz at 800 
microvolts peak to peak and the received shape on the bottom. 
The distorted waveform received shows the non-linearity of 


the varactor circuit 

used to 

produce frequency modulation. 

Comparing 

the shape 

to 

the 

predicted response 

taken by 

applying 

DC bias as 

in 

Figure 3.3, shows good 

agreement. 


Characteristics of the modulator are exceptable since the 
transfer function is both predictable and monotonic. 



Vert. = uncal. Horiz. = 20 ps/div 

Figure 5.10. Modulator Input and Detected Signal 
for a 800 uV Triangular Signal 
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The modulator apparatus was then run using various 
supply voltages to determine the range of the system. Using 
a variable power supply, the supply voltages were varied and 
the effect on the circuit monitored. The PAM amplifier was 
the most dominate in the failure to work at certain supply 
levels. When the supply voltage reached about 3.8 volts the 
PAM amplifier discontinued operation. At levels above this 
point the system operated but quality of the detected signal 
had degraded. Large input signals had the most noticeable 
change because of more significant overshoot in the LM 358, 


loss of 

frequency response 

of 

the op amps, 

change of 

modulator 

bias point, and 

the 

reduction of 

the center 


frequency. The modulator continued to work through out a L 
to 6 volt range, however loss of percent deviation, reduction 
of center frequency and the loss of stability occurred at 
lower voltages. Although the system is not optimum 
throughout the entire operating range of 4 to 6 volts, the 
modulator did perform adequately and the demodulator was able 
to track the changes in the system. 

RF Powering Testing 

The radio frequency powering circuits was tested for the 
capacity to operate in various operating conditions, 
producing reliable and predictable results. Although 
calibration curves are not presented here, a description of 
how to generate such a curve once an actual implantation is 
made will be described. Testing the powering unit involved 



1 


i 


‘t 

1 

i 


•i 


•i 


r 

•i 

i 




c 


1 


« 


5-17 







checking frequency stabilily, output purity, and the ability 


to supply desired charging currents. After adjusting the 
powering unit as specified in Appendix C, the following 
characteristics were obtained with a 1.5 cm air spacing. 

1. Oscillator frequency 3.578950 MHz, + or - 10 Hz 

2. Charging current from .1 mA to 150 mA before self 

osci1 la tion. 

3. Power input and charging current peak at distance 
orginally tuned. 

4. 40mA charging current occurs at power supply current 
at draw of 120 mA. 

5. Design is reasonably misalignment tolerant with 
losses at 15 to 20 % at 1 cm off axis. 

6. Output waveform of the transmitter is sinusoidal and 
of excellent spectral purity. 

:haracteristics of the RF powering unit show high sensitivity to 
lowering levels used when initial tuning is done. For optimum 
performance and efficiency, the unit should be tuned at power 
"Vo 1s to be used during recharging. Output impedance and 
oading are highly critical of power levels. High power 
nstability of the driver and output stage (gain potentiometer 
;roater than 3/4) was noticed and attributable to several 
,ounces. The beginning of high power instability correspondes to 
.no point, where the collector of the power transistor begins 
"iii : clipped by the 33 volt zerior protection diode. This forms 
i direr:?, current path from the collector of the power transistor 
mo ?he input, of the driver unit through the ground plane and the 
>. m • no res i sfor creat. i ng a pus i t i ve feedback path . 


Another 





Figure A.4. Internal Power Supply 











2 VDC 



External RF Powering Transmitter 


























Future Research Areas . The design of this thesis 
only allows for outward communication of data collected on 
the brain. To more fully understand the functioning of the 
brain mapping, a way must be developed to stimulate 
individual BCE's at will and be able to notice its effects in 
other areas of the brain. This inward communication system 
has been proposed, and a feasibility study undertaken by Lin 
(39:365-366). Parameters which must be controlled externally 
are: stimulation voltage, frequency of stimulation, pulse 
width, and whether a particular electrode is on or off. The 
system could possibly use a small microprocessor to control 
the sequencing and UART to decode the digital information 
stream sent by the inward communication link. A simple 
single electrode stimulator system using an UART and control 
logic has been developed at Marquette University by Murawski 
and Jeutter (40:608-611). Such a system would give the 
capability of a 2 chip total system where data is written to 
the brain and then the results monitored in another area of 
the brain. As well as helping to determine a mapping of the 
visual cortex, the system may allow the generation of visual 
patterns on the brain for those who have lost their sight due 
to damage of the visual pathway. 
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consumption, and since the unit operates at a relatively low 
frequency of 25 KHz, the dynamic power would be significantly 
less than the NMOS implementation. 


c * 


CMOS circuitry also possesses some very useful 
advantages is design. Current NMOS implementation has 
limitations of how large of a positive voltage can be passed 
through a turned on pass transistor without turning it off. 
This could prove to be a limitation if the array is used as a 
neural stimulator as described in the next section. CMOS 
integrated circuits use complimentary gates in parallel for 
pass transistors which improves on channel resistance and 
provides a symmetric and full range of allowable input 
voltages. 

The most notable feature of CMOS devices is that a 
simple CMOS inverter can be used as a high gain amplifier 
when a bias resistor is placed from output to input 
(37:AN88-1-3). This design allows them to be treated like an 
op amp with maximum voltage gains of 40 db and gain-bandwidth 
products of 10 MHz at the 5 volt supply range. Gains of 10 
to 20 at the columns of the array could provide enough gain 
to get the signal out of the noise on the chip, and then 
wideband amplification could be used on the fully multiplexed 
signal without the fear of adding significant noise to the 
signal. By using this method, much larger arrays could be 
produced. 


4 










than slew rate of the LM 358 . Also to be considered in 
redesign is the FM modulator used for the system. The 
present system modulates a 9 MHz carrier by 150 KHz or a 2% 
deviation. For any modulator this is a very large amount of 
modulation with a non-linear device such as a varactor diode. 
At a frequency greater than 50 MHz, the deviation of 150 KHz 
is about 0.4% or less making for a much better linear 
approximation of the tuning curve. This would also require a 
redesign of the demodulator to a stable heterodyning front 
end and a PLL decoder for the frequency translated signal. A 
high frequency PLL such as Exar XR-520, Signetics NE 560 , 
561 , 562 or individual subsystems made by Motorola and 
others, allow for better linearity, better signal to noise 
ratios, and more flexibility in design than the Signetics NE 
564 used here. Once these changes to the design are 
implemented, the design should be laid out as a miniaturized 
thick film hybrid as described in Appendix F. 

Redesign of Electrode Array . It is recommended that 
the design of the electrode be changed, if possible, to 
reduce power requirements, improve signal transfer, and 
provide on board amplification. The present design of the 
AFIT electrode array is implemented in NMOS with PLA's and 
pass transistors used to multiplex the signals. The PLA' s 
generates substantial static resistive loading and consumes 
large amounts of current (20 - 25 mA) . The use of CMOS in 
the design would significantly reduce static power 









4. System simplicity allows scalability of breadboarded 
design to a small hybrid implantable system (Appendix 
F) • 

5. Trade-offs of gain, power, bandwidth, and noise 
within integrated circuit voltage amplifiers limits the 
multiplexing of unamplified brain signals to level 
somewhat higher than 256. This makes proposed arrays of 
thousands of electrodes unfeasible at this time. 

6. The probable size of power supply, amplifier and 
telemetry requires, chest cavity implantation with wires 

to the electrode array run under the skin. 

7. Common mode rejection is sufficient to remove 
background common mode signals at 5 millivolt levels. 


Recommendations 

In the progression of this thesis effort, many 
recommendations came to view which are needed to fully 
develop a high quality electroencephalogram - telemetry link 
for large electrode arrays. The areas of recommendation 
include: redesign for this prototype to a scaled implantable 
system, redesign of future electrode arrays and future 
systems using implantable electrode arrays and communications 
links. 


Redesign of FM Telemetry System . To improve the 
dynamic characteristics of the telemetry link some circuit 
design changes should be undertaken. First the summing 
amplifier, modulation driver stage using the LM 358 should be 
eliminated and the summing amplifier for sync generation 
incorporated with the last gain stage of the LM 146J. This 
will reduce power requirements and give the FM modulator a 
signal limited by frequency response of the amplifier rather 
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monitoring equipment does not effect the responses, it is 
possible to increase the understanding of the perception 
process . 

Effective monitoring of a large number of BCE's in the 
visual cortex requires a long term implantable system where 
the presence of the system does not evoke unnatural changes 
in the data collected. Long term implantation will remove 
the effects of transient localized trauma, infection, 
anesthetic and antibiotic drugs, and biological rejection. 
Consistent and accurate data collected in this way, are 
required to develop a good model of the actual transformation 
occurring between the primary and secondary visual cortex. 

The system developed by this thesis shows that it is 
feasible to build a system using commonly available 
integrated circuits which can transcutaneously couple out the 
data produced from a 256 electrode array. From the results 
of the bread boarded prototype of the system, the following 
conclusions are drawn: 


1. High bandwidth (100 KHz) and low power (18 milli¬ 
watt) implantable electroencephalographic communication 
channels can be made but at the expense of increased 
noise (10 - 20 microvolts) and associated loss of signal 
voltage resolvability. 

2. Signal to noise limitations of telemetry system are 
due to the front end (PAM) amplification of low level 
brain signals rather than by the FM communications link. 

3. Single frequency RF powering of rechargable cells 
provides a suitable power source for high current (35 
mA), short usage (less than 2 hours) systems, and adds 
the capability for long term implantabi1ity. 
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VI. Conclusions and Recommendations 

Introduction 

An investigation into the past research and the 
underlying theory involved in the visual information 
processing system was conducted. That investigation produced 
the need for an implantable system which can transcutaneously 
transmit data from the implanted electrode array and receive 
external power from a signal frequency source. To test the 
feasibility of such a system, a design was developed and 
tested. This chapter contains the conclusion and 
recommendations resulting from the investigation of a system 
suitable to transmit the electrode array data transcu¬ 
taneously. 

Conclusions 

Testability of the hypothesis of Fourier type 
transformation by the mammalian visual system for pattern 
recognition requires the monitoring of large number of BCE's 
in the visual pathway. Evidence has shown that due to the 
lack of lateral information transfer in the primary visual 
cortex, spatial pattern recognition does not occur there. A 
complex interconnection of points in the primary visual 
cortex to many points in the secondary or association area 
imply that the first level of visual information processing 
occurs here. By exploring the nature of the interconnection 
between primary and association areas,in an environment where 
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fidelity to reproduce the PAM and Sync information outside the 
brain cavity without any breaks in the skin. From the 
breadboarded prototype, definite conclusions on the ability to 
form a reliable long term telemetry link can be drawn. 
Scalability, a key to the realization of an implantable system is 
covered in Appendix F. 
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Vert. = 2 v/div. Horiz. = 10 ps/div. 

Figure 5.12. Electrode Array Clocking Oscillator 


Variations of frequency over applied voltage range of 5.7 to 4 
volts were + or - 600 hertz. 

The fast rise times of the inverters cause some problems 
with power supply noise and coupling noise from the oscillator to 
amplifier input lines. Large capacitive loads further degrade 
the system with switching noise. Fairly large storage 
(smoothing) capacitors should be used near the oscillator and the 
oscillator, should be placed so short lines connect it to the 
electrode array. If additional driving current is needed, the 
output buffer inverter can be ganged in parallel to produce 
sufficient drive currents. 

The design proven in this thesis shows that a low power 
transmitter and rechargable unit can be made with sufficient 
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demodulator's ground. Battery pack performance should be 
suitable for routine data taking over a several year period. 


«S| 

1 

m, 




m 

ip 

V 


* ■vj" 

ip 


• ci _ 

1 • ■ 

* • i • 

■ - 



» f • • 

• 


■w— 

Li- 

• S{-. 

; ^X U - 

i S - < 

S> 


j|| 

S\ 



.... 

rfi 



r 

Vf: 


m 

Vn 

f 


W\ 

■1 

"J 


1\«; 

w 


X 

J 


7- ' i 

’ . -A 



• ] 

% 



■ 


r v # * , , 










OV ' * * 


* * v* i 

■ 



’ •: 1 ' 


. . . 1 



: ; p 


* 


*,t K 





. 


Vert. = 50 V/div. Horiz = 0.1 ps/div. 
Figure 5.11 RF Transmitter Coil Voltage 


Clocking Oscillator Testing 

The clocking oscillator testing involved the adjustability 
of oscillator frequency and the ability to produce a stable 
accurate clock compatible with NMOS circuitry. The oscillator is 
easily tuned by adjusting the variable 50 kilohm resistor 
depicted in Figure A. 5 in appendix A, producing a range from 18 
KHz to 27 Khz with extended ranges possible. Once set at 25 KHz, 


the oscillator varied no more than 100 Hz and provided excellent 
crisp edges, see Figure 5.12. 
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possible source of self oscillation is the coupling due to 
leakage currents bleeding off the square edged land patterns 
defining circuit paths. At a 40 mA charging current, measured at 
the Ni-Cd cells, the voltage measured at the series tuning 
capacitor of the output stage shows a peak to peak voltage of 140 
volts (see Figure 5.11). The waveform is an excellent sinusoid 
with very little distortion. At 40 mA, batteries are charged to 
full charge in 3 hours and stabilize at 5.7 volts. For 
additional characteristics of the power supply see Dr. Jeutter’s 
paper (36:314-321). 

Testing the battery pack involved running the system at an 
equivalent load. First the system was run using the PAM 
amplifier and FM modulator. The unit was started by magnet 
switching of the reed switches through tissue simulated by a 
human hand and the unit immediately began to transmit. Current 
drawn for the amplifier and the FM modulator was 3.2 milliamps in 
both the positive and negative supplies with an insignificant 
current flow through ground. Then the batteries were recharged 
and a 250 ohm resistor was used to represent the 20 mA draw of 
the electrode array. The unit was run for 2 hours with no 
significant degradation of performance. A peculiarity in the 
system was noticed when running, in that the grounds of the two 
systems (modulator and demodulator) must be coupled to prevent 
the detection and output of large impulsive switch spikes from 
near by equipment. Coupling needed only be weak (highly 
resistive) and can be accomplished through a common ground using 
tissue for the implant's ground and a skin electrode as the 
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B. Equipment List 

1. Hewlet Packard, Clip On DC Milliameter Model 4288 

2. Hewlet Packard, Electronic Counter Model 5246L 

3. Hewlet Packard, Triple Output Power Supply 
2.5A/0 +or- 20V-.5A Model 6236B 

4. John Fluke Manufacturing, Digital Multimeter Model 

5. Tektronics, Oscilloscope Model AN/USM-425(V)-1 

6. Wave-Tek, 20 MHz AM/FM/PM Generator Model 148 
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C- Adjustment Procedures 

FM Demodulator Adjustment 

1. Before applying power remove PLL NE-564 from its socket, 
then connect power supply and power up the demodulator board 

2. Turn on the FM modulator unit and place the receiver loop 
in position alignned with transmitter coil. Using an 
osci1loscope, monitor the output, pin 7, of the video 
amplifier, LM 733, while tuning the variable capacitor in 
parallel with the receiving coil. Adjust for maximum peak to 
peak voltage. Then adjust gain resistor for output level of 
150 mV. 

3. Turn off FM modulator unit, and demodulator unit. 
Replace PLL chip NE 564 in socket. Turn on power to 
demodulator only. 

4. Using a frequency counter, monitor the frequency of the 
voltage controlled oscillator at pin 3 of the PLL chip. 
Adjust variable frequency set capacitor for an 8.5 MHz 
reading. This should be slightly lower than expected 
frequency of modulator due to loading of oscillator by the 
probe, but exact frequency is not critical. Remove frequency 
monitoring equipment. 

5. Turn on FM modulator unit. Using an oscilloscope, watch 
the signal output at the end of the baseband filtering stage. 
Slowly adjust the frequency set capacitor of the phase lock 
loop until a signal locks at the output. Slowly adjust 


through the lock condition noticing the signal quality 










through out the locked range. Set the tuning capacitor to 
the best lock condition. This may not be sufficient to hold 
lock over entire waveform. 

6. To achieve a more complete lock and the cleanest 
waveform/ the bias current at pin 2 must be adjusted. Wh'le 
watching the output of the baseband amplifier slowly vary the 
potentiometer until complete lock occurs. Because the bias 
current changes center frequency, step 5 should be repeated 
as the bias current is adjusted. Once complete locking 
occurs, continue adjusting until the stepped response has 
clean edges and overshoot has been minimized. Care should be 
taken to repeat step 5 throughout the procedure to insure 
good center frequency positioning. 

7. The next step is to readjust the front end receiver. The 

V) 

variable capacitor in parallel to the receiving coil should 
be slowly tuned to produce the cleanest waveform. Small 
changes can produce large changes so care must be exerised in 
changing frequency. Mildly retune as in steps 5 and 6 to 
produce optimum system configuration. 

RF Powering Adjustments 

1. Making sure that powering section is off and the plug-in 
powering coil is disconnected, connect the power supply to 
the unit. 

2. Adjust the driver's tank tuning capacitor for a 
mid-adjustment. Adjust each of the two 600 pf variable 
capacitors to three quarters of full capacitance position. 
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Finally adjust the variable one kilohm gain potentiometer so 
it is two thirds to three quarters of full value. 

3. Connect a 10X probe from an oscilloscope to the 50 ohm 
output resistor. Also place a DC current meter clamp on the 
loop in the collector of the power amplifier. 

4. Turn on the power amplifier stage and monitor the current 
and voltage at each of the points desribed above. Slowly 
adjust the driver tuning capacitor until max current at the 
collector and maximum output voltage at the 50 ohm resistance 
is seen. 

5. Adjust tuning capacitor in the T section impendance 
transformation network until max current at the collector and 
max voltage at the 50 ohm resistor are seen. Repeat step 4, 
then this step again. 

6. Turn off power to power amplifier and attach the power 
transmission coil to the unit. Place the coil in the proper 
orientation for operation with implanted unit. Remove 
oscilloscope probe from 50 ohm resistor and place on 
insultated cable of the transmission coil. Power level in 
the cable are significant enough to be capacitively coupled 
to the scope probe and can be used as a good indication of 
power level without loading circuit. 

7. Turn on power to the power amplifier. While monitoring 
both current at the collector and voltage in the transmission 
coil adjust the series tuning capacitor in the output stage 
for max current and voltage. Once again repeat steps 4 and 5 
while monitoring the voltage in the transmission coil and 
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D. Data Sheets 


This appendix presents the data sheets of the devices 
used in the design of the prototype communications link. The 
purpose of their placement in this thesis is for a quick 
reference of the properties of the devices chosen. The data 
sheets also supply necessary design equations and information 
used to develop the link. This information will provide the 
ability to specify other integrated circuits and active 


devices to take the place of the ones used if the devices are 
unavailable. 









LM158/LM258/LM358, LM158A/ 
LM258A/LM358A, LM2904 


WW] National Operational Amplifiers/Buffers 

a&A Semiconductor 

LM158/LM258/LM358, LM153A/LM258A/LM358A, LM2904 
Low Power Dual Operational Amplifiers 

General Description 


The LM158 senes consists of two independent, high 
gain, internally frequency compensated operational am¬ 
plifiers which were designed specifically to operate from 
a tingle power supply over a wide range of voltages. 
Operation from split power supplies is also possible and 
the low power supply current dram is independent of the 
magnitude of the power supply voltage. 

Application areas include transducer amplifiers, dc gain 
blocks and all the conventional op amp circuits which 
now can be more easily implemented in single power 
supply systems. For example, the LM158 series can be 
directly operated off of the standard +5 V DC power 
supply voltage which is used in digital systems and will 
easily provide the required interface electronics without 
requiring the additional ±15 V oc power supplies. 

Unique Characteristics 

* In the linear mode the input common-mode voltage 
range includes ground and the output voltage can also 
swing to ground, even though operated from only a 
single power supply voltage. 

■ The unity gain cross frequency is temperature 
compensated. 

■ The input bias current is also temperature 
compensated. 

Advantages 

■ Eliminates need for dual supplies 

■ Two internally compensated op amps in a single 
package 


■ Allows d.redly sensing near GND and V CuT also i 
goes to GND 

■ Compatible with all forms of logic 

• Power dram suitable for battery operation 

■ Pinout same as LM1550/LM1458 dual operational 
amplifier 

Features 

■ Internally frequency compensated for unity gam 

■ Large dc voltage gain 100 dS 

• Wide bandwidth (unity gam) 1 rytH; 

(temperature compensated! 

■ Wide power supply range 

Single supply 3V Dc te30V DC j 

or dual supplies 11 5 V DC to i 15 V DC 1 

» Very low supply current drem |500uA| - essentially I 
independent of supply voltage (1 mW/op amp at ! 
+5 V DC ) 

■ Low input biasing current 45 nA DC 

Itemp-'rature compensated! 

» Low input offset voltage 2mV oc 

and offset current 5 nA oc 

■ Input common mode voltage range includes ground 

■ Differential input voltage range equal to the power 
supply voltage 

» Large output voltage 0 V oc to V* - 1 5 V DC 

swing 


Connection Diagrams (Top views) Schematic Diagram (Eech Ampin,in 

Metal Can Package 


I 

I 



Order Number LM35SAN, LM358N or IM2904N 
See NS Package N08B 
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LM158/LM258/LM358, LM158A/ 
LM258A/LM35SA, LM2S04 
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LM158/LM258/LM358, LM158A/ 
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Typical Performance Characteristics (Continued) (LM 2902 oni V ) 


Input Currtni 



« 10 20 30 

V* - JUWIY VOLTAGE IVocI 



Application Hints 

The LM158 series are op amps whxh operate with only 
a single power supply voltage, have true-differential 
inputs, and remain in the linear mode with an input 
common-mode voltage or 0 V oc . These amplifiers 
operate over a wide range of power supply voltage with 
little change in performance characteristics. At 25°C 
amplifier operation is possible down to a minimum 
supply voltage of 2.3 V oc . 

Precautions should be taken to insure that the power 
supply for the integrated ciicuit never becomes reversed 
in polarity or that the unit is not inadvertently installed 
backwards in a test socket as an unlimited current surge 
through the resulting forward d'Ode within the 1C could 
cause fusmg of the internal conductors and result m a 
destroyed unit. 

Large differential input voltages can be easily accom¬ 
modated and. as input differential voltage protection 
diodes are not needed, no large input currents result 
from large differential input voltages. The differential 
input voltage may be larger than V f without damaging 
the device. Protection should be provided to prevent the 
input voltages from going negative more than -0.3 V D c 
(at 25°C). An input clamp dicde with a resistor to the 
1C input terminal can be used. 

To reduce the power supply current dram, the amplifiers 
have a class A output stage for small signal levels which 
converts to class 0 in a largo signal mode. This allows the 
amplifiers to both source and sink large output currents. 
Therefore both NPN and PNP external current boost 
transistors can be used to extend the power capability of 
the oasic amplifiers. The output voltage needs to raise 
approximately 1 diode drop above ground to bias the 
on-chip vertical PNP transistor for output current sinking 
applications. 

For ac applications, where the load is capacitively 
coupled to the output of the amplifier, a resistor ihould 
be used, from the output of the amplifier to ground to 
increase the class A bias current and prevent crossover 


distortion. Where the load is directly coupled, as in dc 
applications, there is no crossover distortion. 

Capacitive loads which are applied directly to the output 
of the amplifier reduce the loop stability margin. Vaiues 
of 50 pF can be accommodated using the worst-case non* 
inverting unity gain connection. Large closed loop gains 
or resistive isolation should be used if la.ger load 
capacitance must be driven by the amplifier. 

The bias network of the LMI58 establishes a drain 
current which is independent of the magnitude of the 
power supply voltage over the range of from o V D c to 
30 V DC . 

Output short circuits either to ground or to the positive 
power supply should be of short time duration. Units 
can be destroyed, not, as a result of the short circuit 
current causing metal fusing, but rather due to the large 
increase in 1C chip dissipation which will cause eventual 
failure due to excessive (unction temperatures. Putting 
direct short-cucu ts on more than one amplifier at a time 
will increase the total 1C power dissipation to destructive 
levels, if not properly protected with external dissipation 
limiting resistors in senes with the output leads of the 
amplifiers. The larger value of output source current 
which is available at 25°C provides a larger output cur¬ 
rent capability at elevated temperatures (see typical 
performance characteristics) than a standard 1C op amp. 

The circuits presented in the section on typical applica¬ 
tions emphasize operation on only a single power suoply 
voltage. If complementary power supplies are available, 
all of the standard op amp circuits cm be used. I i 
general, introducing a pseudoground (a bus voltage 
reference of W?) will allow operation above and below 
this value in single power supply Systems. Many applica¬ 
tion circuits die shown which take advantage of the wide 
input common-mode voltage range which includes 
ground. In most cases, input busing is not required and 
input voltages which range to ground can easily be 
accommodated 











LM146/LM248/LM34S 

/ 


^National 
£21 Semiconductor 


Operational Amplifiers/Buffers 


LM146/LM246/LM346 Programmable Quad Operational 


I Amplifiers 

j General Description 

! The L^T46 senes of quad od amps consists of four 
. in dependent, high gain, internally compensated, low 
power, programmable amplifiers. Two external resistors 
I (R$ETf allow the user to program the gam bandw.dth 
[ product, slew rate, supply current, input bias current, 
input offset current and input noise. For example, the 
user can trade-off supply current for bandwidth or 
optimize noise figure fo r a given source resistance. In a 
similar way, other amplifier characteristics can be 
tailored to the application. Except for the two program- 
! mm g pms at the end of the package, the LM146 pm-out 
! is the same as the LMf24 and LM140. 


Features iiset = io^aj 

■ Programmable ciectrical characteristics 

■ Battery-powered operation 

■ Low supply current 350 pA amplifier 

■ Guaranteed gam bandwidth product 0.8 MHz mm 

■ Large DC voltage gain 120 d9 

■ Low noise voltage 28 nV/v^Hz 

■ Wide power supply range £l.5Vtot22V 

■ Class A8 output stage-no crossover distortion 

■ Ideal pin out for Biquad active filters 

■ Input bias currents are temperature compensated 


Connection Diagrams (Dual-ln-Line Packages, Top Views) 



PROGRAMMING EQUATIONS 

Tote) Supply Current ■ S.4 mA U$gj/10 ^A) 
Gam Bandwidth Product ■ 1 MHi JigEj/IOpA) 
Slew Rate • 0 4V/ui Usgf'IO 
Input B as Current ?• 50 nA Oggi/IO mA) 

•SET " Current into pm 0. pin 9 lies schematic- 
diagram) 

V* - V” - 0.6V 


Order Number LM146J. LM246J or IM34BJ 
See NS Packege J16 A 

Order Number LM246N or LM346N 
See NS Package N )6A 


Schematic Diagram 
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Absoluts Maximum Ratings (Note 1} 



LM146 

LM246 

LM346 

Supply Voltage 

422V 

tiav 

418V 

0 1 ffererstia! Input Voltage (Note 1) 

430V 

430V 

430V 

CV input Voltage (Note 1) 

115V 

4 15V 

415V 

Power D<iS'pat>on (Note ?1 

900 mW 

500 mW ' 

500 mW 

Output S^on-Circuit Duration (Note 3) 

Indefinite 

Indefinite 

Indefinite 

Cperat'ng Temperature Range 

-55°C to + 125°C 

-26'C to *85° C 

0°C to +70°C 

‘/ax.mum Junction Temperature 

150° C 

iio°c 

100°C 

Storage Temperature Range 

-65°C to *160°C 

-65°C to »150°C 

-65° C to ♦150°C 

Lead Temperature (Soldering, 10 seconds) 
fht'rna 1 Re< stance (0 ;a), (Note 2) 

300" C 

300° C 

300° C 

Cav.t/DIP (D> (J) Pd 

900 mW 

900 mW 

900 mW 

' !>,A 

Molded DIP (N) Pd 

*|A 

90°C/W 

90°CAV 

90°C/W 

500 mW 
140°CAV 


DC Electrical Characteristics iv s -4i$v, i S et- io^a. N 0 te4i 


-- 

PARAMETER 

CONDITIONS 


LM146 

— 

LM246/LM346 | 

UNITS 

MIN 

T VP | 

MAX 

MIN 

TYP 

MAX 

hru’ Offset Voltage 

Vcm * 0V. R S < 50 n, I A ■ 25°C 


0 5 

5 


0 5 

6 

mV 

i-iout Offset Current 

Vcm - 0V. Ta * 25°C 


* i 

20 


2 

100 

nA 

input 8 as Cur'*"t 

vcm ■ ov, tA, m 25 3 c 


50 1 

100 


50 

250 

nA 

v Currf'M 14 Op Amo*! 

T a - 2S’C 


1 4 1 

2 0 


1 4 

2 5 

mA 

ud'ge 5 y V Voyage Gam 

R L * 10 kfi. AVq’JT ■*10V. 

100 

1000 


50 

1000 


V/mV 


f A • 26 C 


■ 






.-Put CM Pnje 

t A ■ 25°C 

, M 3 5 

4,4 j 


413 5 

414 


V 

CM Re *ctyr Rat o 

RSI 10 kft. T a • 25°C 

B0 

100 


: ?o 

100 


dB 

C ,-Ar r>..ro v Re.ect-cn 

Hs < 13 ten, T A • 25°C 

B0 

100 


74 

100 


dB 

Pi- 0 



1 






Outsat venae 5 a -a 

R L > 10kP, T a -25°C 

±12 

114 


; 412 

114 


V 

Sno't-C 'Cu t Cu'rent 

t a * 25’C 

5 

20 

35 

5 

20 

35 

mA 

Ca <" BandA dth Product 

T A * 25’C 

C 8 

1 2 


05 

1 2 


MHz 

^ase Marg.n 

Ta - 25’C 


GO 


! 

60 


Deg 

$'■«* Pate 

t a - 25°C 


0 4 


; 

04 


V/us 

i' l Put No'te Vo'tage 

f ■ 1 kHi, T a - 25’C 


28 


; 

| 28 


nVA/Hl 

Channel Sepa'anon 

Rl ■ ’0 kH ^Vqut ■ 0V to 


120 


i 

I 

120 


dB 


: 12V, T A - 25’C 




i 

j 



lr but Resistance 

Ta* 25'c 


1 0 



1 0 

1 


MP 

I'Tul Capjc-tance 

Ta * 25°C 


?. 0 



j 20 

i. 

1 ° F 

,r P-jt Q"set Voltage 

, v C m ■ ov, r s < so u 


0 6 

6 

! 

1 0.5 

7.5 

j mV 

'"put 0*'set Current 

vcw - ov 


? 

25 


i ? 

1 100 

nA 

'■’Put 8'»s Current 

. vcm - ov 


i S0 

too 


50 

; 250 

nA 

3vrp : V Current (4 Op Amps) 

r *•% 


1 6 

2 0 


i 15 

i 2.5 

[ mA 

S'-gnji Voltage Ga o 

Rl - 10 k Cl. kiVcuT * -10V 

50 

’000 


25 

! 1000 \ 

| V/mV 

'"Out CM Range 


M3 5 



M3 5 

114 


V 

...M Reiect'on Ratio 

Rs< 50 il 

70 

too 


70 

100 

1 

1 dB 

SuPO'v Reiect'on 

R-, 1 50 n 

76 

’D-D 


74 

100 

i 

dB 

■'Put V'o 1 tB-’J'* Swing 

« L io kn 

M2 

♦ 14 


i 4 12 

i i 14 

1 

i v 



3 195 
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LM146/LM246/LM346 







146/LM24 



Input Offset Voltage 

input Bias Current 

Supply Current (4 Op 
Ampsi 

Ga.n Qandwidth Product 



CONDITIONS 

i 

i- 

LM146 


LM246/LM346 

UNITS 


1 MIN 

TVP | 

MAX MIN 

| TYP 

MAX J 


VCM 

- ov. r$ so n. 

1 

0 5 | 

5 

| 0 5 

~ l 

mV 

Ta ■ 

25 J C 

1 


i 

1 

1 


VCM 

- OV. T a - 25X 


1 75 ' 

20 i 

1 7 5 

o 

o 

nA 

Ta- 

25* C 

I 

1 140 ■ 

250 

140 

300 

pA 

t a - 

25X 

. 80 

o 

o 

1 50 

100 

i 

k Hi 


DC Electrical Characteristics 


(Vs ~ * 1,5V. Isg j = 10 pA) 


PARAMETER 


CONDITIONS 


LM246/LM346 


MIN TVP MAX MIN TYP MAX 



1 npul Offset Voltage 

V'CM - OV. < 50 n. 


Ta - 2S‘c 

input CM Range 

Ta - 2S’C 

CM Rejection Ratio 

R S< 50 n. T a - 25“C 

Output Voltage Swing 

R|_> lo kC. T A - 25’c 



Note 1: For supply vo'tages less then : 1 5V, the absolute maximum input voltage I equal to the supply voltage 

Note 2. The maximum power cMsmation for these devices must be derated at elevated temperatures and it dictatud by TjMaX. *jA. and the 
jmp ent temperature. T A . The maximum available power dissipation at any temperature s • ITj^ax “ T A*' f, jA or f * 26 C P-vr\X. wh.ch- 

»v«r | lift. 

Note 3- Any of the amplifier output* can be shorted :o ground indefinitely;however, more than one should not be simultaneously shorted as the 
max.mum junction temperature '/.ill be exceeded. 

Note 4: These specifiCat-on* apply over the absolute n.oximum operating temperature range unless otherwise noted. 


Typical Performance Characteristics 

Input Bias Current vs ISET Supply Current vs 1$ET 


Input Bias Current vs \$£j 

n pTOnrrrTMTnTT® 




— yr . ...-j- v$ . ., Sv u 

/ .. t a - 25 c , 

5 f I 0 10 ICO 

'str 


Slew Rate vs IseT 

f ■‘TTT TrT :7— T~ T ! r 7 n * 


01 [ j Hi rigg 

Y Ta • 25 c!j 

0 01 1 —» - — — -.. . j 

01 I 10 too 

'SfT luA] 

Gain Bandwidth Product vs 
'SET 

IJM j-;-p7-7T--j rrrri*; TTHTTf 


Mir, 

: ^ " 

t a - 25 c 


2 'M' 1 •: y I; 


• •.*•••• * r !!»••• 

• • : • v s S5v “ 

: m : t a -?5 c“. 

I to 100 

'SET 


Open Loop Voltage Gain vs 
'SET 

110 L ..:—I'—■ 1 1 

100 —p-j-y ^ 


- ■ | * — I—-j——*-*-]-***4 

60 — 

20 ■ . T ii-I—f—l-~l Vj.-t’lvi 


Phase Margin .* I SET 
no ———„--- 




















































V VC 


Silicon epicap* diode 

designed for VHF TV tuning, AFC, general frequency control 
and tuning applications, providing solid state reliability in replace¬ 
ment of mechanical tuning methods. 

• High Q With Guaranteed Minimum Values at VHF FreijuenriPi 

• Controlled and Uniform Tuning Ratio 

• Guaranteed Matching-^ Tolerance From Diode to Diode a"d 

Group to Group 

• Supplied in One Piece. Unibloc* Package for High Reliability 


i I lUyon 'wiunit. hvhi ivj'iJD 1 * >n n\4tk.n«u mu ol • r »»•*•«» *■ 

yOupi All n<oO«« <n « Ml or group can t*» '*MtcH«r1 lor caivir i 
lO U% or 0.1 of (Mfitc it <jr«at«rl t'Or'g tn# fo(n» 

lur-mg r ang« 


VOLTAGE VARIABLE 
CAPACITANCE DIODE 

26-32 pF 




AXlMUM ratings 


R^lir^ i 

Symbol 

Value 

U-m 

H«v«« m Vonaye 

VR 

JO 

VoMt 

c O' *Mrd Currtnt 

>P 

:oo 

m A 

Po»**r D'Uiptl'On 9 T 4 » 25°C 

"0 

;so 

,,*V 

Uerjig jOOrg 25°C 


2 8 

•»»* °C 

j.M.on Temperature 


» 125 

°c 

nor*)* Temperature ^* 09 # 

r 'i? 

f>5 to *150 

°c 


HGunfc l - iimOF CAPACITANCE 


i 

t 2 « 1 -- • 


•’—r r '*- ■ • 

A-1——j——- 

. i-. - ... i-i— - 


.. : \ ..-. 


» i > .1 r ; ;<3 ') .) U) ) v 

'•q a ‘ 1 - V. ’ 'ft . .*.! * v. 


r i m .h 1 

W- f * i 

F -<lli 'll 


I' I . 

A A l< * 

lT J . t 


STVtf 2 

PIN I CATMOOE 
2 ANODE 


VllliMtU HS ) • V L h< S _ 

QiM Mi N |'max Mis j V~A« 

a j 4 3 7 [ 5 JJ j a r ro ) a 2 ra 

» I 4 4b IJ> Jl_ro i IS I 0 

_c ' j n ~| r>ii 
n~p) • t *T] n yyj ^ -'■T^n i; i 
I r “ l_: G rpi ibT^ oTnTtTTTj 

[” G . I l f BSC I " 0 JSO'fcSC “1 
I n~j—- T i -TTJ 

j i S4 aic ' j jo ib’c 
| k ~r? - r;— r-' tw - i 

f 'h i v -j 

r * - p n * ~ p - I 

: R ,L i *i X,._Zl. ,J ' ^Hi_I 
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CD4069UB Types 


j • 



capacitance. 



supply troHege. 


v oo 



' E 


0 


v 00 



TtIT ANT 0**€ INP\.T. •(th OTk(N 
INPUT# AT woo »1« 


• K1 


Fig. 15 - Quiescent device current r»*f circuit. 


Fig. 16 - Non 4 immunity test Circuit. 


’00 




MCM-HUUi 


Fig. 18 - Dynamic electrical cheracremtica teat circuit end waveforms. 


L*COAOM 



« t «iOHCa 


Fig. 70 — High-input impedance empJttier. 


I/S C04O4S 



row TYPICAL CO*PO*f NT 
VALUfS AM3Ci«*CU<r PfATOBMANCC, 
SCt AP*v:CATCN NOTE IUM-I4U 
♦ K|-*««»#a| 


I/SCOAOM 





1^*0 |»ITO.HO AOiNT 



Oil T 


U3*i» JWiTCmiNQ AO"«T 


**• 



w 00 


IICI IM«0» 

Fig 22 - /"Out Dull* ihsping circuit 
(Schmitt (riggerI 


Fig. 21 - Typical RC OtCil'etor circuit. 


K- 


4rr 


rfp- 


Fig 20 - Oyn«mic power a iiip«fion f#jf circuit. 


v oo •-[ 


~r 

»i» 


W3TC 

MCAVj«C Sf OUC NTlALLY. 

to torn v x a*o 
conntct all uNvnto inpvtj 
TO ClTHfN V 00 0A y,, 


Fig. 17 - Input leakage current test circuit. 

APPLICATION* 


i r% C040«* 



» 0 " TtA.CAl COMPONtNT 
vA t ulJ AMO CiPCUl T 
»(»fO»M'TCI. Jtt 
APPLICATION NOTH 
ICAN 600 * AMO 
I CAN ())« 


• (CI-iMIfii 


Frg. 19 - Typical crystal otCifletor Circuit. N 


0 0 !0 >0 • ' «A 



ha-• --»i 

»«ti ” 

IKI IIO 


Dimensions end pad layout for CD 4069 UBH 

Dimensions in peren theses ere m millimeter? end ere 
derived from the basic inch dimensions at indicated. 
Grid graduation! are in mill ( 10 ~^ inch} 
r *e pnoiograpr'i a^a dimensions o' eac* CMOS cnio 
represent a c*-o mh§n >t >j pan ot m# wale' Wn#n in# 
»*'*' i iaoa'A'ao -mo ind'Kduai c*'w t*a angte o f 
Cleavage may »• t r »‘ih 'aspect to th$ c*'0 f#c* lor 
d tta'eni c/i'pi Tn# icii/i' d-menti^ns pi me •touted 
c'l'O ihetatpre may d-t'e' t< gnt-y Uom in# nominal 
arm#n|,ofi*ino»n Tn# w i«* moi/'rt cona-dei a ton's nee 
oi -3 m -a io *ffl mus too'cab’* to tie nom,nai 
d<mana,oni shown 
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CD4069UB Types 

CMOS Hex Inverter 

H gh Voltage Types (20-Volt Rating) 


The RCA-CD4069UB types consist Of si* 
CMOS mverter c'rco ts These devices are 

n’enOfiJ tor J ' gpr-e'd 1 purpose ■ n*t'r ter 

appi-Cal-ont w^ere V’e mrd un power 'M L 
d* ve and -cy r : e*t»i vo n »e". on cjpatj' 1 '! is 
ot C |f c fc ■ !i tucn at t*’e CD4CC9 ana CD4Q49 
hM I n v e f te r 9 w **erj are no? ’equ'ed 
TheCD4069u9-Senes?ype$aresu£>p'>ed!n 
14 - eadher-net c d-a'-m-i're ceram c Dock¬ 
ages iO and F suf*« «esi 14 - lead d^a:- n-nre 
p astic pac«age E suff-xi 14-ead ceramic 
<a' package, iK Su’t and nch'ptorm (H 
a u* f • * > 


Features 

• Standardized symmetrical output 
characteristics 

■ Medium Speed Operation-tp^L-tpLH'^O ni ( 
at 10 V 

■ 100% letted for quiescent current at 20 V 

■ M.mimum input current ol 1 pA at 18 V 
o*er full package temperature range 
100 nA at 18 V and 25°C 

• Meets ail requirements of JEDEC Tentative 
Standard No 13A, “Standard Specifications 
for Description of B' Serial CMOS Devices" 

Applications: 

• Logic inversion 

■ Pulse shaping 

■ Oscillators 

» High-input impedance amplifiers 



LIMITS 

UNITS 

Mm 

Mj* 



RECOMMENDEO OPERATING CONDITIONS 

For maximum reliability. nominal operating condition* should be selected to that 
operation it *l*tyt wihm the following range* 

1 CHARACTERISTIC 1 LIMITS ] UNITS 


Supo-v Vo Uijf R.r'qe 1 F 01 T A Foil PjcVdq f 
T rrroe’ dlul f R dnqf I 


MAXIMUM RATINGS. Absolute-Maximum Values 

DC SUPPLY-VOLTAGE range. IV od I 

(Volitoet r.l.t.nQ.O to V$$ T.rmtnall. —0.5 to *20 V 

INPUT vOlTAGE RANGI . ALL INPUTS .-0.5 to Vqd *0 5 V 

DC INPUT CURRENT, ANY ONE INPUT ... . HOmA 

POWER DISSIPATION PER PACKAGE IPpI 

For T a - -40 IO *60°C IPACKAGE TYPE El. 500 mW 

For T a • *60 io «85°C (PACKAGE TYPE E) .... Oarata Lmaarty at 12 mW/°C IO 200 mW 

For T A .-55 10 *100*C (PACKAGE TYPES D.E.KI. 500 mW 

For T A a 410010 *1 25*C (PACKAGE TYPES 0 F K( . Oarata Linaarly at t 2 mW/°C to 200 ntW 

DEVICE DISSIPATION PER OUTPUT TRANSISTOR 

FOR T a - FULL PACKAGE TEMPERATUHE RANGE (All Packaqa T V 0«l. lOOmW 

OPERATING TEMPERATURE RANGE IT A I 

PACKAGE TYPES O. F. K. H . -55to*l2S°C 

PACKAGE TYPE E . . . -40 to »85°C 

STORAGE TEMPERATURE RANGE IT,, g l . . .. -65to*I50°C 

LEAD TEMPERATURE (DURING SOLOERINGI 

At dntanca 1/I 6 i 1/32 inch 11.59 T 0 79 mml Irom caie lor 10 » ma« *265°C 

DYNAMIC ELECTRICAL CHARACTERISTICS at T A - 2S«C; Input t,, t, • 20 ni, 

C L *50pF. R L -200Kn 




CONDITIONS 

ALL TYPES 

CHARACTERISTIC 


v OD 

LIMITS 



V 

Typ 

Max | 



5 

5b 

110 



10 

30 

1,0 


'PLH- ’PHI 

15 

25 

50 



5 

100 

200 

Tr#nvhon T.mej 

'THL- 'TLH 

10 

50 

100 



. 

40 

80 

| Input Capac’tanr.e. 

C IN 

Any Input 

.0 

15 


0 J—^-l-r.6 


V, * ,T (Id ll'I'M 
CO4069U8 

FUNCTIONAL DIAGRAM 


ti*#nuTu«nr 4 t.«vci 
! *i i\_ *<> j 

^ .... — | 

m»vt voltaci iv. i- v 

fig. / - Minimum gnd minimum volt»gt 
frsntfer tf!*'#cr»r»jf/c*. 


m i 't, I 






o' M 1 * r > * >0 n t» i»» 1 ' *»V 

ftmjt YQLT4M iv, i - « 


Fig. 2 — Typcil voltsge (rtnifer chsrscterittict #i # 

function of tempertturf. 


|i|«T nHVfRATUat I T»l • It* C 






Fig 3- TfP'C* 1 cuFFtnt tnd <rolt»g* tranif+r 
Cfurtctirnt'Ct 
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CD4066B Types 


*nalOO inputs (isvi 


i»H !CD40S<8 


| D'Oit*l 1 
‘“CONMOU 

INPUTS , 



AN At ■'G OUTPUTS i ± 5 V I 


Fig. 18 - Bidirectional signal transmission via digital control logic. 


0 10 20 50 40 50 60 70 72 

t I » i ) I 1 _l I 


- : vi£raj 


l^Vi; f — i 'j 1 -v ..J 
i- \ 

1 6 V-; 

1 Jri! Llr*:-.*— 1. 4-'-/. ^ 


63 -n 

(I 600-1 603) 


||t 



_ * - *0 

(0 102-0 234! 

__&»-■”_ r 

rr>S3-l 936) 


CD4066BH 
CHIP PHOTOGRAPH 


Oimenttont in Pirtnthtt4t ere in millimeters end 
ere derived horn in. blue inch dimensions j s m 
dicmd Grid greduettons ere m/ndi (10~3 inch). 


SPECIAL CONSIDERATIONS - CD406SB 

1. In applications that employ separate 
power sources to drive VqD and the 
signal Inputs, the VoD current 
capability should exceed Vqq/Rl (R(_ 
= ellective external load ol the lour 
C040688 bilateral switches). This 
provision avoids any permanent cur¬ 
rent (low or clamp action on the Vdq 
supply when power Is applied or 
removed trom me CO4066B. 


Thi photographs ind dimensions ol each CMOS chip 
ripntint a Chip whin if la pin ol I hi wahr Whin (hi 
wilir it aaoarated mio mgividull Chios . thp mgn of 
c Htvtgi mi/ ¥ try with respect 10 Ihi chip It ci for 
ditlirmt chipt Thi ictu* 1 dimensions ol thi itoitlid 
Chip. Ihirilori. m»/ pillar <lightly from Ihi nommU 
dimensions Shown Thi oter thouid coni,par l tolerance 
ol -5 milt to *19 milt applicable to ihi nominal 
dimensions thown 

2. In certain applications, the external 
load-resistor current may include 
both Vqq and signal-line com¬ 
ponents. To avoid drawing Vqd cur¬ 
rent when switch current (lows into 
terminals 1,4,8,or 11, the voltage drop 
across the bidirectional switch must 
not exceed 0.8 volts (calculated from 
ROM values shown). 

No Vqd current will How through Rj_ 
it the switch current (lows Into ter¬ 
minals 2,3,9, or 10, 








CD4066B Types 



o—, ? 


Fig ft - Off tentch input or output leekege. 


».i I C0“O%»* **» 

CM o» 4 HD—i 

I 10 U ^ $ f 00 * 

¥ oo mO T. < 

*Li D rttFUTJ 4*1 CftNMCKD 10 VJJ 


Fig t2 — Propspstion deity time ngnsl input fVjg) 
to tignsl output (V ot ). 


) C<M0*4* •< 

,:r t ;. 5 u ? 


Fig. 13 - Croats Ik <ontrol input to tignsl output 


-W ** L__ 

•c h*ah 

NM 


O - ! ■ o* 4 —Q— 
*00 , »-K«C* I 

_I. Uaf i 


All VNVMO *«( CONVCHO 10 V«| 

14 - /VoA»pjf/(jn deity t pL ^. tpuL COn 1ro *‘ 
tignsl output. Deley it meaiured et 
V Qt level of * tOX from ground (turn-on) 
or on-ttete output level (turn-off). m 


MD* 


10m (H-—L- 1 y o» , l'*o* 




UtAluftf INPUTS 
StOufHTlAlL*. 

TO 001 M v 00 AHOV„ 
CONNtCT all OHUSCfi 
M»UTS TO ClTMfd 
v 00 °* V S5 
MCASUMC COHTftOl 
INTUTJ ONLY 


Au WHvltO AM 1(0 10 v lt 

*<t( W#» 

Fig. IS — Msximum ellovrmble control input 
repetition re to. 


Fig. 16 - Input leek ego current tett circuit 


■\iTpi i, jj • | j« j, 

co«om 

-tuLJj_ 




'■ '* *> '• '»l 


CO CO CD GKO COCO 


fw -L I 1 . 1 I •MCOAOAM I 

i H , ;i 



u - Ln_n_r 


H>1 

t <• H 




cio< * r> n n n " 

m L m u! 




Fig. 17— 4<hennei PAM multiplex tyttem diegrem. 
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CD4066B Types 

































CD4066B Types 


CMOS Quad Bilateral 
Switch 

For Transmission or Multiplexing of Analog or 


Digital Signals 
High-Voltage Types (20-Volt Rating) 

The RCA CD4Q66B is a OJad bilateral switch 
intended tor the transmission or multiplex¬ 
ing of analog or digital signals. It is pm-for- 
pin compatible with RCACD40168. but 
exhibits a much lower on-state resistance. In 
addition, the on-state resistance is relatively 
constant over the full mput-siqnal range. 

The CD40668 consists of four independent 
bilateral switches. A single control signal is 
required per switch. Both the p and the n 
device in a given switch are biased on or 
off simultaneously by the control signal. 
As shown in Fig. 1, the well of the n-channel 
device on each switch is either tied to the 
input when the switch is on or to when 
the switch is off. This configuration elimi¬ 
nates the variation of the switch-transistor 
threshold voltage with input signal, and thus 
keeps the on-state resistance low over the full 
operating-signal range. 

The advantages over single-channel switches 
include peak input-signal voltage swings equal 
to the full supply voltage, and more constant 
on-state impedance over the input-signal 
range. For sample-and-hold applications, 
however, the CD4016B is recommended. 

The CD4066B is available In 14-lead ceramic 
dual-in-line packages (D and F suffixes), 
14-lead plastic dual-in-line packages (E suf¬ 
fix). 14-lead ceramic flat packages (K suffix), 
and In chip form (H suffix) 


Features: 

■ 15-V digital or ±7.5-V peak-to-peak twitching 

■ 125f2 typical on-state remtance for 15-V operation 

■ Switch on state resistance matched to within 5 SI over 
15-V signal-input range 

■ On-state resistance flat over full peak-to-peak signal 
range 

• High on/off output-voltage ratio: 80 dB typ. 9 
f is - 10 kHz, R L - 1 kS2 

• High degree of linearity: <0.5% distortion 
typ. @ fu ■ 1 kHz, Vj, * 5 Vp-p, Vqq - 
Vss > 10 V, R L - 10 kfl 

• Extremely low off-state switch leakage 
resulting in very low offset current and hicfi 
effective off-state resistance: 10 pA typ. @ 
vdd- v s $- iov. t a -25°c 

■ Extremely high control input impedance 
(control circuit isolated from signal cir¬ 
cuit): 1012 ft typ. 

■ Low crosstalk between switches: —50 dB 


typ. @ f„ - 8 MHz. R l - 1 k il 
Matched control-input to signal-output 
capacitance: Reduces output signal 
transients 

Frequency response, switch on ■ 40 MHz 

(typ.l 

100% tested (or quieicent current at 20 V 
5-V, 10-V, end 15-V perimetric ratings 
Meets all requirements of JEDEC Tentatise 
Standard No.13A, "Standard Specifications 
for Description of "3"Series CMOS Deaices" 


MAXIMUM RATINGS. Absolute-Maximum Values 

DC S'IPPLV VOLTAGE RANGE. IV 0D > 

(Voltages rtferferctd to V 55 Terminal) 

INPUT VOLTAGE RANGE. ALL INPUTS -0 5 to V 

OC INPUT CURRENT.'ANY ONE INPUT (except lor TRANSMISSION GATE which Is 25 mA). 
POWER DISSIPATION PER PACKAGE <Pp) 

i TVPI 


For T A • -40 to *60 C (PACKAGE TYPE El 


For T a • *60 to *85 C (PACKAGE TYPE El 
For T a « -55 to *100*0 (PACKAGE TYPES 0. F. K) 
for T a - *100 to *125*C 'PACKAGE TYPES O. F. K) 

DEVICE DISSIPATION PER OUTPUT TRANSISTOR 

FOR T a • FULL PACKAGE TEMPERATURE RANGE IAII Package TypeO 
OPERATING TEMPERATURE RANGE (T A ) 

PACKAGE TYPES D, F, K. H 
PACKAGE TYPE E 

STORAGE TEMPERATURE RANGE IT, I 
LEAD TEMPERATURE IDURING SOLDERING) 

At distance 1/10 t 1/32 inch II 59 t 0 79 mml from cate for 10 t max 


RECOMMENDED OPERATING CONDITIONS 

For maximum reliability, nominal operating condition* should be selected *0 that oper¬ 
ation is always within the following ranges: 


CHARACTERISTIC 

LIMITS 

UNITS 

, Min. 

Max. 

Supply-Voltage Range {For T/\ 3 Full Package 
Temperature Range) 

3 

,8 

V 



Applications: 

■ Analog signal iwitching/multiplexing 

Signal gating Modulator 

Squelch control Demodulator 

Chopper Commutating switch 

■ Digital signal switching/Multiplexing 

■ Transmission-gate logic implementation 

■ Analog-to-digital & digital-to-analog 
conversion 

■ Digital control of frequency, impedance, 
phase, and analog-signal gain 


-0 5 10 *20 V 


500 mW 


Derate Linearly at 1 ? mW/ C to 200 mW 
500 mW 

Oyijie L'oeiriy 41 12 mW/°C lo 200 mW 


100 n .W 

-55 10 *1?5°C 
-40 10 .B5°C 
-65 10 MS0°C 

•265°C 



fig. t - Schematic diagram of t o' 4 identical 
swirchat and its auociana control 
circuitry. 












Typical Applications 














Application Hints 

Avoid reversing the power supply polarity, the device 

will fail. 


Common-Mode Input Voltage; The negative common 
mode voltage limit is one diode drop above the negative 
supply voltage. Exceeding this limit on either input will 
result rn an output phase reversal. The positive common- 
mode limit is typically IV below the positive supply 
voltagt. No output phase reversal will occur tf this limit 
is exceeded by either input. 


Output Voltage Swing vs 1$ET' Por a desired output 
voltage swing the value of the minimum load depends on 
the positive and negative output curent capability of the 
op amp. The maximum available positive output current, 
|ICL+)* D * tbe device increases with ISET whereas the 

negative output current (IcL_l * s independent of ISET- 

Figure 1 illustrates the above. 



FIGURE 1. Output Current Limit vs ISET 


Input Capacltanco: The input capacitance. C|M, of the 
LM146 is approimately 2 pF; any stray capacitance. 
Cs, Idue to external circuit circuit layout) w'll add to 
C|fs|. When resistive or active feedback is applied, an 
additional pole is added to the open loop frequency 
response of the device. For instance with resistive feed¬ 
back (Figure 2(. this pole occurs at l/2ff (R1 1 jP.21 
(CfN ♦ ^s). Make sure that this pole occurs at least 
2 octaves beyond the expected -3 dB frequency corner 
of the closed loop gam of the amplifier; if not. place a 
lead capacitor m the feedback suen that the time con¬ 
stant of this capacitor and the resistance it parallels is 
equal to the R|(C$ ♦ C|fg), where R| is the input res«s 
lance of the circuit 


N | «J 



Temperature Effect on the GCVV; The G8W /ga'm 
bandwidth product). the LM146 is directly propor 
T.o n a ! to incj and *nve r se'y proportional to the ab¬ 
solute temperature When usmg resistors to set the 
b as cur'ent >SET of the device, the GBW product will 
decease with incees'-q temperature Compensation 
can be provided b\ crearmg an I^ET current directly 
proport ona' to tf"'peraturn (set- typ ea' applications). 


Isolation Between Amplifiers: The LM146 die is iso- 
thermally layed out such that crosstalk between all 4 
amplifiers is in excess of -105 dB (DC}. Optimum 
isolation (better jhan -110 dB) occurs between ampli¬ 
fiers A ar.d D. B and C; that is, if amplifier A dissipates 
power on its output stage, amplifier D is the one which 
will be affected the least, and vice versa. Same argument 
holds for amplifiers B and C. 

LM146 Typical Performance Summary: The LM146 

typical behavior is shown in Figure 3. The device is fully 
predictable. As the set current. IgET. increases, the 
speed, the bias current, and the supply current increase 
while the noise power decreases proportionally and the 
V os remains constant. The usable GBW range of the op 
amp is 10 kHz to'3.5-4 MHz. 



wmv cuMEn I**) 



li 



»! 1 II 

iiituai 

■- rrr-"® 

IllP Ill4 (_ ||»>1 

» it 

FIGURE 3. LM146 Typical Cherecterlitici 

Low Power Supply Operation: The quad op amp oper¬ 
ates down to il.3V supply. Also, since the internal 
circuitry is b<ased through programmable current sources, \ 
no degradation of the device speed will occur. 

/ 

Speed vs Power Consumption: LM146 vs LM4250 ' 
(single programmable) Through Figure 4, we observe 
that the LM14b'^ power consumption has been opti- 
m.zed for GBW products above 200 kHz. whereas the 
LM425G wid reach a GBW of no more than 300 kHz, for 
G[iW products below 200 kHz, the LM4250 witl con¬ 
sume less 



tu»n* cuMut i.fti 


FIGURE 4 LM146 vi LM4250 
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Typical Performance Characteristics (Continued) 
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Input Noise Voltage vs 
Frequency 
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Input Noise Current vs 
Frequency 
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Voltage Follower Transient 
Response 
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TYPES 2N2217 THRU 2N2222, 2N2218A. 2N2219A. 2N2221A, 2N2222A 

N-P-N SILICON TRANSISTORS 

BULLETIN NO. DL S 7311916. MARCH 1973 


DESIGNED FOR HIGH-SPEED, MEDIUM-POWER SWITCHING 
AND GENERAL PURPOSE AMPLIFIER APPLICATIONS 

• hp£ . . . Guaranteed from 100 pA to 500 mA 

• High fj at 20 V, 20 mA . . . 300 MHz (2N2219A, 2N2222A) 

250 MHz (all others) 

• 2N2218, 2N2221 for Complementary Use with 2N2904, 2N2906 

• 2N2219, 2N2222 for Complementary Use with 2N2905, 2N2906 

•mechanical data 

Device types 2N2217, 2N2218, 2N2218A, 2N2219, and 2N2219A are in JEDEC TO-5 packages. 
Device types 2N2220, 2N2221, 2N2221A, 2N2222, and 2N2222A are in JEDEC TO-18 packages. 




•absolute maximum ratings at 25°C free-air temperature (unless otherwise noted) 



2N2217 

2N2218 

2N2219 

2N2218A 

2N2219A 

2N2220 

2N2221 

2N2222 

2N2221A 

2N2222A 

UNIT 

Collector-Base Voltage 

60 

75 

60 

75 

V 

Collector-Emitter Voltage (See Note 1) 

30 

40 

30 

40 

V 

Emitter-Base Voltage 

5 

6 

5 

6 

V 

Continuous Collector Current 

0.8 

0.8 

0.8 

0.8 

A 

Continuous Device Dissipation at lor below) 

25’C Free-Air Temperature (See Notes 2 and 31 

08 

0.8 

0.5 

0.5 

W 

Continuous Device Dissipation at (or below) j ^ 

?5 C Case Temperature (See Notes 4 and 5) 

3 

1.8 

1.8 

W 

i Operating Collector Junction Temperature Range 

-65 to 175 

°C 

1 Storage Temperature Range 

-65 to 200 

C 

\ Lead Temperature 1/16 Inch from Case for 10 Seconds 

230 | °C 


NOTES 1 The»e value* apply betwaen 0 and 500 mA collector current when the base em.tter diode it open circuited. 

2 Derate 2 N 22 17, 2N2 2 1 6. 2N 2218A. 2 N 221 9. end 2N2219A imeoMy to 1 75°C tree air temperature et the rete ot 5 33 m W/*C- 

3 Derate 2N2220, 2N2221,2N 2221 A, 2N2222, end 2N2222A linearty to 1 75° C fret-air tamperetura et the rata of 3 33 mWi'C, 

4 Derate 2N2217, 2N2218. 2N2210A, 2N2219 and 2N2219A linearly to 175° C ceie temperature et the rate o< 20 0 mW/°C. 

5. Dr-!’; 2N2220, 2N222 1. 2N222 1 A, 2N2222. end 2N2222A linearly to 1 75 J C cate temperature at the rate ot 12.0 mW/°C. 

•JEDEC rtQntered date Thu data iheet contain* an applicable reaitiereci data m eftaci at the time of publication. 
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TYPES 2N2217 THRU 2N2222, 2N2218A, 2N2219A, 2N2221A, 2N2222A 
N-P-N SILICON TRANSISTORS 


< 


2N2217 THRU 2N2222 

•electrical characteristics at 25°C free-air temperature (unless otherwise noted) 


1 

PARAMETER 

1 

TEST CONDITIONS j 

TO 5- | 

2N2217 

2N2218 

2N2219 

UNIT 

T018- j 

2N2220 

2N2221 

2N2222 



MIN MAX 

Ml N MAX 

MIN MAX 

1 Col lac tor-Base 

v (8RICBO „ 1 1C • 10 mA, l£ - 0 

Breakdown Voltage 

60 

60 

60 

V 

! Collector-Emitter 

l v IBRICEO „ LH „ .... 1 lc-’ 0mA . 'a-Q. Sm Note 6 . 

Breakdown Voltage | 

30 

30 

30 

V 

! Emitter-Bast 

1 v IBR)EBO „ . . I £ -10 hA. I C -Q 

Breakdown Voltage 

5 | 

5 

5 

V 

Collector Cutoff 

Vcb " 50 V, lg • 0 

10 | 

10 

10 

nA 

j Current 

Vca*50V. Ig-O. T A - 1 50°C | 

10 | 

10 

10 

(iA 

! I^BO Emitter Cutoff Current 

V EB - 3 V. Ic - 0 

10 1 

10 

10 

nA 

I \ 

I 

V C E “ 10 V. Ic “ 100 *iA 

I 

20 

35 


VCE "10V, Ic* 1mA 

12 

25 

50 

Static Forward Current 

hcc 

Transfer Ratio 

Vc£ " 10 V. I C -10mA j 

See Note 6 | 

17 

35 

75 

Vqe • 10 V, Ic * 150 mA i 

20 60 

40 120 

ICO 300 

VcE * 10 V. Iq • 500 mA 


20 

30 

Vce "IV, Ic * 150 mA 

10 

20 

50 1 

i Vgg Base-Emitter Voltage 

1 q ■ 15 m A, 1 c " 150mA 

Sea Note 6 

1.3 1 

1.3 

1.3 

V 

1Q • 50 mA, Iq ■ 500 mA 


2.6 

2.6 

Collector-Emitter 
| CE(,at) Saturation Voltage 

l0-15mA, Ic" 150mA 

Sea Note 6 

0.4 

0.4 

0 4 

V 

i l0-5OmA, Ic “ 500 mA 


1.6 

1.6 

Small-Signal 

j Common-Emitter 

Forward Current 

Transfer Ratio 

V CE -20V, l C -20mA, f-100 MHz 

• 

2.5 

2.5 

25 


j fj Transition Frequency 

VcE “ 20 V, lc"20mA, See Note 7 

250 

250 

250 

MHz 

Common-Base 

c obo Open-Circuit 

Output Capacitance 

Vcb - io v. i£ - o, f -1 mhi 

B 

8 

8 

pF 

Real Part of 
j Small-Signal 

j ie(rael) Common-Emitter 

[ Input Impedance 

VcE - 20 V, lc - 20 mA, 1 - 300 MHj 

60 

60 

60 

n 


NOTES: 6. These per*materi muit be measured using pulit technique*. t w • 300 n». duty cycle < 2%. 

7. To obtain fy, tha hfgl ruponw with frequency it extrapolated at tha rata of -0 dB oar octava from f • 100 MHt to tha 
frequancy at which h f# ! - 1. 


switching characteristics at 25°C free-air temperature 


PARAMETER 

TEST CONDITIONS’ 

TYP 

UNIT 

t<j Delay Time 

V CC "30V ( lQ" 150mA, 10(1)" 15mA, 

v BE(off) " —0.5 V, See Figure 1 

5 

ns 

t r Rise Time 

15 

ns 

t* Storage Time 

V CC -30V. Ic “ 1&0mA, 'B(1)"15mA, 

Ib( 2 )" — 16 mA, See Figure 2 

190 

ns 

tf Fall Time 

23 

ni 


^Voltage and currant values ihown art nominal, exact values very slightly w-th tranalitor paramatara. 
•JE DEC registered data 
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TYPES 2N2217 THRU 2N2222, 2PJ221SA, 2N2219A, 2N2221A, 2N2222A 

N-P-N SILICON TRANSISTORS 



CH '• 

:« 



2N2218A, 2N2219A, 2N2221A, 2N2222A 
•electrical characteristics at 25°C free-air temperature (unless otherwise noted) 





TO-5- 

2N2218A 

2N2219A 



PARAMETER 

TEST CONDITIONS 

TO-18- 

2N2221A 

2N2222A 

UNIT 


. - 


/ 

MIN 

MAX | 

MIN 

MAX | 


V(8R)CB0 

Collector-Base Breakdown Voltage 

I C -10mA, l E -0 / | 

75 

75 

V 

Vibriceo 

Collector-Emitter Breakdown Voltage 

lC • 10 mA, lg - 0, 

See Note 6 | 

40 

40 

V 

v (BRIEBO 

Em«tter-8ase Breakdown Voltage 

'E-IQ^A. i c - o 

6 

& 

V 

'CBO 

Collector Cutoff Current 

V C0 -60 V, l E - 0 

10 

10 

nA 

Vcq • 60 V, l E - 0, 

T A “ 160°C 

10 

10 

«A 

: 'CEV 

Collector Cutoff Current 

V CE - 60 V, V BE - -3 V 

10 

10 

nA 

!~BEV 

Base Cutoff Current 

V CE -60 V, V BE - -3 V 

-20 

-20 

nA 

'EBO 

Emitter Cutoff Current 

Veb’ 3 v . 'C*0 

10 

10 

nA 



Vce “ 10 V, Iq ■ 100 *iA 

20 

35 




Vqc - 10 V, Iq * 1 mA 

25 

50 




V C E “ 10 V. I C - 10 mA 


35 

75 



Static Forward Current 

VCE“10V, Ic “ 150 mA 


40 

120 

100 

300 


j 

Transfer Ratio 

V CE - 10 V. Iq - 500 mA 

See Note 6 

25 

40 




VcE • 1 V, Iq ■ 150 mA 

20 

50 

- 


i 

! 


V C E - 10 V. I C - 10 mA, 
T A - -55° C 


15 

35 


v BE 

Bas^-Emitter Voltage 

lg - 15 mA, Ic ■ 150 mA 

See Note 6 

0.6 

1.2 

or.6 

1.2 


lg * 50 mA, Ic • 500 mA 

2 

2 


v CEIui) 

Collector-Emitter Saturation Voltage 

|lg-15mA, lc“150mA 

See Note 6 

0.3 

0.3 


lg-50mA, Ic* 500mA 

1 

1 



Srrrll-Signal Common-Emitter 

IV C E * 10 V, Ic* 1 mA 


1 3.5 

2 

8 

kft 

n H 

Input Impedance 

1 V CE - 10 V, Ic - 10 mA 


0.2 1 

0.25 

1.25 

1- 

1 h„ 

Small-Signal Forward Current 

' Vce -10 V, Ic “ 1 mA 


30 

150 

50 

300 


Transfer Ratio 

l V CE - 10 V, I C - 10mA 

f • 1 kHz 

50 

300 

75 

375 



Small-Signal Common-Emitter 

jVcE “10 V, Ic * 1 mA 

5x10~* 

Bxio -4 


1 h r» 

Reverse Voltage Transfer Ratio 

1 V CE - 10 V. I C - 10 mA 


2.5xlU-‘ 1 

4x10 4 



Small-Signal Common-Emitter 

Vqe* 10V, l C - 1 mA 


3 

15 

5 

35 



Output Admittance 

VCE “10V, Ic “ 10 mA 


10 

100 

25 

200. 

"”’ h0 

hie 1 

Small Signal Common-Emitter 
Forward Current Tren*fer Ratio 

Vce " 20 V, l c - 20 mA, 

I - 100 MHz 

2.5 

3 


«T 

Transition Frequency 

: Vqe “ 20 V, Ic “ 20 mA, 

See Note 7 

250 

300 

Ml-li 

^obo 

Common-Base Open-Circuit 

Output Capacitance 

Vqb - 10 V, l E - o. 

f - 100 kHz 

8 

8 

pF 

1 ^ibo 

Common-Base Open-Circuit 

Input Capacitance 

V EB -0.5 V, l C *0. 

f - 100 kHz 

25 

25 

pF 

Ne(real) 

Real Part of Small-Signal 
Common-Emitter Input Impedance 

1- 

jVcE " 20 V, Ic “ 20 mA, 

f - 300 MHz 

! 

i 

60 

n 

[ r b 

Collector-Base Time Constant 

jVcE “ 20 V, Ic * 20 mA, 

f - 31.B MHz 

_ 

150 

150 

P« 


NOTES 6. Th»t# parameter* rmjit be m««ur*d using pult# technique* • 300 M». duty cycle ^ 2 \- 

7. To obtain 1j, the |hf B | reiponM with frequency l« extrapolated et the rate of *6 00 per octave from f - 100 Mhj to the 
frequency it which Fm*|* 1. 
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TYPES 2N2217 THRU 2N2222, 2N2218A, 2N2219A, 2N2221A. 2N2222A 
N-P-N SILICON TRANSISTORS 

•operating characteristics at 25°C free*air temperature 


PARAMETER 
F Spot None Figure 


TEST CONDITIONS j TO-18 

V C E - 10 V, j c - 10t, *iA, Rq - 1 kil, f - 1 kHz 


TO-5- 1 

2N2218A 1 

2N2219A j 


TO 18- 

2N2221A 

2N2222A | 

UNIT 


MAX 

MAX ! 


■ 1 kHi j 

1 

4 

dB 



TO-5- 

2N2218A 

2N2219A 

TEST CONDITIONS 1 

TO-18- 

2N2221A 

2N2222A 



MAX 1 

MAX 

W m /m ■ T A W 1 a ■ 1 C A A 


10 ; 

10 

V 0 C Jv v, *C" * ou mn, 

Vnr i ■ - A C W 

Iflll) “ 'B mA, 

25 

25 

v BE (off) —v-o v, 

See Figure 1 

2.5 

2.5 

V G q " 30 V, l G • 150 mA, 

lam “ '5 mA, 

225 

225 

Ib< 2 ) " -'5 mA, 

See Figure 2 

60 

60 


•switching characteristics at 25°C frae-air temperature 


PARAMETER TEST CONDITIONS' TO-18- 

! 1 - 

tn Delay Time 

—- - -H Vcc " 30 V, l C - 150mA, l B m-15mA, 

i i, Rise Time 

I-t - ^BE(off) " “0-5 V, See Figure 1 

Active Region Time Constant * 

ItJ Storage T ime V G q ■ 30 V, [£• 150 mA, *BU)“'5mA, 

tf Fall Time 1 B<2) " —15 ^A, See Figure 2 

* Voltage and currant values shown are nominal, exact values vary slightly with transistor parameters. 

t *r 

♦ Under the given conditions r a Is equal to — . * 

10 

~ ~~~~ ^PARAMETERMEASUREMENT INFORMATION 

♦9.9 V ---- - 

O +30 V 

S*"« _ 0 . 6V - 1_' NPUT 

i - O OUTPUT 

619 0 /p*\ _ l r 

'NPUT 10%X j 

' \ | OUTPUT 

4 r 90%^— 

TEST CIRCUIT VOLTAGE WAVEFORMS 

FIGURE 1—DELAY AND RISE TIMES 

♦ 16.2 V— r—i 



♦ 16.2 V-— ■ — 

-13.8 V _ 


20 kn 

—O OUTPUT 

so n 



10 % 

OUTPUT 


TEST CIRCUIT 


VOLTAGE WAVEFORMS 


FIGURE 2-STORAGE AND FALL TIMES 

NOTES: a. The input waveform* have the following characteristics: For Figure 1 , t r «£ 2 ns, tyy < 200 nt, duty cycle < 2%. for Figure 2. 
tf <5 ns, ty* *» 100 *i«, duty cycle < 17% 

b. Ail weveforms are moniro- sd on an osoiiosdope with the following characteristics: t r < 3 ns, fl tn > 100 kH, C| n < 12 pF. 
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CHIP TYPE N24 

N-P-N SILICON TRANSISTORS 


• N24 is a 19 X 19-mil, epitaxial, planar, direct-contact chip 

• Available in TO-5, TO-18, TO-39, a short-can version of TO-78, 
plastic dual-in-line quad, and Sitecrf packages 

• For use in general purpose amplifier and medium-current 
switching circuits 



electrical and operating characteristics at 25°C free-air temperature 







OBSERVED VALUES| 



rnn^IVI w 1 L If 




LOW 

TYP 

HIGH 


v (BR)CBO 

Collector-Bate Breakdown Voltage 

! C - 100 mA, 

l E -0 


80* 

100 


V 

v IBR)CEO 

Collector-Emitter 

Breakdown Voltage 

I C - 10 mA, 

CD 

• 

O 

See Note 1 

35* 

45 


V 

v IBR|EBO 

Emitter-Base Breakdown Voltage 

t e - 100 uA, 

I C - 0 

, 

6 4 

6 5 


V 

( CBO 

Collector Cutoff Current 

Vcb-50 V, 

'E -0 



<1 

100 

nA 

'EBO 

Emitter Cutoff Current 

V EB ■ 4 V. 

l c - 0 



<1 

100 

nA 



V C £ - 10 V, 

•C “ 1 m A 


20 

70 



h EE 

Static Forward Current 

V C E ■ 10 V. 

Iq - 10 mA 


50 

100 



Transfer Ratio 

V C £ * 10 V, 

IC • 150 mA 

See Note 1 

50 

120 

600 




VcE * 1° v - 

IC ■ 500 mA 


20 

95 



VflE 

Bate-Emitter Voltage 

10-15 mA. 

IC • 150 mA 


0.95 1 


lg • 50 mA, 

IC ■ 500 mA 


1.15 


v CE(Mtl 

Collector-Emitter 

1 g - 15 mA, 

lC * 1 50 mA 

See Note 1 


0.15 

0.3 


Saturation Voltage 

lg - 50 mA, 

lC • 500 mA 

0.4 


h |* 

Small-Signal Common-Emitter 

Input Impedance 




0.5 

2 


kfl 

h fe 

Sma!:-Signal Common-Emitter 
Forward Current Transfer Ratio 

V CE * 10 V, 

IC • 1 mA, 

f • 1 kHt 

20 

75 




Smell-Signal Common-Emitter 


0 8 x 

6 x 


h re 

Reverse Voltage Transfer Ratio 





10- 4 

10~4 



Small-Signal Common-Emitter 
Output Admittance 





6 

20 

pmho 

'T 

Transition Frequency 

V CE • 10 V. 

Iq ■ 50 mA, 

1 - 100 MHi 

100 

400 


MHt 

^obo 

Common-Base Open-Circuit 

Output Capacitance 

v ca - lov. 

l E -0 

f - 1 MHt, 

See Notes 2 and 3 


4.5 

12 

pF 

c ibo 

Common-Base Open-Circuit 

Input Capacitance 

Veb-osv, 

lc - 0 


20 

30 

pF 

Ccb 

Collector-Base Capacitance 

V C0 - 10 V 

l E " 0 



4 0 


pF 

<d 

Delay Time 

Vcc-30 V, 

IC % 150 mA, 

2N2218A 

5 


j t r Rue Time 

'Bill * 15mA, 

v BEIolll * -0.5 V 

Data 

15 



Storage Time 

Vcc-oov, 

lc * 150 mA, 

Sheet 

190 


<i 

Fell Time 

l B ll) « 15mA, 

lg(2) * —15 mA 

Circuit 

23 


>d 

Delay Time 

V C C-30V. 

IC ** 150 mA, 


6 


| t r P ite Time 

V BE(off) "* ^4.1 V. See F.gure 1 


15 



Storage Time 

VCC - 30 V. 

1 c ** 160 mA, 

'Bill " 15mA, 

190 

in 


Fall Time 

10121 - -15mA 



23 

i 


^Trademark of Texa* ln«trum#nt* 

*Th#*e valuat do not modify guaranteed limit* for *p*ci<ic davica* and do not lusttfy oparation in exeats of abtoiuta maximum racing*. 

NOT65: 1. The** parameters ware measured uting pulse tachniQuai t w • 300 u*. duty cycla < 2%. 

2. Capacitance maaiuramant* war* mid* ufmg chip* mounted m TO 5 package* 

3. C C b m*iiur«m#nf employ* a three-terminal capacitance pridg* incorporating a guard circuit, Tha emitter I* connactad to th* 
guard terminal of tha bridge. C 0 p 0 end Cj 00 measurement* ere made with the third terminal floating 


5-io2 Texas Instruments 

I NCOH l’n« A T t D 

*0*T OaaiCf IO» *01} . OHL*l TfXA* mi] 
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CHIP TYPE N24 
N-P-N SILICON TRANSISTORS 


Vf)B ‘ -«.1 V 
11 kfl 


PARAMETER MEASUREMENT INFORMATION 

V CC - 30 V t, < 1 m t( < 10 m 


t r < 1m 
10 V-i— 



1 1 
*l’d I* - I 
I I 

-'r 


'oil *H 


r-'i H 



10% > 
OUTPUT 


TEST CIRCUIT 


(See Notes • end b) 
VOLTAGE WAVEFORMS 


NOTES: a. Tha input waveforms arc suppliad by a ganarator with tha following charecttrist'ci: Z ou! • BO IT. tor manuring and t, 
t w * 200 ns, duty cycle <> 2*.; lor manuring t g and tj, « 10 m, duty cycla ^ 2%. 
b. Wavaforms ara monltorad on an oscilloicopa with tha following charactarittlci: t r * 1 ns, R (n < 100 kfl, C| n < 7 pF. 

FIGURE 1-SWITCHING TIMES 


* 

TYPICAL CHARACTERISTICS 


CBO«T A 

Normallied hpg yi Iq 

V BE « 'C 


uu44— 


tSitrli 


•0 «0 H 

iwAnTM^ntn-'C 

100 

010*1 *10 40 '00 40Q 1000 

Ip -C4II«C1!>« Cuikvoi - mA 

0 1 04 1 4 10 40 '00 400 1000 

lp-C4IIHa C«irtnl>«it 

FIGURE 2 


FIGURE 3 

FIGURE 4 

V BE v* lc 


VcElsat) w lc 

VcEUat) « >C 


«' 0 4 1 « 10 40 ' 00 400 'OOO 

>p-C4'>«"0> Cu'i^'-mA 

o * 

0 4' 4 '<5 40 '(W 400 'UOO 

•p - Cm"1» <•%* 

0 ' 

0 4 * 4 10 4b 19 

'p-C4<<*'0> Cwn«ni-ffMk 

FIGURE 6 


FIGURE 6 


FIOURE 7 

^OT£ 1 Tha»a par»imetari wara maaiurtd using ou 

iia tachniquai - 300 mi. duty cycia < 2V 
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LM733/LM733C 



Nahonal 

Semiconductor 


Industrial Blocks 


LM733/LM733C Differential Video Amp 


General Description 

The LM 733/LM733C is a two-stage, differential 
input, differential output, wide-ba r 'h video ampli¬ 
fier. The use of internal Series-shunt leedback gives 
wide bandwioth with low phase distortion and high 
gain stability. Emitter-follower outputs provide a 
high current drive, low impedance capability. It's 
120 MHz bandwidth and selectable gams of 10, 
100, and 400, without need for frequency compen¬ 
sation, make it a very useful circuit for memory 
element drivers, pulse amplifiers, and wide band 
linear gain ; : -ges. 

The LM733 is specified for operation over the 
-55°C to +125 C military temperature range The 
LM733C is specified for operation over the 0°C 
to +70°C temperature range. 


Schematic and Connection Diagrams 


Features 

■ 120 MHz bandwidth 

■ 250 kft input resistance 

■ Selectable gams of 10. 100. 400 

■ No frequency compensation 

■ High common mode rejection ratio at high 
frequencies. 


Applications 

■ Magnetic tape systems 

■ Disk file memories 

■ Thin and thick film memories 

■ Woven and plated wire memories 

■ Wide band video amplifiers. 


DuaMn-Lipe Package 






Order Number LM733CN 
See NS Package N }4A 


Metal Can Package 



N»»k«n ■« 0l» 




a til I !■ cat* 

Test Circuits 


Order Number LM733H or LM733CH 
See NS Package H10D 

Teat Circuit 1 

Twt Circuit 2 

Voltage Gam Adjust Circuit 













Absolute Maximum Ratings 


Differential Input Voltage 

±5V 

Common Mode Input Voltage 

±6V 

v cc 

i8V 

Output Current 

10 mA 

Power Dissipation (Note 1) 

500 mW 

Junction Temperature 

+150° C 

Storage Temperature Range 

-65°C to +150°C 

Operating Temperature Range LM7 33 

-55°C to +125°C 

LM733C 

0°C to +7Q°C 

Lead Temperature (Soldering, 10 sec) 

300°C 

Electrical Characteristics rr A 

■ 25°C, unless otherwise specified, see test circuits, V, 


CHARACTERISTICS 


Dlffaranti*l Voltaga Gain 
Ga<n 1 (Not* 2) 

Gain 2 UNota 31 
Gam 3 (Not* 4| 
Bandwidth 
Gam 1 
Gam 2 
Gam 3 


Propagation Oaf ay 
Gam f 
Gam 2 
Gam 3 

Input Ratutanca 
Gain I 
Gam 2 
• Gam 3 
Input Caoacltanca 
Input Olfiat Cuirtnl 
Input 6>at Currant 
Input Noi»a Voltage 
Input Voltage Raiga » 

Common Mode Rejection Ratio 
Gam 2 
Gam 2 

Supply Voltage Rejection Ratio 
Gam 2 

Output Offwt Voitaga 
Gam 1 

Gam 2 and 3 

Output Common Mod# Voltage 
Output Voltage Swing 
Output Sink Currant 
Output Ran nance 
Power Supply Currant 


TEST CONDITIONS 


1 I R t -2kn V O ut*3V 0 , 


Vout • 1 V„ 


V 0U T - 1 V„ 


BW ■ 1 kHz to 10 MHz 


1 V CM "11V I £ 100VHI 
Vru • »1V I • 5 MHI 


t AVg«t0.5V 


1 R^ ■ 

! R L «2k 


D -3 2 
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ANALOG OlVlSiCN 


JUNE 1983 


PHASE LOCKED LOOP 


DESCRIPTION 

The NE564 is a versatile, high guaranteed 
frequency Phase Locked Loop designed 
for operation up to 50MHz. As shown in 
the block diagram, the NE564 consists of 
a VCO, limiter, phase comparator, and 
post detection processor, 

APPLICATIONS 

• High speed modems 

• FSK receivers and transmitters 

• Frequency synthesizers 

• Signal generators 

• Various satcom/TV aystems 

FEATURES 

• Operation with tingle 5V supply 

• TTL compatible Inputs and outputs 

• Guaranteed operation to 50MHz 

• External loop gain control 

• Reduced carrier feedthrough 

• No elaborate filtering needed In FSK 
applications 

• Can be used as a modulator 

• Variable loop gain (Externally 
Controlled) 

ABSOLUTE MAXIMUM RATINGS 


NE/SE564 


OUTLINE OF SETUP PROCEDURE PIN CONFIGURATION 


1. Determine operating frequency of the 
VCO-. 

if -•* N in feedback loop, then 
f 0 =i N x f in . 

2. Calculate value of the VCO frequency 
set capacitor: 

1 

Cq -- 

2500 f 0 

3. Set l 2 (current sinking into Pin 2) for 
a 2(X)*A. After operation is obtained, 
this value may be adjusted for best 
dynamic behavior. 

4. ChecK VCO output frequency with digi¬ 
tal counter at Pin 9 of device (loop open, 
VCO to $ del.). Adjust C 0 trim or fre¬ 
quency adj. Pin 4-5 for exact center fre¬ 
quency if needed. 

5. Close loop and inject Input signal to Pin 

6. Monitor pin 3 and 6 with two channel 
scope. Lock should occur with a<*>j, 6 
equal to 90* (phase error). 

0. If pul9ed burst or ramp frequency Is 
used for Input signal, special loop filter 


D, I, N PACKAGE 


«E 

LOO* OAiN - 

COWTHOC | 1 
•**rr to w»M _ 

COM''**ATO* LL 
PROM VCO 
IOC* HTW ^ 

100* FIJI A [T 

ni'W wrur [T" 
rv*j Fire* fT 

a***® {X 


TTj m olttpvt 

X] MV4Tf»W MT 

77] amaloo output 
TT; mo mt car 
77] fmq srr cap 
77] vco outwt Mi 

To] v+ 

Tj VCO OUTPUT TTV 


TOP VIEW 


ORDER NUMBERS 
MENE,'SE5S4N 
N&MSS40 * 



PARAMETER 


1 RATING 1 

UNIT 

v+ 

Supply voltage 


! 

V 1 

■ Pd 

Pin 1 

Pm iO 

Power dissipation 


1 ’< 

1 6 

600 , 

mW 

t* 

Operating temperature 

NE 

0 10 70 

•c 


Operating temperature 

SB 

-65 10+125 


l '«to 

Storage temperature 


-65 to t50 

•c 

NOTE. 

Opwrion above S volt* will raqu'rt haaiainking of me caaa. 




BLOCK DIAGRAM 


design may be required In place ol aim. 
pie single capacitor fitter an Pin 4 and 5. 
(See PLL application section In Analog 
Manual.) 

7. The Input signal to Pin 6 and the VCO 
feedback signal to Pin 3 must have a 
duty cycle ol 50% lor proper operation 
ol the phase detector. Due to the nature 
of a balanced mixer It signals are not 
50% in duty cycle, D.C. ollsets will 
occur In the loop which tend to create an 
artificial or biased VCO offset. 

8. For multiplier circuits where phase Jitter 
Is a problem, loop filter capacitors may 
be Increased to a value ot 10-50«F on 
Pin 4, 5. Also carelul supply decoupling 
may be necessary. This includes the 
counter chain V^ lines. 


NE564 

PHASE LOCKED FREQUENCY 
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PHASE LOCKED LOOP - NE/SE564 


ELECTRICAL CHARACTERISTICS V cc ■ 5V, T a » 25 *C, l 0 * 5MHz, t e ■ 400^A unless otherwise specified 


1 1 

PARAMETER 

TEST CONDITIONS ! 

SE564 

NE564 | 


Min I 

Typ 1 

Max 1 

Min 

Typ 

Max 


Maximum VCO frequency i 

C,»0 

60 

65 1 

i 

45 

60 


MHZ 

Lock range 

Input a 200mVrms T A = 25"C 

40 i 

70 


40 | 

70 


% ol f 0 ! 


*= 125 *C 

20 

30 







= - 55 *C | 

»0*C 

50 | 

1 

80 

i 

1 

| 

70 




•= 70*C 



1 


40 



Capture range 

Inoul 2 200mVrms, R 2 = 27(1 

20 ! 

30 1 

! 

20 j 

30 


% Of l„ 

VCO frequency drift with 

f 0 = 5MHz, T A = -55‘C to 125'C 

I 

| 

400 1 

1000 1 




ppwrc 

temperature 

■ 0*C to 7G*C 

1 




400 

1250 



f o .500KHZ, T a = -55‘Cto 125*C 

' 

250 

500 






= O'C to 7Q*C 





400 

850 


VCO tree running frequency ' 

' C '“ 80pF 

4 

5 

6 

3,5 

5 

7 

MHz 


R c m 1000 "Internal" 








• VCO frequency cnange wltn j 

V CC «=4.5V 10 5.5V 

” ! 

3 

8 


3 

8 

% of f 0 

supply voltage 




I 

I 




Demodu’ated output volt age 

Modulation frequency: IK Hz 1 









! 0 = 5MHz, input deviation: j 









2%T = 25’C 

16 

28 


16 

28 


mVrms 


1%T * 25*C 

S 

14 


6 

14 


mVrms 


“O’C 





13 


mVrms 


• - 55 *C 

6 

10 





mVrms 


-70*C 





15 


mVrms 

* 

»125*C 

12 

18 





mVrms 

Distortion 

Deviation: 1% to 8% 


i 1 



1 


% 

S gnai to noise ratio 

Std. condlllon, 1% lo 10% dev. 

j 

! «o 



40 


da 

AM rejection 

Std. condllion, 30% AM 

j .... | 

35 



35 


d8 

Demodula'ed Output at 

Modulation frequency: iKHz 

1 







operating voltage 

l 0 k 5MHz, input deviation: 1% 

I 








V CC =<.bV 

7 

12 


7 

12 


mVrms 


V cc - 5.5V 

8 

| 14 


6 

14 


mVrms 

Supply Current 

Vcc=5Vl„ l, 0 

j 

i « 

60 


45 

60 

mA 

Output 



1 






- 1 " output leakage current 

V ou t = 5V, Pin 16,9 


1 

20 


1 

20 

mA 

"O' output voltage 

1 Iqut = 2mA, Pin 16, 9 

| 

I 0.3 

0.6 


0.3 

0.6 

V 


Iqut = 6mA, Pin 16, 3 

1_ 

| 0.4 

0.8 


0.4 

0.8 

V 


TYPICAL PERFORMANCE CHARACTERISTICS _ 

LOCK RANGE vs SIGNAL INPUT VCO CAPACITOR vs FREQUENCY 


SE/NE 664 TEST CIRCUIT 





J 
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CD4067B, CD4097B Types 































CD4067B, CD4097B Types 

ELECTRICAL CHARACTERISTICS (Cool'd) 


TEST CIRCUITS (Cool'd) 


TEST CONDITIONS \ 

(VI 

-- 

V DD 

<V> 

«L 

(KOI 



CHARAC¬ 

TERISTIC 


Cutoff 5* i 10; 1 

1-3081 j 
Frequency j V 
Channel ON 20log—--3d8 
ISmeWave Vj, 

Inpull 


Total JL a 1 

• Harmonic 3* 10 ] 10 

| Distortion, fT« 77 

1 ThD [-5-LLJ- 

i_ t, s * 1 kHj sine wave 

j -40c9 5 * 1 10 1 1 

j Feeatnrough 
Frequency v os 

(All Channels 20log—--40dB 
I OFF v 'i 


TYPICAL | 
VALUES I units 


CQ4Q67 

CD4097 


V 0 , at Any Channel 


, V QJ at Common OyT/lN 
V 0J at Any Channel 


CD4067 
C04097 "i 


Ptik to pa»* volug* symmetrical about 
Worn (IU 

Both and* oI cntnml, 


V DD' V SS 

2 


>00 __ 

::E 

::iq 


•• q: ,"p 

:E 

Output I 


fig. 11- Turn-o* and turn-off propagation daiay-sddrau talact input to ngnai output 
fa g. maatu'ad on channat 0). 



Signal Cross- 


Between Any 2 Channels 4 

t \ 


talk (Fre- 

^os 

Between ] Measured on Common 

10 


—40 d8l 

V IS 

CD4Q97 Measured on Any 

Only Channel 

18 



- 1 10 1 10* 




Address or- 
InhiDit-to- 
Signal 
Crosstalk 

V SS 4 °- >r 'l*2° "I. 
v c =v D0 -v ss 

(Square Wave) 


75 

mV 

(Peak) 


1 + aw " T 1 

•iciirnt 

Fig. 10- Quiatcanr davtca currant. 


»JO 

s 

>oo 



Fig. 12— Turn-on and 
inhibit input 
on chtnnti 1). 


turn-off propagation daiay — 
o i<gcat output (a f maaturad 
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CD4067B, CD4097B Types 


ELECTRICAL CHARACTERISTICS ICont'd) 


TEST CIRCUITS 


CHARAC¬ 

TERISTIC 


Input 

' Current, 
l|fvj Max. 

; Propagation 
j Delay Time: 

Address or 
inhiDiwa- 
, Signal OUT 
(Channel 
lurmng ON) 

I Address oi 
I inhibit to 
j Signal OUT 
I (Channel 


j CONDHIONS j 

V„ v ss 

IV1 (VI 

_ 

V DD 

(VI 

V IN - 0, 18 V 

1 18 

r L '10k«>.c L ‘ j 

50 pF, t f .ij *20 ns 

0 

r 5 

0 

10 i 

0 


R l -300 U.Cl* 

50 pF. t,.tf-20 m 

f 0 

p 

i 0 

1 10 j 

! ° 

1 15 

J- 


ln P ut 

Capaci- I Any Address or 
tance, Cj^g | Inhibit Input 


LIMITS at Indicated Temperature (°C) 
Values at -55, *25. *125 -Apply to D. F, K. H. pKp 
Values at -40,*25. + 85,apply to E pkg 


± 0.1 ± 0.1 ±1 


*»_ 

Typ 

Ma«. 

HO -5 

10.1 

325 

650 

135 

270 

95 

190 

220 

440 

90 

180 

65 

130 

5 

7.5 


—j 4 

V CD - | 

V /T\_- 





i * 


MAXIMUM RATINGS, Absolute-Maximum Values: 

DC supply-voltage range, <v od ) 

(Voltage* referenced to Vss Terminal). -0.6 to *20 V 

INPUT VOLTAGE RANGE, ALL INPUTS.-0.5 to V D0 ♦0.6 V 

DC INPUT CURRENT, ANY ONE INPUT. 110 mA 

POWER DISSIPATION PER PACKAGE |P()1: 

For T A • -40 to ♦60°C iPACKAGE TYPE El. 500 mW 

For T A -+60 to ♦85°C (PACKAGE TYPE E).Derate Linearly at 12 mW/°C to 200 mW 

For T a . -55 to OOO'C (PACKAGE TYPES D, F, K). 500 mW 

For T A « *100 to *125*0 (PACKAGE TYPES 0. F, K) .... Derate Linearly all 2 mW/*C to 200 mW 
DEVICE DISSIPATION PER OUTPUT TRANSISTOR 

FOR T A - FULL PACKAGE-TEMPERATURE RANGE (AM'Package Type*). 100 mW 

OPERATING-TEMPERATURE RANGE (Ta>- 

PACKAGE TYPES D, F. K. H.-55to*125“C 

PACKAGE TYPE E..-40tO*85*C 

STORAGE TEMPERATURE RANGE IT„ g )..—. -65toM50°C 

LEAD TEMPERATURE (DURING SOLDERING): 

At onrjnce t/t6 t t/32 men (t.59 i 0.79 mm) from o«»e/or 10 • ma*.. ♦265°C 




FPn 3: 


c»40 *7 


Fig. 7-OFF chenna/ laakaga currant-any channai OFF. 



± 1 

. .. 


Fig 8— Input roltaga—maatura <2 pA on all OFF channalt 
(a g . channai 12). 


Fig 9-OFF channai laakaga currant-ail channgit OFF 
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CD4067B, CD4097B Types 



CMOS Analog 

Multiplexers/Demultiplexers 


High-Voltage Types (20-Volt Rating) 

CD4067B - Single 16-Channel 

Multiplexer/Demultiplexer 

CD4097B — Differential 8-Channel 

Multiplexer/Demultiplexer 

Tne RCA-CD4067B and CD4097B CMOS 
analog multiplexers/demuttipiexers* ire digi¬ 
tally controlled analog twitches hiving low 
ON impedance, low OFF leakage current, and 
internal address decoding, In addition, the 
ON resistance is relatively constant over the 
full input-signal range. 

The CD4067B is a 16-channel multiplexer 
with four binary control-inputs, A.B.C.O, and 
an inhibit input, arranged so that any com¬ 
bination of the inputs selects one switch. 
The CD4097B is a differential 8-channel multi¬ 
plexer having three binary control inputs A, 
8, C, and an inhibit input. The inputs permit 
selection of one of eight pairs of switches. 

A logic "1 "present et the inhibit input turns 
all channels off. 

The CD4067 andCD4097ereaupplied In24- 
lead dual-in-line welded-seal ceramic pack¬ 
ages (D suffix), 24-lead dual-in-line frit-seal 
ceramic packages (F suffix), 24-lead dual- 
in-lme plastic packages (E suffix), 24-lead 
ceramic flat packages (K suffix), and inchip 
form {H suffix). 


Features: 

■ Low ON resistance: 125 ft (typ.) over 15 
Vp.p signal-input range for Vqq-Vjs-IS V 

■ High OFF resistance: channel leakage of 
110 pA (typ.) @ Vqd-VsS^IO V 

■ Matched switch characteristics: RON*5 ft (typ.) 
for Vdd~VSS"15> V 

■ Very low quiescent power dissipation under 
all digital-control input and supply conditions: 

0.2 pW /typ.) V 0 O-V$S* 1 O V 

■ Binary address decoding on chip 

■ 5-V, 10-V, and 15-V parametric ratings 

■ 100% tested for quiescent current at 20 V 

■ Standardized symmetrical output 
characteristics 

■ Maximum input Current of 1 pA at 18 V 
over full package temperature range; 

100 nA at IB V and 25°C 

■ Meets all requirements of JEDEC Tentative 
Standard No. 13A, "Standard Specifications 
for Description of *B’ Series CMOS Devices” 

Applications: 

■ Analog and digital multiplexing and demultiplexing 

■ A/D and D/A conversion 

■ Signal gating 




1 


TCNMIN4L ASVOWMCNT 

*icw««r» 


*VVn«n met* device* #r# used «« demultiplexers. 
tne ch»nn«t .n/out terminals ere the outputs end 
me common out/m terminal! ere the inputs- 


Recommended Operating Conditions at 
■ 25°C (Unless Otherwise Specified) 
For maximum reliability, nominal operating 
conditions should be selected so that opera 
non is always within the following ranges. 


Values shown apply to all types except as 
noted 


Characteristic 

Min. 

Max. 

Units 

Supply Voltage Range 
(TFull Package- 
Temp. Range) 

3 

18 

V 

fylultiplexer Switch Input 

1 Current Capability 

- 

25 

mA 

| Output Load Resistance 

100 1 - 



NOTE 


In certain application!, the externel load rentier 
current may include both Vqq end Signal-line 
component! To evoid drawing Vqq current when 
twitch current Howl into ihe trammution gaie 
input!, the voltage drop acrois the bidirectional 
iwitch mutt not e»ceed 0 9 volt (calculated from 
^ON *e'ufs ihown in ELECTRICAL CHARAC 
TEHISTICS CHART). No Vqo Current will Mow 
through Rj_ il the switch current llOwt mlO 
term.nei i on the CD4067, terminals 1 and 17 on 
tne CD4097. 





D-4 7 












LM124/LM224/LM324, LM124A/ 
LM224A/LM324A, LM2902 


( % 


Typical Performance Characteristics iLM 2902 om y ) 


input Current 



V* - SUPPLY VOlTAGi tVoc) 


Application Hints 


The LM124 series are op amps which operate with only 
a single power supply voltage, have true-differential 
inputs, and remain in the linear mode with an input 
common-mode voltage of 0 Voc- These amplifiers 
operate over a wide range of power supply voltage with 
tittle change in performance characteristics. At 25°C 
amplifier operation is possible down to a minimum 
supply voltage of 2.3 V DC . 

The pinouts of the package have been designed to 
simplify PC board layouts. Inverting inputs are adjacent 
to outputs for all of the amplifiers and the outputs have 
a/sc been p faced at the corners of the package Ipins f. 
7, 8, and 14). 

Precautions should be taken to insure that the power 
supply fcr the integrated circuit never becomes reversed 
in polarity or that the unit is not inadvertently installed 
backwards in a test socket as an unlimited current surge 
through the resulting forward diode within the 1C could 
cause fusing of the internal conductors and result in a 
destroyed unit. 

Large differential input voltages can be easily accom¬ 
modated and, as input differential voltage protection 
diodes are not needed, no large input currents result 
from large differential input voltages. The differential 
input voltage may be larger than V* without damaging 
the device. Protection should be provided to prevent the 
input voltages from going negative more than -0.3 V oc 
(at 25 C). An input clamp diode with a resistor to the 
1C Input terminal can be used. 

To reduce the power supply current drain, the amplifiers 
have a class A output stage for small signal levels which 
converts to class 8 m a larye signal mode. This allows the 
amplif.ers to both source and sink large output currents. 
Therefore both NPN and PNP external current boost 
transistors can be used to extend the power capability of 
the basic amplifiers. The output voltage needs to raise 
approximately 1 diode drop above ground to bias the 
on-chipvertital PNP transistor for output current sinking 
applications. 

For ac applications, where the load is capacitively 
coupled to the output of the amplifier, a resistor should 


Voltage Gain 



V^-IUtfLV VOLTACMVocI 


be used, from the output of the amplifier to ground to 
increase the class A bias current and prevent crossover 
distortion. Where the load is directly coupled, as in dc 
applications, there is no crossover distortion. 

Capacitive loads^which are applied directly to the output 
of the amplifier reduce the loop stability margin. Values 
of 50 pF can be accommodated using the wors'-case non¬ 
inverting unity gain connection. Large closed loop gams 
oi resistive isolation should be used if larger load 
capacitance must be driven by the amplifier. 

The bias network of the LM124 establishes a drain 
current which is independent of the magnitude of the 
power supply voltage over the range of from 3 V oc to 
30 V oc . 

Output short circuits either to ground or to the positive 
power supply should be of short time duration. Units 
can be destroyed, not as a resuit of the short circuit 
current causing metal fusing, but rather due to the large 
increase in 1C chip dissipation which will cause eventual 
failure due to excessive junction*, temperatures. Putting 
direct short-circuits on more than one amplifier at a time 
will increase the total 1C power dissipation to destructive 
levels, if not properly protected with external dissipation 
limiting resistors in series with the output leads of the 
amplifiers. The larger value of output source current 
which is available at 25 C provides a larger output cur¬ 
rent capability at elevated temperatures (see typical 
performance characteristics) than a standard 1C op amp. 

The circuits presented in the section on typical applica¬ 
tions emphasize operation on only a single power supply 
voltage. If complementary power supplies are available, 
all of the standard op amp circuits can be used. In 
general, introducing a pseudo-ground (a bias voltage 
reference of V + /2) will allow operation above and below 
this value in single power supply systems. Many applica¬ 
tion circuits are shown which take advantage of the wide 
input common-mode voltage range which includes 
ground. In most cases, input biasing is not required and 
input voltages which range to ground can easily be 
accommodated. 
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LM124/LM224/LM324, LM124A/ 
LM224A/LM324A, LM2S02 


! National Operational Amplifiers/Buffers 

i Semiconductor 

I LM124/LM224/LM324, LM124A/LM224A/LM324A, LM2902 
j Low Power Quad Operational Amplifiers 



I General Description 

j Thu LM124 series consists of four independent, high 
i gain, internally frequency compensated operational am- 
i ptifiers which were designed specifically to operate from 
1 a single power supply over a wide range of voltages. 
Operation from split power supplies is also possible and 
the low power supply current drain is independent of the 
magnitude of the power supply voltage. 

Application areas include transducer amplifiers, dc gam 
blocks and all the conventional op amp circuits which 
now can be more easily implemented in single power 
supply systems. For example, the LM124 series can be 
directly operated off of the s tanaard +5 V oc power 
supply voltage which is used in digital systems and will 
easily provide the required interface electronics without 
: requiring the additional *15 V D c power supplies. 


Unique Characteristics 

■ In the linear mode the input common mode voltage 
range includes ground and the output voltage can also 
swing to ground, even though operated from only a 
single power supply voltage. 

■ The unity gain cross frequency is temperature 
compensated. 

■ The input bias current is also temperature 
compensated. 


Advantages 

■ Eliminates need lor dual supplies 

■ Four internally compensated op amps in a single 
package 

■ Allows directly sensing near GND and V 0 ut also 
goes to GND 

■ Compatible with all forms of logic 

■ Power drain suitable for battery operation 

Features 

• Internally frequency compensated tor unity gam 

■ Large dc voltage gain 100 dB 

■ Wide bandwidth (unity gain) 1 MHz 

(temperature compensated) 

■ Wide power supply range. 

Single supply 3 V DC to 30 V oc 

or dual supplies 1 15 V oc to MS V DC 

• Very low supply current drain (OOOpAI - essentially 
independent of supply voltage (1 mW/op amp at 
+5 V DC ) 

• Low mpu biasing current 45 nA DC 

(temperature compensated) 

■ Low input offset voltage 2 mV DC 

and offset current 5 nA oc 

• Input common-mode voltage range includes ground 

■ Differential input voltage range equal to the power 
supply voltage 

■ Large output voltage 0 V DC to V* - 1.5 V DC 

swing 
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ANALOG DIVISION _ 

PHASE LOCKED LOOP 


JUNE 19B3 

NE/SE564 


The loop filter diagram shown Is explained 
by Ihe following equation: 

! 

F(«) . - Equation 5 

i + 

R-R 12 -R 13 - V3kU (INTERNAL) 

By adding capacitora to pint 4 and 5, two 
poles are added to the loop transfer function 
1 

at w • — 

RC 3 

APPLICATIONS 
FM DEMODULATOR 

The NE564 can be used as an FM 
demodulator The connections for operation 
el 5V and 12V are shown in figures 2 and 3 
respectively. The input signal is ac coupled 
with the output signal being extracted at pm 
14 Loop filtering ie provided by the capaci* 
tors at pins 4 and 5 with additional filtering 
being provided by the capacitor at pin 14. 
Since the conversion gain of the VCO is not 
very high, to obtain sufficient demodulated 
output signal the frequency deviation In the 
input signal should be 1% or hiQner 


MODULATION TECHNIQUES 

The NE564 phase locked loop can be modu¬ 
lated at either the loop filter ports (pins 4 
and 5) or Ihe input port (pm 6) as shown in 
figure 4. The approximate modulation fre¬ 
quency can be determined from the frequen¬ 
cy conversion gain curve shown m figure 5. 
This curve will be appropriate lor signals 
injected into pins 4 and 5 as shown in 
figure 4. 

FSK Demodulation 

The 564 PLL is particularly attractive for 
FSK demodulation since it contains an inter¬ 
nal voilage comparator and VCO which have 
TTL compatible inputs and outputs, and It 
can operate from a single 5 volt power sup¬ 
ply. Demodulated dc voltages associated 
with the mark and space frequencies are 
recovered with a single external capacitor in 
a dc retriever without utilizing extensive fil¬ 
tering networks. An internal comparator, 
acting as a Schmitt trigger with an adjust- 
aoie hysteresis, shapes the demodulated 
voltages Into compatible TTL output levels. 
The high frequency design of the 664 en¬ 
ables it to demodulate FSK el high data 
rates In excess of 1.0M baud. 


Figure 5 shows a high-frequency FSK de¬ 
coder designed tor input frequency devi¬ 
ations of ± 1.0MHz centered around a free- 
running frequency of f0.8MHz. The value of 
the timing capacitance required was‘esti¬ 
mated from figure 8 to be approximately 
40pF. A trimmer capacitor was added to fine 
tuna f 0 ' to 10.8MHz. 

The lock range graph indicates that the 
± 1.0MHz frequency deviations will be within 
the lock range for input signal levels greater 
than approximately 50mV with zero pin 2 bias 
current. While strictly this figure Is appro¬ 
priate only for 6MHz, It can be used as a 
fluide for lock range estimates at other l 0 ' 
frequencies. 

The hysteresis was adjusted experimentally 
via the lOkft potentiometer and 2kft bias ar¬ 
rangement to give the waveshape shown in 
figure 7 for 20K, 500K, 2M baud rates with 
square wave FSK modulation. Note the mag¬ 
nitude and phase relationships o( the phase 
comparators output voltages with respect to 
each other and to the FSK output. The high 
frequency sum components of the Input and 
VCO frequency also are visible as noise on 
the phase comparators outputs. 



10.8MHz FSK DECODER USING THE 564 
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temperature coefficient due to the positive 
temperature coefficient ol the monolithic re¬ 
sistor To compensate lor this, a current ip 
with negative temperature coefficient is in¬ 
troduced to achieve a low frequency drill 
with temperature 

Phase Comparator Section 

The phase comparator consists of a double 
balanced modulator with a limiter amplifier 
to improve AM rejection Schottky clamped 
vertical PNPs are used to obtain TTl level 
inputs. The loop gam can be varied by 
Changing the Current m O4 and O15 which 


effectively changes the gam of the differen¬ 
tial amplifiers This can be accomplished by 
introducing a current at pm 2 

Post Detection Processor 
Section 

The post detection processor consists of a 
unity gam transconductance amplifier and 
comparator The amplifier can be used as a 
dc retriever for demodulation ol FSK sig¬ 
nals. and as a post detection titter lor linear 
PM demodulation The comparator has ad¬ 
justable hysteresis so that phase jitter in the 
output signal can be eliminated. 


As shown in the equivalent schematic, the 
dc retriever is formed by the transductance 
amplifier Q42“C>43 together with an exter¬ 
nal capacitor which 19 connected at the am¬ 
plifier output (pm 14) This forma an integra¬ 
tor whose output voltage ta shown in (he 
following equation: 

v o " ■' C2 v,n<3t Equation 3 

g m - transconductance of lha amplifier 
C 2 - capacitor at the output (pm M) 

V, n « signet voltage at amplifier input 

With proper selection of C2. the integrator 
time constant can be varied so that the out¬ 
put voltage is the dc or average value of the 
input signal for use in FSK, or as a post 
detection titter in linear demodulation. 

The comparator with hysteresis Is made up 
of Q4Q~Q50 w 'th positive feedback being 
provided by Q 4 ?-0«a. The hysteresis is 
varied by changing the current in Q52 with a 
resulting variation in the loop gam of the 
comparator. This method of hysteresis con¬ 
trol. which la a dc control, provide* symmet* 
ric variation around the nominal value. 

Design Formula 

The free running frequency of Ihe VCO ii 
shown by the following equation: 

“ 25 R c (C, + C s | Equ.lion 4 

fl c - lOOtt 

C, - internal cap in farads 
C 8 - stray capacitance 


FM DEMODULATOR AT 5V 



Figure 2 


FM DEMODULATOR AT 12V 



MODULATOR • 



Figure 4 
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FUNCTIONAL DESCRIPTION 
(figure 1) 

The NE504 is a monolithic phase locked 
loop with a post deieclton processor. The 
use of Schollky clamped transistors end op¬ 
timized device geometries extends the fre¬ 
quency ot operation to greater than 50MHz. 
in addition to the classical PLL applications, 
the NE564 can be used as a modulator with 
a controllable frequency deviation. 

The output voltage of the PLL can be written 
as shown in the following equation: 



U K 

*vCO 

Kyco * conversion gem oi the VCO 
f, n - frequency of the input signal 
i 0 • tree running frequency ot the VCO 

The process ol recovering FSK signal* in* 
vofves the conversion of the PLL Output into 
logic compatible signals. For high data 
rates, a considerable amount of earner will 
be present at the output of the -'LL due to 
the wideband nature of the loop filter. To 


avoid the use ot complicated filters, a com¬ 
parator with hysteresis or Schmitt trigger is 
required With the conversion gain ol the 
VCO fixed, the output voltage as given by 
Equation 1 vanes according to the frequen¬ 
cy deviation of f in from f 0 . Since this defers 
from system to system, it is necessary thet 
the hysteresis of the Schmitt trigger be ca¬ 
pable o! bemg changoJ. so that <1 can be 
optimized tor a particular 6 ystem This is 
accomplished in the 564 by varying the volt¬ 
age at pin 15 which results in a change ot 
the hysteresis ol the Schmitt trigger. 


For FSK signals, an important factor to be 
considered is the drift in the free running 
frequency of the VCO itself If this changes 
due to temperalure, according to Equation 1 
it will lead to a change in the dc levels of the 
PLL output, and consequently to errors in 
the digital output signal This is especially 
true for narrow band signals where the devi¬ 
ation in », n itself may be less than the 
change In f 0 due to temperature. This effect 


can be eliminated if the dc or average value 
of the signal is retrieved and used as the 
reference to the comparator. In this manner, 
venations in the dc levels of the PLL output 
do no! effect the FSK output. 


VCO Section 

Due to ita inherent nigh frequency perform¬ 
ance, an emitter coupled oscillator is used in 
the VCO. In the circuit, shown in the equi¬ 
valent schematic, transistors O 21 and Q 23 
with current sources Q25“Q20 ,orm the ba¬ 
sic oscillator The free running frequency of 
ihe oscillator is shown in the following equa¬ 
tion: 


1 

25 Rc (Ci + C$) 


Equation 2 


A c - R, b - R ?0 - 10011 (INTERNAL) 

C) ■ axtarnal N»qu#hcy sailing capacitor 
Cj ■ stray capacitance 


Variation of V<j (phase detector output volt¬ 
age) changes Ihe frequency of the oscilla¬ 
tor. As indicated by Equation 2. the frequen¬ 
cy of the oscillator has a negative 


EQUIVALENT SCHEMATIC 

f--- 


r—— — — — — — — — — — Tr — — * - -- ——-— — 1 



Figure 1 
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CMOS Ripple-Carry 
Binary Counter/Dividers 

High-Voltage Types (20-Volt Rating} 

CD4020B — 14 Stage 
CD4024B — 7 Stage 
CD4040B — 12 Stage 


Features: 


RCA-CD402DB, CD4024B, and CD4040B 
are ripple-carry binary counters. All counter 
stages are master-slave flip-flops. The state 
of a counter advances one count on the 
negative transition of each input pulse; a high 
level on the RESET line resets the counter to 
its all zeros state. Schmitt trigger action on 
the input pulse line permits unlimited rise 
and fall times. All inputs and outputs 
are buffered. 


■ Medium-speed operation 

■ Fully static operation 

■ Buffered inputs and outputs 

■ 100% tested for quiescent current at 20 V 

■ Standardized, symmetrical output characteristics 

i Fully static operation 

i Common reset 

■ 5-V, 10-V, and 15-V parametric ratings 

■ Maximum input current of 1 pA at 18 V 
over full package-temperature range; 

100 nA at 18 V and 25°C 

i Noise margin (uver full package-tempera' 
ture range!: 1 V at V DD - 5 V 

2 Vat V DD -10 V 
2.5 V at V DD - 15 V 

■ Meets all requirements of JEDEC Tentative 
Standard No. 13A, "Standard Specifications 
for Description of '8' Senes CMOS Devices" 


The C040208 and CD4040B types are 
supplied in 16-lead hermetic dual-in-line 
ceramic packages (D and F suffixes}, 16-lead 
dual-ln-llno plastic packages (E suffix), 16- 
lead ceramic flat packages (K suffix), and in 
chip form (H suffix). 

The CD4024B types are supplied in 14-lead 
hermetic dual-in-line ceramic packages (D 
end F suffixes), 1^-lead dual-in-line plastic 
packages (E suffix), 14-lead ceramic flat 
packages (K suffix), and in chip form (H 
suffix). 


Applications: 

■ Control counters 

■ Timers 


1 Frequency dividers 
1 Time-delay circuits 


MAXIMUM RATINGS, Absolute-Mesimum Values: 

DC SUPPLY-V OUTAGE RANGE, IVqqI 

(Voltage* referancad to V$$ Terminal). -0.5 to *20 V 

INPUT VOLTAGE RANGE, ALL INPUTS.-0.5 to Vqd ♦0-6 V 

DC INPUT CURRENT. ANY ONE INPUT. ±10 mA 

POWER DISSIPATION PER PACKAGE (P 0 ): 

For T A --40 to ♦60°C (PACKAGE TYPE E). 500 mW 

For T^ - t60 io ♦85°C (PACKAGE TYPE El.Derate Linaarly at 12 mW/°C to 200 mW 

For T A ■ -55 to *100*C (PACKAGE TYPES 0. F. K).. 500 mW 

For t a ■ ♦lOO to *t25°C (PACKAGE TYPES D, F. K) . . . Oer tit Linearly alt 2 mW/°C to 200 mW 

DEVICE DISSIPATION PER OUTPUT TRANSISTOR 

FOR T A - FULL PACKAGE-TEMPERATURE HANG6 (All Package Type*). 100 mW 

OPERATING-TEMPERATURE RANGE (T A ): 

PACKAGE TYPES 0. F. K. H. . -66to*126°C 

PACKAGE TYPE E. -40 to 

STORAGE TEMPERATURE RANGE (T 1N I . -65 to ♦150°C 

LEAD TEMPERATURE (DURING SOLDERING); 

At duunca 1/16 ± 1 /32 inch (1 59 ± 0 73 mml from cat* tor 10 i man. ♦265°C 


-66 to ♦126°C 
-40 to +BS°C 
-65 to *T50°C 


TERMINAL ASSIGNMENTS 
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FUNCTIONAL OIAGRAM 
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RECOMMENDED OPERATING CONDITIONS at T A - 25°C, Unless Otherwise Specified 


For maximum reliability, nominal operating conditions should be selected so that operation 
is always within the following ranges: 


characteristic 

V DD 

Min. 

Max. 

UNITS 

Supply Voltage Range (at T A - 

Full Package- 





Temperature Range) 



3 

18 

V 



5 

_ 

3.5 ■' 


Input-Pulse Frequency, 

V 

to 


8 

MHi 


15 

- 

12 


i 


5 

140 

- 


Input-Pulse Width, 

>w 

10 

b0 

- 

n« 

1 

i 


15 

40 

- 


! Input-Pulse Rise or Fall Time, 

l r0* *f0 

5 

10 

Unlimited 

Pi 


15 






5 

200 



' Roset Pulse Width, 

>w 

10 

80 

- 

ns 


15 

60 





5 

350 



Reset Removal Time, 

'REM 

10 

150 

- 

ns 


15 

100 

- 





'oo 


INPUTS 

__... PNOTICTCO Bt 

O t •'VW i • ■ C0S/M03 PNOTlCTlON 

A A k Ct»ohk 


v »i 



Fig. 1 - Log^c diagram for CD4020B. 





XT INPUTS 

m PNDTtCT|tl»T 


O * WV- y- COS/MCJ PPOTCCTiQ* 

A_A K - T * UH * 



a« os on 


Fig. 3 - Logic diagram for CD4040B. 



Fig. 4 - Detail of typical flip-flop stage. 



Fig. 6 — Typical owfput low funk I currant 
characteristics. 



•in 


Fig. € - Minimum output low ftinkj currant 
characteristics. 


D«*M-TO-»Ownct <**»►-* 



Fig. 7 - Typ*cal output high (soureal current 
characteristics. 
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CD4020B, CD4024B, CD40408 Types 


ITATIC ELECTRICAL CHARACTERISTICS 


CHARACTER. 

ISTIC 

1 

CONDITIONS 

LIMITS AT INDICATED TEMPERATURES (°C) 

Values at -55. -25, »12S Apply to D. f. K, H Package 
Value* at -40, +25, *85 Apply to E Package 

UNITS 

V 0 

IVI 

V|N 

(VI 



♦25 

(V) i -65 1 —40 

♦ 85 

♦ 125 

Mm. 

Typ. 

Mix. 

Quiescent Device 


0,5 

5 i 5 | 5 

150 

iso ! - 

0.04 

5 

pA 

Current. 

*00 

- 

0,10 

o 

o 

o 

300 

I 300 1 - 

004 

10 


0,15 

15 | 20 | 20 

600 

""goo 1 - 

0 04 

20 

. 

0,20 

20 j 100 ' 100 

3000 

3000 | - 

0 08 

100 

Output Low 
iSink) Current 

|QL Win. 

0 4 

0.5 

5 1 0 64 | 0 61 

042 

0 36 1 0 51 

— n 


mA 

0.5 

0.10 

10 | 16 | 15 

r rn 

09 j 1 3 

2 6 

- 

15 • 0.15 

15 ! 4 2 1 4 * ? 8 

2 4 t 3 4 

6 8 > - 

Output High 

1 (Source) 

' Current, 

*QH Mm. 

4 6 * 0.5 

5 | -0 64j -0.61 

-0 42 

-0.36 |-051 

~ n 

- 

2.5 | 0,5 

5 i -2 1-18 

-13 

-I 15 

-1.6 

-3 2 

- 

9.5 | 0.10 

10 |-16 j-1 5 

-1 1 

r^r 

-1 3 

-2.6 

- 

13 5 

0.15 

15 1-4 2 | -4 | -2.8 

-2 4 

-3 4 

-6 8 

- 

Output Voltage 
Low Level. 

j VQL Ms*!. 

- 

0,5 | 5 j 0 05 

- 

0 

0.05 

V 

! 0.10 ! 10 I 005 ! - 

0 

0 05 

- 0.15 

15 I 0 05 1 - 

0 

0 05 

Output Voltage: 
High-Level. 

! Voh Win. 

I 

1 0.5 

5 4 95 1 4 95 

5 

-T~1 

1 0.10 

10 ! 9.95 

9 95 

10 

- 1 

1 0.15 

IS ' 14.95 

14.95 

15 

- 

| Input Low 
| Voltage, 
j V IL Mi*. 

0 5. 4,5 1 - 


1.5 

- 

- 

15 

V 

1. 9 

- 

10 

3 

- 

- 

3 

1.5.13.5 

- 

,5 

4 

- 

- 

4 

• Input High 

0.5. 4.5 

- 

5 

35 ! 35 

- 

- 

1 Voltage. 

] Vih Win. 

1. 9 

- 

r io 

1 

rj- 

_ 

_ 

1 5.13.5 

- 

15 

11 

... 

- I - 

Input Current 1 

{ f,N Mu. j 

0.18 

1 18 

to. i ! to i ! H 1 ti 

1 i 

rr 

no- 5 1 to i 

_ 1 _ 

pA 


■MIAMI • f0 * touMCC VU.T** l»p|l~ 



Fig. 8 ~ Minimum output high (source} current 
characteristics. 


AWfrCMT TtyptAATuHt it 4 |.ivc 

.«;V f :-t 




j l0C <j':-nrfTv'i>T^T“ 5i!p!t55--rniiiinMf:;t 

s ^vn-i iay4- r'i 1 , 


20 40 

L040 CAMClT.*! IC U l-r» IKI HUI 

Fig. 9 - Typical transition tima at a function of 
load capscitanca. 



~m - I05-H3 -^ 

(2 667- 2 070) 

«CM J3065 

Dtmannon* and Pad Layout for CD40208H Dimensions and 
pad layout for CD40408H art identical 

Dimensions m parentheses are <n millimeters and 
are derived bom the bat e >nch dimensions as >n 
d cated Grid graduations are m m./j I1Q~ J ,nch) 



Dimensions and Pad Layout for CD40248H. 
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CMOS 8-Input 
NOR/OR Gate 

High-Voltage Types (20-Volt Rating) 

The RCA-CO4078B NOR/OR Gate provides 
the system designer with direct implementa¬ 
tion of the positive-logic 8* input NOR and 
OR functions and supplements the existing 
family of CMO§ gates. 

The CD4078B types are supplied In 14-lead 
dual-m-ltne ceramic packages (0 and F suf¬ 
fixes). 14-lead dual-in-line plastic packages 
(E suffix), 14-lead ceramic fiat packages (K 
suffix), and in chip form (H suffix). 


Features: 

■ Medium-Speed Operation: 

tPHL< tPLH * 75 ns ftyp.) at Vqo * 10 V 

■ Buffered inputs and output 

■ 5-V, 10-V, and 15-V parametric ratings 

■ Standardized symmetrical output characteristics 

■ 100% tested for quiescent current at 20 V 

■ Maximum input current of 1 pA at 18 V 
over full package-temperature range: 

100 nA at 18 V and 25°C 

• Noise margin (over full package temperature 
range): 1 V at Vqd ■ 5 V 

2 V at VqD "10 V 2.5 V at Vqd * 15 V 

■ Meets all requirements of JEDEC Tentative 
Standard No. 13A, "Standard Specifications 
for Description of ‘B’ Series CMOS Devices" 


MAXIMUM RATINGS. Absolute-Maximum Values: 

DC supply-voltage range. iv dd i 

{Voltages referenced io Vss terminal).. —0.5 to +20 V 

INPUT VOLTAGE RANGE. ALL INPUTS.-0.5 to Vqq -»0.5 V 

DC INPUT CURRENT. ANY ONE INPUT. tIOmA 

POWER DISSIPATION PER PACKAGE |P 0 }: 

For T A • -40 to ♦60°C (PACKAGE TYPE E|. 500 mW 

For T A ■+60 to ♦85°C (PACKAGE TYPE £1.Derate Linearly et 12 mW/°C to 200 mW 

For T A , _S5 to ♦ 100 *C (PACKAGE TYPES 0. F. K) . 500 mW 

For T a . » 100 l0 +i2S m C (PACKAGE TYPES D. F. K) . . Derate Linearly •» 12 mW/°C to 200 inW 

DEVICE DISSIPATION PER OUTPUT TRANSISTOR 

FOR T A ■ FULL PACKAGE-TEMPERATURE RANGE lAll Package Types). tOOmW 

OPERATING-TEMPERATURE RANGE IT A I. 

PACKAGE TYPES D. F, K. H. -65lot12S°C 

PACKAGE TYPE E. -40to*85°C 

STORAGE TEMPERATURE RANGE (T |ig J. -65to*l50°C 

LEAD TEMPERATURE (DURING SOLDERING! 

At distance t/16 tl/32 inch 11.59 t 0.79 mm|‘rom case tor 10 s mex. ... . . ♦266°C 


RECOMMENDED 
OPERATING CONDITIONS 
For maximum reliability, nominal operating 
conditions should be selected so that operation 
is always within the following ranges: 


CHARACTERISTIC 
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Vw/ Fig. 1 - Logic diagram. 


DYNAMIC ELECTRICAL CHARACTERISTICS 

At T A • 25* C; Input t r . tf • 20 ns. C L • 50pF, R ^ * 200k il 


CHARACTERISTIC 

1 

i r 

TEST CONDITIONS 

ALL TYPES 
LIMITS 

UNITS 1 

_ ) 

^ VOLTS 

TYP 

1 

! MAX | 

| Propagation Delay Time, 

♦- 1 1 

1 5 

150 

j J00 

r ! 

'PHI- tPLH 

10 

75 

! 150 

j ns i 

! 

l' 

55 

no 



1 t i 

100 

1 200 


Transition Time, 

! ! u 

50 

100 

ns 

<THL. tTLH 

1 . ,c - ; 

40 

80 


( Input Capacitance. 

1 Any Input 

5 

! 75 

| P? ' 

L 







Fig. 2 — Typical output low (sink / current 
c haractaristics 



Fig. 3 — Minimum output low Sunk) 
current characteristics. 



Fig. 4 _ Typical output high (sourcel current 
characteristics. 
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CD4078B Types 


STATIC ELECTRICAL CHARACTERISTICS 


CHARACTER¬ 

ISTIC 


1 Ouieicent Device 
Current. 


CONDITIONS 


V|N lv DD 


LIMITS AT INDICATED TEMPERATURES !°C> 
Value* at -55, *25. *125 Apply to D, f, K, H Packet* 
Valua* at —40, *25, *05 Apply to E Package 

_ I ^25 
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Fig. 5 — Minimum output high ho urea) 
curt ant charactantuct. 
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f»g. 13 - Input-voltage tut circuit. 


Fig. 14 - Dynamic power dissipation teat circuit. 



• J»A*l*C»D»e*P«OtH 
*MA*atC*D«C»P*OtH 
He* NO CONNECTION 


TERMINAL ASSIGNMENT 



Oimansions end pad layout for CQ40788H 


Dimensions m parentheses ere m millimeters end ere 
derived from the basic inch dimensions as irdicateo. 
Grid graduations are m mils (10~3 ,nch). 


The photographs and dimensions of each Ct*oS c h p 
represent ■ cn>p when it <i peri oI the mater whan tne 
malar t separated into m hviduat chip i lf»a angle o t 
cleavage may vary win respect to me chip lace tor 
ditteient chips The actual o-manjioni of tfta notated 
chip therefore may dtiter thghtiy lron< the nominal 
ditnaniions shown The user should consular e tolerance 
of -J ffi.ii >o *ffl mile applicable fo me nominal 
dimensions shown 
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Multiplexing Circuitr 


This appendix gives a design for multiplexing curcuit so 
the half multiplexed AFIT electrode array can be used. At 
present a fully working multiplexed 16 x 16 array has not 
been produced. However, a partially multiplexed version 
(rows on each column are multiplexed) has been produced and 
fully tested for functionality. To ultilize the partially 
multiplexed array with the system developed in this thesis, 
the column outputs must be multiplexed and a sync pulse must 
be generated. The system designed to accomplish this is 
shown in Figure E.l. The design uses a 7 bit binary counter 
to sequence through a 16 channel multiplexer chip. The 
circuit reads electrodes across a row by sampling each 
column, then the array clock is incremented and the next row 
is read. A sync pulse high is generated when the 0 electrode 
position is selected and is otherwise low. 
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F. Miniaturization Considerations 


Overview 

To use the design presented in this thesis, the 
telemetry link must be scalable to allow implantation within 
a rhesus monkey. To do so requires the use of thick film 
hybrid circuit layout techniques. Also the problem of 
biocompatibility must be addressed in both the acceptability 
of the implant to the host and the ability of the circuit to 
operate in a harsh environment. Finally, scalable designs 
must be examined for total system integrity, the ability to 
operate as designed due to placement, and relative position 
of individual subsystems in the body. This appendix will 
describe the necessary considerations for scaling and present 
useful material to fulfill the design. 

Subsystem Placement 

To solve the problems noted in the design of internal 
amplification, FM modulation and support functions, it is 
necessary to determine proper placement of each subsystem to 
provide optimum performance of the system. Power supply 
components, due to their large size and requirement to be 
close to the skin for inductive coupling, should be placed in 
the chest cavity. Also the FM modulator circuitry should be 
placed in the chest cavity in close proximity to the power 
supply inductive coupling coil to ease implantation and allow 
the use of the same positioning for coil alignment of both 
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the powering coil and the FM receiving coil. The array 
clocking oscillator should be placed as close to the array as 
possible to prevent the coupling of the oscillator to the 
inputs of the differential PAM amplifier. Likewise, the 
amplifier for the PAM signal should be placed close to the 
array to prevent long leads from generating very large common 
mode signals and noise in the differential mode signals. 
Since the sync signal is produced at the electrode array, the 
sync encoding should also be placed near the electrode array. 
A proposed system includes a thick film circuit with the 
amplifier, sync encoder, and the clocking oscillator on a 
single substrate which can be implanted where the skull is 
removed to provide access for the electrode array. Another 
possibility would place the thick film circuit between the 
skull and the skin allowing a slight bulge in the head there. 
The signals from the array; multiplexed output, sync, and 
reference electrode can be wired to the hybrid circuit with 
very short runs while less sensitive signals like the 
modulating signal and power supply lines will run down the 
neck and into the chest cavity where it will join the power 
supply and modulator. Size requirements in the chest cavity 
are less critical so power supply and modulator circuits can 
be placed on small scale printed circuit boards and enclosed 
with the batteries for implantation. If needed, the 
multiplexer circuit of Appendix E can be placed on t) same 
thick film as the amplifier, sync encoder, and clocking 
oscillator. If the design becomes to bulky for implantation 
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in the head the amplifier, clocking oscillator, sync encoder 
and possibly row multiplexer thick film circuit can be moved 
to the power supply. This is not advantageous because long 
wire runs to the electrode array promote noise and coupling 
between signals 

Thick Film Circuit 

The realization of a thick film circuit for implantable 
circuits requires small size, good circuit stability in a 
hostile environment and hermetic sealing to prevent moisture 
and ion degradation (41:26). Integrated circuit used in the 
design should be either the bare chip or a leadless chip 
carriers. The leadless chip carrier is preferred because the 
package provides a hermetical seal, but at the expense of 
area used on the thick film substrate. All circuits used in 
the design are available in either bare chip or leadless chip 
carrier as stated by the data sheets, however lead times may 
be severe. The substrate used to make the thick film circuit 
is usually alumina which provides good structural rigidity. 
Conductor and resistor patterns are printed directly onto the 
substrate as pastes applied by screen printing methods. 
Conductors are pastes made of precious metals in an organic 
binder while resistor pastes are mixtures of conductor and 
glass in a similar binder (42:194). Resistances range easily 
from 1 ohm to 10 megohms using thick film, however, 
tolerances of only + or - 10% can be achieved. Since the 
design requires precision resistances and fairly high 













resistances, it is recommended that cermet chip resistors be 
used in series with small trimable thick film resistors. 
High precision resistors used in the PAM amplifier are 
commonly available in 1% tolerances. Trimming of resistors 
can add to the common mode rejection so the design should 
incorporate trimable resistors in the first and second stages 
of the PAM amplifier. Variable resistors also can be 
achieved by trimming once suitable starting resistances are 
known. Thick film capacitors are only good for small values, 
so discrete ceramic chip capacitors should be used in the 
design. Simple reflow soldering provides adequate electrical 
connections to the thick film conducting patterns for 
discrete components and leadless chip carriers while wire 
bonding gives good results for unpackaged integrated 
circuits. Connections out of the thick film packaging to the 
array and power supply are made by drilling holes through the 
alumina substrate and passing stainless steel wires through 
the holes. Glass pastes fill in the voids left in the holes 
and provide a hermetic seal to the outside when fired 
(41:32) . 

To prevent moisture and ion damage to the thick film 
circuit, passivation methods must be used on the circuit 
before the package is hermetically sealed. Glass dielectric 
overglazes on the thick film circuits with opening for 
connections provides suitable protection for thick film 
conductors and trimmed resistors (43:40). IC's should then 
be put in place and interconnection made to thick conductors. 





Two component epoxy resins, mixed under partial vacuum in a 
low humidity nitrogen saturated atmosphere are applied to 
IC's and allowed to cure (41:31-32). An ion barrier layer of 
polyimide is then placed over the previously cured epoxy, and 
it is cured. Special care must be taken to insure openings 
for discrete component connections are kept open. Discrete 
components are then reflow soldered to the conductor patterns 
and an epoxy over coat applied to the entire component side 
of the circuit. Passivation and ion barriers are complete 
and the circuit is ready for hermetic sealing. 

Hermetical sealing of the package is necessary to 
inhibit the penetration of fluid into the device. Techniques 
include total encapsulation in glass, box like containers 
using stainless steel or titanium, dipping in polymers, and 
covers using the alumina substrate for the backing. For ease 
of use, the latter will be described. A cover is 
manufactured out of gold to fit snugly over the components so 
the sides extend down beyond the bottom of the substrate. A 
hole is placed in the cover to allow back filling of inert 
helium gas in to the sealed unit and will be soldered 
(Pb-Sn-Ag) shut once the helium is present. The bottom is 
sealed by soldering a fillet in between the gold cover and a 
Pt-Au metalization which was placed on the bottom of the 
substrar.e before thick film processing (44:401). This 
provides a suitable hermetic seal and a good foundation to 
make the units biocompatible. 
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Biocompatibility 


Biocompatibility allows the implant to be accepted by 
surrounding tissue and provides no contaminates or tissue 
damage from materials or shapes. Previous efforts have used 
a full assortment of biocompatible encapsulents including 
waxes, plastics, epoxies, and polymers but none have proved 
as useful as the silicon rubber. Silicon rubber provides 
some very good characteristics for an insulative encapsulent. 
First silicon rubber has been used subdermally for many years 
with only minimal reaction from the surrounding tissue 
(45:34). This provides a good biological foundation for the 
implanted device by allowing no defense mechanisms to disrupt 
the normal function. Secondly, the silicon rubber does allow 
limited water vapor penetration. The amount of penetration 
is low enough that insulating capabilities are preserved and 
failure does not occur due to interlead current paths. Here 
the importance is to make sure the encapsulent forms a tight 
adhesion to the leads and package. Voids formed by poor 
adhesion form shunt current paths which result in 
implantation failure (46:219). Silicon rubber has good 
adhesion characteristics, and with wetting agents and clean 
binding surfaces a good seal is assured. Void generation 
within the silicon rubber can cause problems, so rubber 
curing should be done in a light vacuum so aeration can 
occur. Objects that are sealed this way should have smooth 
edges and avoid concave surfaces. This is because skrinkage 
occurs upon curing. 










Once properly encapsulated the site of implantation must 
be carefully selected to keep the implant stationary and not 
cause damage while allowing proper operation. Receiving and 
transmission coils must be at the surface while battery pack 
and transmission circuitry are placed with the chest cavity 
affixed to a bone to prevent movement. Brain circuitry 
placement requires light pressure of the array on the brain 
surface while the amplifier and oscillator placement is 
outside of the skull or takes the place of the skull making 
sure not to exert any pressure on the brain. Teflon coated 
stainless steel wire used for interconnections should run 
just under skin from the brain to the transmitter unit and 
penetrate the chest cavity just at the point of where the 
implant is. At all times routing and placement must conform 
with the need for unrestrained natural functioning of the 
host. The circuit can be implanted and used over a period 
of several years before requiring surgery for replacement and 
overhaul. At the time of replacement, the previously 
implanted device should be analyzed to determine cause of 
failure and the knowledge used to generate better implantable 


devices. 








r 


Q 



m '• 

L 


1. Donaldson, P. E. K. "Experimental Visual Prothesis," IEE 

Proceedings of Control and Science , 120 : 2 81-298 

(February 1973). 

2. Donaldson, P. E. K. "Engineering A Visual Prothesis," 

Engineering In Medicine and Biology Magazine , 2 : 14-18 

(June 1983) . 

3. Brindley, G. S. and Lewin, W. S. "The Sensation 
Produced by Electrical Stimulation of the Visual 
Cortex," Journal of Physiology , 196 : 479-493 (1968). 

4. Dobelle, W. H. and others. "Artificial Vision for the 

Blind: Electrical Stimulation of the Visual Cortex 

Offers Hope for a Functional Prothesis," Science , 183 : 

440-444 (February 1974). 

5. Kabrisky, M. A Proposed Model for Visual Processing in 
the Human Brain. Urbana: University of Illinois Press, 
1966. 

6. Hubei, D. H. and Weisel, T. N. "Brain Mechanisms of 

Vision," Scientific American, 241: 150-162 (September 

1979). 

7. Brindley, G. S. "Sensations Produced by Electrical 

Stimulation of the Occipital Poles of the Cerebral 

Hemisphere, and Their Use in Constructing Visual 
Protheses," Ann. Roy. Coll. Surgeons, 47: 106-108 

(1970). " ' " * ~~ 

8. Hubei, D. H. and Weisel, T. N. "Receptive Fields, 

Binocular Interaction, and Functional Architecture in 
the Cat's Visual Cortex," Journal of Physiology, 160: 
106-154 (1962). 

9. DeMott, D. W. "Cortical Micro-toposcopy," Medical 
Research Engineering , _4 23-29 (1966). 

10. Wise, K. D. "An Integrated Circuit Approach to 
Extracellular Microelectronics," IEEE Transactions .on 
Biomedical Engineering , BME-17 : 238-247 (July 1970). 

11. Jobling, D. T. and others. "Active Microelectrode Array 
to Record from the Mammalian Central Nervous System, in 
Vitro," Medical &_ Biological Engineering _& Computing , 

19: 553-560 (September 1981). 



BIB-1 











res w 



► 


12. Tatman, J. A. A Two-Dimensional Multielectrode 

Microprobe for the Visual Cortex . MS Thesis, 

AFIT/GE/EE/79-37. School of Engineering, Air Force 
Institute of Technology (AU) , Wright-Patterson AFB OH, 
December 1979 (AD A080378). 

13. Fitzgerald, G. H. The Development of a Two-Dimensional 

Multielectrode Array for Visual Perception Research in 
the Mammalian Brain . MS Thesis, AFIT/GE/EE/80D-21. 

School of Engineering, Air Force Institute of Technology 
(AU), Wright-Patterson AFB OH, December 1980. (AD 
A100763). 

14. German, G. W. A Cortically Implantable Multielectrode 
Array for Investigating the Mamma 1ian Visual System . MS 
Thesis, AFIT/GE/EE/81D-24. School of Engineering, Air 
Force Institute of Technology (AU), Wright-Patterson AFB 
OH, December 1981. 

15. Hensley, R. W. and Denton D. C. The First Cortical 

Implant of a Semiconductor Multielectrode Array : 
Electrode Development and Data Col lection . MS Thesis, 
AFIT/GE/EE/82D-29. School of Engineering, Air Force 

Institute of Technology (AU) , Wright-Patterson AFB OH, 
December 1982. 

16. Combs, S. R. and Meindl, J. D. "KITCHIP: A Generalized 

Integrated Circuit for Biomedical System Design," 
Biotelemetry III , International Symposium . 91-94. 

Academic Press Inc., New York, 1976. 

17. Geddes, L. A. and Baker, L. E. Principles of Applied 
Biomedical Instrumentation . New York: John Wiley & 
Sons, Inc. , 1968 . 

18. Stott, F. D. and Weller, C. "Biomedical Amplifiers 
Using Integrated Circuits," Medical and Biological 
Engineering , 14 : 684-687 (November 1978). 

19. Godden, A. K. "Amplify Biological Signals with IC's," 
Electronic Design , 17 : 218-224 (August 1969). 

20. Carlson, B. A. Communication Systems - an Introduction 
to Signals and Noise in Electrica 1 Communication . New 
York: McGraw-Hill, Inc., 1975. 

21. Jeutter, D. C. "Overview of Biomedical Telemetry 
Technigues," Engineering in Medicine and Biology 
Magazine , 2 : 17-24 (March 1983). 

22. Gardner, F. M. Phase Lock Techniques . New York: John 
Wiley & Sons, Inc., 1979. 


BIB-2 






23. Welkowitz, W. and Deutsch, S. Biomedical Instruments ; 
Theory and Design . New York: Academic Press, 1976. 

24. Ko, W. H. and others. "Design of Radio Frequency 

Powered Coils for Implant Instruments," Medical 
Biological Engineering _& Computing , 15 : 634-640 

(November 1977). 

25. Furukawa, T. and others. "Technical Improvements in 
Radiotelemetry of Electrocardiogram," Biotelemetry 
International Symposium . Leiden: Meander N. V., 1972. 

26. Hayward, W. H. Introduction to Radio Frequency Design . 
Englewood Cliffs: Prentice-Hall, Inc., 1982. 

27. Ko, W. H. "An Analysis of Frequency Modulation Circuits 

using P-N Junction Varactors," IEEE Transactions on 
Biomedical Engineering, BME-18: 366-375 (September 

1971). 

28. Best, R. E. Phase Locked Loops . New York: McGraw-Hill, 
Inc., 1984. 

29. Williams, A. B. Designers Handbook of Integrated 
Circuits. New York: McGraw-Hill, Inc., 1984. 


id O' 






30. Hnatek, E. R. Applications of Linear Integrated 
Circuits. New York: John Wiley & Sons, Inc., 1975. 

31. Ko, W. H. "Power Sources for Implant Telemetry and 
Stimulation System," A Handbook on Biotelemetry and 
Radio Tracking . New York: Pergamon Press, 1980. 

32. Donaldson, N. DeN. and Perkins, T. A. "Analysis of 
Resonant Coupled Coils in the Design of Radio Frequency 
Transcutaneous Links," Medical Biological Engineering 
& Computing , 21 : 612-617 (September 1983). 

33. Donaldson, N. DeN. "Voltage Regulators for Implants 
Powered By Coupled Coils," Medical & Biological 
Engineering &_ Computing , 21 : 756-761 (November 1983). 

34. Hochmair, E. S. "System Optimization for Improved 

Accuracy in Transcutaneous Signal and Power 

Transmission," IEEE Transactions on Biomedical 

Engineering , BME-31 : 177-186 (February 1984) . 

35. Kadefords, R. and others. "Energizing Implantable 
Transmitters by Means of Coupled Inductance Coils," IEEE 
Transactions on Biomedical Engineering, BME-16: 177-183 
'(July 1969) . 




BIB-3 


---- ^ 










i" - 



Ls 



m 





36. Jeutter, D. C. "A Transcutaneous Implanted Battery 

Recharging and Biotelemeter Power Switching System," 

IEEE Transactions on Biomedical Engineering, BME-29: 
314^321 (May 1982). 

37. Jauties, G. "CMOS Linear Applications: An-88," Linear 

Application Handbook. Santa Clara: National 

Semiconductor Corp., undated. 

38. Paradise, J. "ICAN-6230, Using the CD4047A in COS/MOS 
Timing Applications," RCA CMOS Integrated Circuits 
Databook - SSD-250C . Somerville: RCA Corp., 1983. 

39. Lin, W. C. and others. "Feasibility Study of the 
Engineering Problems in a Multi-Electrode Visual Cortex 
Stimulation System," Medical and Biological Engineering, 

10: 365-375 (1972). 

40. Murawski, S. L. and Jeutter, D. C. "An Externally 
Programable, Implantable, Integrated Cerebellar 
Stimulator," IEEE Frontiers of Engineering in Health 
Care . 608-611. IEEE Press, New York, 1982. 

41. Ko, W. H. and Spear, T. M. "Packaging Materials and 
Techniques for Implantable Instruments," Engineering in 
M edicine and Biology Magazine , 2 : 24-38 (March 1983). 

42. Filshie, J. H. and others. "Hybrid Microcircuits for 

Implantable Radio Transmitter," A Handbook on 

Biotelemetry and Radio Tracking . New York: Pergamon 
Press, 1980. 

43. Fromm, E. "A Thick Film Hybrid Implantable Telemeter," 

Engineering in Medicine and Biology Magazine , 2 : 38-41 

(March 1983) . 

44. Donaldson, P. E. K. and Sayer, E. "A Technology for 

Implantable Hermetic Packages, Part I: Design and 
Materials," Medical Biological Engineering &_ 

Computing , 19 : 398-402 (1981). 

45. Boone, J. L. "Silicone Rubber Insulation for 

Subdermally Implanted Devices" Medical Research 

Engineering , 5g 34-37 ( 1966). 

46. Donaldson, N. DeN. "Encapsulation and Packaging of 
Implanted Components," A Handbook on Biotelemetry and 
Radio Tracking . New York: Pergamon Press, 1980. 






BIB-4 















VITA 


Lieutenant Gregory S. Zeman was born on 12 April 1961 in 
Evergreen Park, Illinois. He graduated from Vestal Senior 
High School, Vestal, New York with a Regent's Diploma in 1979 
and continued his education at Rensselaer Polytechic 
Institute in Troy, New York on a ROTC scholarship. He 
received a Bachelor of Science in Electrical Engineering from 
Resselaer in 1983 graduating Magma Cum Laude. Through the 
ROTC program he was commissioned into the USAF upon 
graduation. He entered the Air Force Institute of 
Technology, School of Engineering, as his first assignment in 
June 1983. 

0 * 


Permanent address: RD#1 Gardner Road 

Vestal, New York 13850 




StCuRlTY CLASSIFICATION OF THIS PAGE 


U REPORT SECURITY CLASSIFICATION 

li\'CJ ASSIt IE!) 


a. SECURITY CLASSIFICATION authority 


2b JECLASSIFiCAT I ON/OOWNG R A DING SCHEDULE 


4 PERFORMING ORGANIZATION REPORT NUMBE R IS) 

a: i t /o s/e ng/ 8 # d - 7 o 


REPORT DOCUMENTATION PAGE 


ID. RESTRICTIVE MARKINGS 


3. DISTRIBUTION/AVAILABILITY OF REPORT 

Approved for public release; 
distribution unlimited 


5. MONITORING ORGANIZATION REPORT NUMBE R (S) 


NAME OF PERFORMING ORGANIZATION 

6b. OFFICE SYMBOL 

7a. NAME OF MONITORING ORGANIZATION 


(If applicable / 


School of Engineering 

AFIT/ENG 



6 c ADQHESS <City. State and /.If* Code i 

Ai r 1or— 1 Institute of Technology 
A'rirht-iatterson AIB, Ohio 45433 


Hd NAME OF FUNDING SPONSORING 

organization Air force Aero 
srace Ted. Research Lab. 


8< AOORfcSS •'iljl*' a/\d /.If Code) 



7b. ADDRESS (City, State and ZIP Code) 


9. PROCUREMENT INSTRUMENT IDENTIFICATION NUMBER 


10. SOURCE OF FUNDING NOS. 


,.'r ight-Pat terson Ai* B Ohio 

45433 

PROGRAM 
ELEMENT NO. 

PROJECT 

NO. 

11 TiTLE Include Securi /> Classification i 

See ''ox Id 





12 PERSONAL AUTnORlS) 

^Gregory 3. Zeman, B.S., 2d Lt, USAF 

| 13d. Type of report I I3D. time COVERED 


MS Thesis 


16 SUPPLEMENTARY NOTATION 


13b. TIME COVERED 
FROM _ TO 


14. DATE OF REPORT (Yr., Mo., Day) | 15. PAGE COUNT 

1984 December 200 


17 COSATi CODES | 18. SUBJECT TERMS (Continue on reverse if necessary and identify by block number) 

Telemetering Transmitters Bioinstrumentation 

06 ! 02 ! |Phase Locked Communications frequency Modulator % 

Micropower Circuits Implantation 


19 ABSTRACT ‘Continue on reverse if necessary and identify by block number / 

Title: A COMMUNICATIONS LINK 1 OR AN 
IMFLANTABLii ELECTRODE ARRAY 


Thesis Chairman: 


Matthew Kabrisky 

Professor of Electrical Engineering 


r ov«d Hr pnbiic reiparo: IAW AFR 190 - 17 , 

.> ,'-s\' ;/'•*.i k 


^0 OlSTRl 0UTION AVAILABILITY OF ABSTRACT 
“ UNCLASSIFlED/UNLIMlTE O 2Q SAME AS RPT 3 OTIC USERS □ 


22a NAME OF RESPONSIBLE INDIVIDUAL 

Matthew Kabrisky 


DD FORM 1473, 83 APR EDITION OF 1 JAN 73 IS OBSOLETE 


1 • . ' 

l.r. 1 • " i 

Wl'flhl •* o"f f»E 

, ■ Mr' Ri1 D»ivelcpmsri 
ry lAiC) 

Urt 

21 ABSTRACT SECURITY CLASSIFICATION 

UMCLASSII IED 


22b TELEPHONE NUMBER 
(Include Area Code) 

513-255-5276 

22c OFF ICE SYMBOL 

AF IT/ENG 


SECURITY CLASSIFICATION OF THIS PAGE 





























SECURITY CLASSIFICATION OF THIS PAGE 


The research conducted in this study develops an 
implantable communications (biotelemetry) link for the Air 
Force Institute of Technology's implantable, multiplexed, 
multielectrode array used to record electric potentials on 
the visual cortex of a mammal. A prototype is developed to 
test the feasibility of transcutaneous data transfer and 
power transfer for a system relaying 100 KHz of data 
bandwidth. The working system uses a varactor Fl'.i modulator, 
phase locked loop demodulator, and op amp signal 
amplification. Power transfer is made by a single frequency 
HI- inductive couple to an implanted rechargable Wi-Cd bat¬ 
tery pack. The implanted system draws 18 milliwatts ol 
power and the power supply is capable of supplying ^0 
milliamps of current at 5volts for a 2 hour period before 
recharging is required. Details of the design procedures as 
well as recommendations for an implantable system real¬ 
ization are included. 


* 

t 


Electrode Array 
Operational Amplifiers 
Voltage Controlled Oscillators 
| Bioengineering 

EEC 


Varactor Diodes 
Recording System 
Biotelemetry 
Power Supplies 








-V' : " V* • 1 v.: * ^ '» » .. - . - 77*~v V .’ ’ ’ • . "- ' . * - - 

END 

FILMED 

5-85 

DTIC 


A_ .. 




